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SaJ'cly Summary 


product. 

• When the product has ventilation outlets, do not stick or drop metal or easily ilammahle ob¬ 
jects into the ventilation outlets. 

• When using the product on a cart, fix it with belts to avoid its drop. 

• When connecting the product to peripheral equipment, turn the power off. 

• Caution Symbols Used Within this Manual 

Symbols indicating items requiring caution which are used in this manual are shown below to¬ 
gether with their meaning. 

DANGER; Indicates an item where there is a danger of serious persona! injury (death or seri¬ 
ous injury). 

WARNING: Indicates an item relating to personal safety or health. 

CAUTION: Indicates an item relating to possible damage to the product or instrument or relat¬ 
ing to a restriction on operation. 

• Safety Marks on the Product 

The following safely marks can be found on Advantest products. 

ATTENTION - Refer to manual. 

Protective ground (earth) terminal. 

DANGER - High voltage. 

CAUTION - Risk of electric shock, 



• Replacing Parts with Limited Life 

The following parts used in the instrument are main parts with limited life. 

Replace the parts listed below before their expected lifespan has expired to maintain the perfor¬ 
mance and function of the instrument. 

Note that the estimated lifespan for the parts listed below may be shortened by factors such as 
the environment where the instrument is stored or used, and how often the instrument is used. 
The parts inside are not user-replaceable. For a part repiacemenl. please contact the Advantest 
sales on'ice for servicing. 

Each product may use parts with limited life. 

For more information, refer to the section in this document where the parts with limited life arc 
described. 
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Safety Summary 

To ensure thorough understanding of ail functions and to ensure efficient use of this instrument, please read the 
manual carefully before using. Note that Advaniesi bears absolutely no responsibility for the result of operations 
caused due to incorrect or inappropriate use of this instrument. 

If the equipment is used in a manner not specified by Advantesl. the protection provided by the equipment may 
be impaired. 

• Warning Labels 

Warning labels are applied to Advantesl products in locations where specific dangers exist, Pay- 
careful attention to the,se labels during handling. Do not remove or tear these labels. If you have 
any questions regarding warning labels, please ask your nearest Advantesl dealer. Our address 
and phone number are listed at the end of this manual. 

Symbols of those warning labels arc shown below together with their meaning. 

DANGER: Indicates an imminently hazardous situation which will result in death or serious 
personal injury. 

WARNING; Indicates a poicnlially hazardous situation which will result in death or serious 
persona! injury. 

CAUTION: Indicates a potentially hazardous situation which will result in persona! injury or 
a damage to property including the product. 

• Basic Precautions 

Please observe the following precautions to prevent fire, burn, electric shock, and persona! inju- 
D- 

• Use a power cable rated for the voltage in question. Be sure however to use a power cable 
conforming to safely standards of your nation when using a product overseas, 

• When inserting the plug into the electrical outlet, first turn the power switch OFF and then 
insert the plug as far as it will go. 

• When removing the plug from the electrical outlet, first turn the power switch OFF and then 
pull it out by gripping the plug, Do not pull on the power cable itself. Make sure your hands 
are dry at this lime. 

• Before turning on the power, be sure to check that the supply voltage matches the voltage 
requirements of the instrument. 

• Conned the power cable to a power outlet that is connected to a protected ground terminal. 
Grounding will be defeated if you use an extension cord which does not include a protected 
ground terminal, 

• Be sure to use fuses rated for the voltage in question. 

• Do not use this instrument with the case open. 

• Do not place anything on the product and do not apply excessive pressure to the product. Al¬ 
so. do not place flower pots or other containers containing liquid such as chemicals near this 
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Safety Summary 


Main Parts with Limited Life 


Part name 

Life 

Unit power supply 

5 years 

Fan motor 

5 years 

Electrolytic capacitor 

5 years 

LCD display 

6 years 

LCD backlight 

2,5 years 

Floppy disk drive 

5 years 

Memory backup battery 

5 years 


• Hard Disk Mounted Products 

The operational w'arnings are listed below. 

• Do not move, shock and vibrate the product while the power is turned on. 

Reading or w'riting data in the hard disk unit is performed with the memory disk turning at a 
high speed. It is a very delicate process. 

• Store and operate the products under the following environmental conditions. 

An area with no sudden temperature changes. 

An area away from shock or vibrations. 

An area free from moisture, dirt, or dust. 

An area away from magnets or an instrument which generates a magnetic field, 

• Make back-ups of important data. 

The data stored in the disk may become damaged i f the product is mishandled. 'Fhc hard disc 
has a limited life span which depends on the operational conditions. Note that there is no 
guarantee for any loss of data. 

• Precautions when Disposing of this Instrument 

When disposing of harmful .substances, be .sure dispose of them properly with abiding by the 
slate-provided law. 

Harmful substances: (1) PCB (poiycarbon biphenyl) 

(2) Mercury 

(.3) Ni-Cd (nickel cadmium) 

(4) Other 

Items possessing cyan, organic phosphorous and hexadic chromium 
and items which may leak cadmium or arsenic (excluding lead in sol¬ 
der). 

Example: tluorcsceni tubes, batteries 
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Environmental Conditions 


This instrument should be only be used in an area which satisfies the following conditions; 

• An area free from corrosive gas 

• An area away from direct sunlight 

• A dust-free area 

• An area free from vibrations 

• Altitude of up to 2000 m 



Figure-1 Environmental Conditions 


Operating position _ 

The instrument must be used in a hor- 


A clear space of 10 centimeters or more 
must be kepi around the air vents. 



i/ontal position. 

A cooling fan. which prevents the in¬ 
ternal temperature from rising, is 
equipped with the instrument. 

The air vents on the case must be un¬ 
blocked. 


Figure-2 Operating Position 


• Storage position _ 

From This instrument should be stored in a horizontal 

I 1 position, 

When placed in a vertical (upright) position for 
storage or transportation, ensure the instrument is 
stable and secure, 


-Ensure the instrument is stable. 
-Pay special attention not to fall. 


Figure-3 Storage Position 

• The classification of the transient over-voltage, which exists typically in the main power supply, and 
the pollution degree is defined by 1EC6101()-1 and described below. 

Impulse withstand voltage (over-voltage) category II defined by lEC6()364-4-443 

Pollution Degree 2 
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Types of Power Cable 


Replace any references to the power cable type, according to the following table, with the appropriate power cable 
type for your country. 


Plug configuration 

Standards 

Rating, color 
and length 

Model number 
(Option number) 


Ql n[ 
■~i E r 


PSE:: Japan 

Electrical Appliance and 

Material Safely Law 

125 Vat 7 A 
Black 

2 m (6 ft) 

Straight; A01402 

Angled; A01412 


Ql n[| 

\o/ 

- 

/ 

UL: United Slates of America 

eSA; Canada 

125 V at 7 A 

Black 

2 m (6 ft) 

Straight: AO 1403 

(Option 95) 
Angled; AOI4i3 

(b 

CEE; Eiurope 

DEMK(L Denmark 

NEMKO: Norway 

VDE: Germany 

KEMA: The Netherlands 

CBBEC; Belgium 

OVE: Austria 

FIMKO: Finland 

SEMKO: Sweden 


Straight: AO 1404 

(Option 96) 
Angled: A0i4l4 


SEV: Switzerland 


Straight: A014()5 

(Option 97) 

Angled; A0I415 

( 

■ 

) 

SAA; Australia. New- Zealand 

250 V at 6 A 

Gray 

2 m (6 ft) 

Slraighi; A014()6 

(Option 98) 

Angled: . 

r 

V 


N 

J 

BS: United Kingdom 

250 V at 6 A 

Black 

2 tn (6 ft) 

Straight: A01407 

(Option 99} 

Angled: AO 1417 

( 

$5 


CCC:China 

250 V at 10 A 
Black 

2 rn (6 ft) 

Straight: A114009 

(Option 94) 

Angled: A! 14109 
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CAUTIONS 

The front two feet beneath the front panel have small extensions which can be used to pro¬ 
vide a better viewing angle (12-degree tilt). 

Note the following when using the extensions; 

• Use the analyzer on flat surfaces so that the weight of the analyzer is evenly distributed, 

• Do not put any objects on the analyzer. 

• Do not lean on the analyzer, 

• Do not place anything (hands or other objects) under the analyzer. 

• Do not slide the analyzer. 

• Do not use excessive force when pressing keys (more than 1 kg). 


Make sure the extensions are folded shut when; 

• Transporting the analyzer. 

• Connecting or disconnecting cables. 

• Using the analyzer on a cart. 

• The analyzer is not in use. 

• The analyzer is in storage. 


Do not use the extensible feet if they show signs of excessive wear. 

• The extensions may wear out over time. If tliis occurs, contact ADVANTEST or our service agency 
for information on how' to replace them. 
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Certificate of Conformity 



This is to certify, that 


instrument, type, designation 


complie.s with the provisions of the EMC Directive 89/336/EEC in accordance with 
EN61326 and Low Voltage Directive 73/23/EEC in accordance with EN6!010. 


ADVANTEST Corp. 

Tokyo, Japan 


ROHDE&SCHWARZ 


Engineering and Sales GmbH 
Munich, Germany 
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R3I32 Series Specti'um Analyzer Operation Manual 


PREFACE 


This manual provides the information necessary to check functionality, operate and program the R3132 Series 
Spectrum Analyzer. Be sure to read this manual carefully in order to use the spectrum analyzer safely. 

• Organization of this manual 

This manual consists of the following chapters; 


1. INTRODUCTION 

• Product Description 

• Accessories 

• Options 

• Operating Environment 

• System Checkout 

• Cleaning, Storing and Transporting the R3132 
Series Spectrum Analyzer 

• Calibration 

• Replacing Parts with Limited Life 

Includes a description of the 
spectrum analyzer and its’ parts 
along with information on its’ 
operating environment and how to 
perform a system checkout. 

2. OPERATION 

• Panel Description 

• Basic Operation 

• Measurement Examples 

• Other Functions 

Describes the names and the 
functions of each part on the panels. 
You can learn the basic operation of 
the specli‘um analyzer through the 
examples shown in this chapter. 

3. REFERENCE 

• Menu Index 

• Menu Map 

• Menu Function Descriptions 

• List of Settings 

Shows a list of operation keys, and 
describes the function of each key. 

4. REMOTE PROGRAMMING 

• GPIB Command Index 

• GPIB Remote Programming 

• RS-232 Remote Control Function 

Gives an outline of the GPIB and 
RS-232 interfaces, and how to 
connect and set them up. Also 
included are a list of commands 
necessaiy foj- programming and 
using the program examples. 

5. PERFORMANCE VERIFICATION 

• General 

• Procedures of Performance Verification 

• Tracking Generator Performance Verification 
Procedure 

• Performance Verification for OPT73 (FM 
Demodulation) 

• Performance Verification Record Sheet 

Describes the performance verifica¬ 
tion. 

6. PERFORMANCE VERIFICATION (Externa! Mixer) 

• External Mixer OPTl 6 

• External Mixer OPT17 

• External Mixer OPT18 

• Externa! Mixer OPT19 

Describes the performance verifica- 
tion(External Mixer). 
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Preface 


7. SPECIFICATIONS 

• R3132 Specifications 

• R3132N Specifications 

• R3162 Specifications 

• R3172 Specifications 

• R3182 Specifications 

• Options 

• Key notations in this manual 

Typeface conventions used in this manual. 

Panel keys: In bold type Example: MKR, MEAS 

Soft keys: In bold and italic type Example: Normal, Noise/Hz 

The 1/2, more and 2/2, more soft keys are designated by l/2_more and 2/2_more in 
manual. 


Shows the specifications of the 
spectrum analyzer. 
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R3132 Series Spectrum Analyzer Operation Manua 

1.1 Product Description 


1 INTRODUCTION 

This chapter provides the following information: 

• Product description 

• A list of standard accessories and power cable options 

• Options 

• Operating environment 

• How to verify that the spectrum analyzer is functioning properly 

• How to clean, store, and transport the spectrum analyzer 

• Calibration 

• Replacing Parts with Limited Life 

1.1 Product Description 

The R3132 Series spectrum analyzer uses the synthesized local method and allow the user highly stable and 
highly precise spectrum analysis. 

The key features of the R3132 Series spectrum analyzer are listed below. 

(1) Frequency Range: 9 kHz to 3 GHz (R3132/N) 

9 kHz to 8 GHz (R3162) 

9 kHz to 26.5 GHz (R3172) 

9 kHz to 40 GHz (R3182) 

Frequency span: Zero, ! kFIz to 3 GHz (R3132/N) 

Zero, I kHz to 8 GHz (R3162) 

Zero, 1 kHz to 26.5 GHz (R3172) 

Zero, 1 kHz to 40 GHz (R3182) 

(2) High-speed and high-precision sweep 
Frequency span accuracy: 1% or less 
Sweep time: 20 ms 

(3) Wide dynamic range 
Maximum input level: +30 dBm 

Built-in pre-amplifier: -132 dBm noise level 

(4) Frequency counter function with a resolution of IHz. 

(5) A power measurement function useful for evaluating radio instruments using measurements such as 
occupied bandwidth (OBW), adjacent channel power (ACP), channel power, etc. 

(6) An auto tuning function that searches for a signal with the maximum input level. 

(7) Save and recall functions which you can use to store measurement conditions and data in TEXT for¬ 
mat. 

(8) A 3.5-inch floppy disk drive which you can use to save screen images in BMP format. 

(9) Support for ESC/P, ESC/P-R and PCL compatible printers. 
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1. i Product Description 

(10) Remote conti-ol capabilities which allow you to setup an automatic measurement system. This 
remote control function complies with GPIB and RS-232 specifications. 

(11) High-precision color LCD 
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R3132 Series Spectrum Analyzer Operation Manua 


1.2 Accessories 


1.2 Accessories 

Table 1 -1 lists the standard accessories shipped with the spectrum analyzer. If any of the accessories are dam¬ 
aged or missing or, to order additional accessories, contact the nearest ADVANTES! Field Office or repre¬ 
sentative. 


Table 1-1 Standard Accessories List 


Name of accessory 

Type name 

Quantity 

Remarks 

R3132/ 

62/72 

R3182 

R3132N 


AO 1402 

■■ 

1 




A0126i-30 


1 



Input cable (75 Q) 


s 




N to BNC adapter 



B 

il^l 

^9 

C15 Type adapter 

NCP-NFJ 

— 


B 


NC to BNC adapter 

BA-A165 


B 

B 


K to K adapter 

5A-SFF40(A) 

B 


B 

^■1 

SMA to SMA adapter 

HRM-501 

B 

lll^l 

B 


SMA to BNC adapter 

HRM-517(09) 

— 

B 

B 


Operation manua! 

(This manual) 

ER3132/62 


1 

■ 



1: The cable supplied with the spectrum analyzer depends on what type (specified by model number 

above) was ordered when the spectrum analyzer was purchased. 

There are 11 types of power cable available (see Table 1 -2). 

To order another power cable, contact an ADVANTES! Field Office or representative. When order¬ 
ing, refer to power cables by their option number or model number. 

2: Quantity is 2 when the instrument is equipped with TG option (OPT74). 
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R3132 Series Specuiim Analyzer Operation Manual 


1.2 Accessories 


Table 1-2 Power Cable Options 


Plug configuration 

Standards 

Rating, color 
and length 

Model number 
(Option number) 

% 

JIS:Japan 

Law on Electrical Appliances 

125 V at 7 A 
Black 

2 m (6 ft) 

Straight:A01402 

Angled:A0l412 


% 

UL: United States of America 

CSA: Canada 

125 V at 7 A 
Black 

2 m (6 ft) 

Straight;A01403 

(OPT95) 

Angled:A014] 3 


CEE:Europe 

DEMKOiDenmark 

NEMKO:Norway 

VDE:Germany 

KEMA:The Netherlands 
CEBBC:Belgium 

OVE:Austria 

FlMKO:Finland 

SEMKO:Sweden 

250 V at 6 A 

Gray 

2 m (6 ft) 

Straight: AO 1404 
(OPT96) 

Angled;A01414 

1 


SEV: Switzerland 

250 V at 6 A 

Gray 

2 m (6 ft) 

Straight:A01405 

(OPT97) 

Angled:A01415 


SAA: Australia, New Zealand 

250 V at 6 A 

Gray 

2 m (6 ft) 

Sti'aight:A01406 

(OPI'98) 

Angled:. 

f 


BS: United Kingdom 

250 V at 6 A 

Black 

2 m (6 ft) 

Straight:A0]407 

(OPT99) 

Angied:A01417 
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! -3 Options 


1.3 Options 

The following options are available for this spectrum analyzer. 

(1) OFr20 Highly Stable Reference Frequency Crystal Oscillator 

(2) OF.r27 Narrow-band Resolution Bandwidth 

(3) OPT29 High-Speed Time-Domain Sweep 

(4) OFr73 FM Demodulation 

(5) OFr74 Tracking Generator 

(This option can be installed on the R3132, R3132N, R3162 and R3172.) 
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1.4 Operating Environment 


1.4 Operating Environment 

This section describes the environmental conditions and power requirements necessary to use the spectrum 
analyzer. 

1.4.1 Environmental Conditions 

The R3132 Series should be only be used in an area which satisfies the following conditions: 

• Ambient temperature; 0 °C to +50 °C (operating temperature) 

• Relative humidity: 85% or less (without condensation) 

• An area free from corrosive gas 

• An area away from direct sunlight 

• A dust-free area 

• An area free from vibrations 

• A low noise area 

Although the R3132 Series has been designed to withstand a certain amount of noise riding on the AC 
power line, it should be used in an area of low noise. Use a noise cut filter when ambient noise is 
unavoidable. 

• An area allowing unobstructed air flow 

The R3132 Series has an exhaust cooling fan on the rear panel and an exhaust vent on the bottom side 
toward the front. Never block these areas as the resulting internal temperature rise will affect mea¬ 
surement accuracy. 


• Avoid operation in the following areas. 



Vibration 



• Use a noise cut filter when there is a large 
amount of noise riding on the power line. 



Figure 1-1 Operating Environment 
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1.4.2 Power Requirements 


The R3132 Series can be used safely under the following conditions; 

• Altitude: 2000 m maximum above the sea level 

• Installation category II 

• Pollution degree 2 

1.4.2 Power Requirements 

The power supply specifications of the spectrum analyzer are listed in Table 1-3, 


Table 1-3 Power Supply Specifications 



100 VAC Operation 

200 VAC Operation 

Input voltage range 

90 V- 132 V 

198 V-250 V 

Frequency range 

48 Hz - 66 Hz 

Power consumption 

200 VA or below 


CA UTION To prevent damage, operate the spectrum analyzer within the specified input voltage andfrequency 

ranges. 


During operation, the power supply automatically switches between input voltage levels of 100 VAC and 
200 VAC. Be sure, however, to use a power cable that matches the input voltage and meets the related 
standard (see Table 1-2). 

1.4.3 Power Fuse 


CAUTION: 

1. When a fuse blows, there may be some problem with the analyzer so contact a qualified ADVANTEST service 
representative before replacing the fuse. 

2. To prevent fires, use the .same rating and same model of a fuse. 


The power fuse is placed in the fuse holder which is mounted on the rear panel. A spare fuse is located in 
the fuse holder. 

To check or replace the power fuse, use the following procedure; 

1. Press the POWER switch to the OFF position. 

2. Disconnect the power cable from the AC power supply. 

3. Remove the fuse holder on the rear panel. 

4. Check (and replace if necessary) the power fuse and put it back in the fuse holder. 
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i .4.3 Power Fuse 



Fuse holder 



Figure 1-2 Replacing the Power Fuse 
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1.4.4 Power Cable 


1.4.4 Power Cable 

A detachable power cable with a three-contact plug is included with the spectrum analyzer. The protective 
earth ground contact on the plug connects (through the power cable) to the accessible metal parts of the 
instrument. For protection against electrical shock, insert the plug into a power-source outlet that has a 
properly grounded, protective-ground contact. 

The manufacturer ships a power cable, as ordered, with the spectrum analyzer. A list of other available 
power cables is shown in Table 1-2. Contact your ADVANTEST representative or the local AD- 
VANTEST Field Office for information on how to order these. 



Figure 1-3 Power Cable 
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1.5 System Checkout 


1.5 System Checkout 

This section describes the Self Test which must be performed when operating the spectrum analyzer for the 
first time. Follow the procedure below: 


CAIITION: Wait at least 30 minutes q/ier turning on the power before using to ensure accurate measurements. 


1. Make sure that the POWER switch on the front panel is in the OFF position. 

2. Connect the power cable provided to the AC power supply connector on the rear 
panel. 


CAUTION: To prevent damage, operate the spectrum analyzer within specified 

input voltage and frequency ranges. 



Figure 1-4 Connecting the Power Supply Cable 

3. Connect the power cable to the outlet. 

4, Press the POWER switch to the ON position. 

The spectrum analyzer performs the Initial test for approximately three seconds, 
then displays the startup screen as shown in Figure 1-5. 


CAUTION: There is a possibility that the screen display is different from the one 

shown in Figure 1-5, depending on previously saved conditions. 
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1.5 System Checkout 



Figure 1-5 Screen Display after Self Tests have Completed 


CAUTION: Allow 30 minutes for the R3132 Series to warm up before proceeding 

the next step. 


5. Press SHIFT. 

The SHIFT lamp lights. 

6. Press CONFIG(PRESET). 

The factory defaults are reset. 

The startup screen is displayed as shown in Figure 1-5. 

7. Press SHIFT and 0, 

The Self Test menu is displayed. 



Figure 1-6 Self Test Screen 
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1.5 System Checkout 


NOTE: Pressing SHIFT and 0 turns the Self Test mode on. In this mode, only the 
SHIFT, PRESET and COPY keys, and the currently displayed soft menu can 
be used. All other panel keys are disabled. 


8. Press Execute Self Test. 

The five test items are executed in order and then the test results are displayed as 
shown below. 



Figure J-7 Screen Shown after Executing Self Test 


CAUTION: If the Self Test detects any errors, do not attempt to use the spectrum 

analyzer any further. Contact an AD VANTEST service representative 
as soon as possible. 


9. Pi-&ss Exit. 

This exits the Self Test mode, 


This completes the system checkout. 
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1.6 Cleaning, Storing and Transporting the R3132 Series Spectrum Analyzer 


1.6 Cleaning, Storing and Transporting the R3132 Series Spectrum Analyzer 
1.6.1 Cleaning 

Remove dust from the outside of the spectrum analyzer by wiping or brushing the surface with a soft cloth 
or small brush. Use a brush to remove dust from around the panel keys. Hardened dirt can be removed by 
using a cloth which has been dampened in water containing a mild detergent, 


CAUTION: 

1. Do not allow water to get inside the spectrum analyzer. 

2. Do not use organic cleaning solvents, such as benzene, toluene, xylene, acetone or similar compounds, since 
these solvents may damage the plastic parts. 

3. Do not use abrasive cleaners. 


• Cleaning the Display Filter 

Normally cleaning the display filter from the front should be sufficient. However, if necessary, the fil¬ 
ter itself can be detached from the spectrum analyzer by removing the two screws on the front. Clean 
the backside of the filler with a soft cloth. 


CAUTION: Do not touch the LCD display with your finger when the filter has been removed. 



Remove the two screws 

to detach the filter 

from the spectrum analyzer. 


Figure 1-8 Removing the Display Filter 
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1.6.2 Storing 


1.6.2 Storing 

Store the spectrum analyzer in an area which has a temperature from -20 °C to +60 ®C. If you plan to store 
the specU-um analyzer for a long period (more than 90 days), put the spectrum analyzer in a vapor-barrier 
bag with a drying agent and store the spectrum analyzer in a dust-free location out of direct sunlight, 

1.6.3 Transporting 

When you ship the spectrum analyzer, use the original container and packing material. If the original pack¬ 
aging is not available, pack the spectrum analyzer using the following guidelines: 

• To allow for cushioning, use a corrugated cardboai'd container with inner dimensions that are at least 
15 centimeters more than those of the spectrum analyzer. 

• Surround the spectrum analyzer with plastic sheeting to protect the finish. 

• Cushion the spectmm analyzer on all sides with packing material or plastic foam. 

• Seal the container with shipping tape or a heavy-duty, industrial stapler. 

If you are shipping the spectmm analyzer to a service center for service or repair, attach a tag to the spec¬ 
tmm analyzer that shows the following information: 

• Owner and address 

• Name of a contact person at your location 

• Serial number of the spectmm analyzer (located on the rear panel) 

• Description of the service requested 
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1.7 Calibration 


1.7 Calibration 

The R3132 Series requires yearly calibration. Calibration work should be performed at an ADVANTEST 
CORPORATION site. Please contact ADVANTEST CORPORATION concerning the calibration. 

1.8 Replacing Parts with Limited Life 

The R3132 Series uses the following parts with limited life that are not listed in Safety Summary. 

Replace the parts listed below after their expected lifespan has expired. 


Pait name 

Life 

Input attenuator 

R3132/32N/62: 2 million cycles 

R.3172/82; 2.5 million cycles 

Rotary encoder 

100,000 cycle 
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2.1 Panel Description 


2 OPERATION 

This chapter describes the following: 

• Front and rear panel controls and connectors 

• Screen annotation 

• Basic operation 

• Measurement examples 

• Expanded functions 

2.1 Panel Description 

2.1.1 Front Panel 

This section contains detailed views of the front panel and explanations for the pane! keys or connectors 
shown in those views Figure 2-! shows the front panel location of the nine detail views. 


(9) (3) 

I I 



Figure 2-1 Front Panel (R3132/32N/62) 
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2.1.1 Front Panel 



Figure 2-3 Front Panel (R3182) 
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2.1.1 Front Panel 


(J.) Display Section 



Control 

Description 


Liquid crystal display (LCD) 

Displays trace and measured data 

2 

Active area 

Displays input data and measurement data 

3 

Soft-menu display 

Displays the function of each soft key (up to 7 at 
one time) 

4 

Intensity 

Adjusts the brightness of the display back light. 

5 

ACTIVE OFF key 

Turns off the active area removing any displayed 
information 

6 

Soft keys 

Seven keys corresponding to the soft-menu display 
on the left; pressing a soft key selects tlie corre¬ 
sponding menu item 

7 

RETURxN key 

Used to return the screen display to the previous 
level of the hierarchical soft-menu structure 
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2.1.1 From Panel 


(2) Power Switch/Connector Section 
• R3132/32N/62 



1 

2 : 


i 

( 

) 

o 

ti e< 

^, A "• /' 

nvT nr f 

W t QM 

1 fCWtl (( 

y 



mnn t 


Conlroi 

Description 


POWER switch 

Turns the power on or off 

2 

TG OUTPUT connector 

(Option) 

TG output connector 

Frequency range is 100 kHz to 3 GHz 

3 

RF INPUT 2 connector 

(Unused) 

4 

CAL OUT connector 

Calibration signal output connector 

30 MHz. -20 dBm 

5 

PROBE PWR connector 

Power output for the accessory. 

The maximum current is 100 m.A 

3 2 1: NC 

2:GND 

3: -12V 

4^—4:-h12V 

6 

RF input 1 connector 

inputs the signal to be measured. 
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Control 

Description 


POWER switch 

Turns the power on or off 

2 

TG OUTPUT connector 

(Option) 

TG output connector 

Frequency range is 100 kHz to 3 GHz 

3 

EXT MIXER connector 

(Option) 

Connects an external mixer to increase the measure¬ 
ment frequency range. 

4 

CAL OUT connector 

Calibration signal output connector 

30 MHz,-20 dBm 

5 

PROBE PWR connector 

Power output for the accessory. 

The maximum current is 100 mA 

3 ^-^2 1:NC 

2: GND 

\S^J 3:-12V 

4^—^1 4:-i-12V 

6 

RF INPUT connector 

Inputs the signal to be measured. 
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(3) Floppy Disk Drive Section 






























R3132 Series Spectrum Analyzer Operation Manual 


2.1.1 Front Panel 


(4) MEASUREMENT Section 



4 - 0 START 




Control 

Description 


FREQ key 

Used to set center frequencies 

2 

SPAN key 

Used to set frequency spans 

3 

LEVEL key 

Used to set the reference level 

4 

SWEEP lamp 

Turns on when a sweep is being performed 

5 

REPEAT (START/STOP) key 

Used to execute continuous sweeps or to reset a 
sweep 

6 

SINGLE key 

Used to execute single sweeps or to reset a sweep 

7 

TG key 

(Option) Used to control tracking generator output 


2-7 













R3132 Series Spectrum Analyzer Operation Manual 


2.1.1 Front Panel 


(5) DATA Section 



Control 

Description 


Numeric keys 
(additional function keys) 

There are ten number keys (0 through 9) and a deci¬ 
mal point key. You can access additional functions 
by pressing the SHIFT key 


EMC 

CAL 

Used to set up the conditions for an EMC measure¬ 
ment 

Displays the Cal menu 

2 

-(BK SP) key 

Used to remove data you have entered or to enter a 
minus!-) sign 

3 

Units keys 

GHz key 

MHz key 
kHz key 

Hz (ENTER) key 

These are used to select a unit and enter a value 

Sets GHz. -h dBm or dB 

Sets MHz, - dBm, sec, V or W 

Sets kHz, mV, msec or mW 

Sets Hz. psec, CH, pV or pW 

This key is also used to specify the channel and as a 
general ENTER key 

4 

Step keys 

Used to enter data in steps 

5 

Data knob 

Used to make fine adjustments when inputting data 
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2.1.1 Front Pane 


(6) MARKER Section 
1 



'PK SRCH 


] [ mkr f 


J MKF 



1 


Control 

Description 


PK SRCH key 

Used to search for the peak point on the ti'ace 

2 

MKR key 

Used to display the marker 

3 

MEAS key 

Used to set the measurement mode 

4 

MKR ^ key 

Used to obtain marker values so that they can be 
used as data for other functions 


(7) CONTROL Section 


1 

2 3 

H- - / / 


1 COnTnOL/ / 1 


1_Zi _/ 


[ BW ] [ TRIG I] I^AS/FAIl] 


f SWEEP ] f TRACE 

f display] 




6 5 4 


Control 

Description 

1 

BW key 

Used to set the resolution bandwidth (RBW) and 
video bandwidth (VBW) 

2 

TRIG key 

Used to set the trigger conditions 

3 

PAS/FAIL key 

Used to set the condition.s in the limit line and check 
if those conditions have been met 

4 

DISPLAY key 

Used to set the display line, the reference line, etc. 

5 

TRACE key 

Used to set the trace function 

6 

SWEEP key 

Used to set the sweep time 
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2.1.] Front Panel 


(8) SYSTEM Section 


( «*fEM ) 


O 




^"cOPY^ 


Conli'oi 

Description 

] 

LOCAL key 

REMOTE lamp 

Used to disengage GPIB remote control 

Indicates the spectrum analyzer is in Remote mode 
when lit 

2 

CONFIG key 

PRESET key 
(SHIFT, CONFIG) 

Used to set the operational conditions for the inter¬ 
face, etc. 

Used to reset the spectrum analyzer to the factory 
default settings 

3 

SHIFT key 

Allows you to access additional functions for cer¬ 
tain keys (keys that have labels in blue above them). 
The LED lamp next to the key turns on when 

SHIFT is pressed, 

4 

RECALL key 

SAVE key (SHIFT, RECALL) 

Used to recall previous data 

Used to save data 

5 

COPY key 

Used to obtain a hard copy of the screen data 
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2,1.1 Front Panel 


(9) Miscellaneous Section 



Control 

Description 

1 

AUTO TUJNE key 

Used to automatically display the maximum peak 

2 

COUNTER key 

Used to measure frequency as a counter 

3 

POWER MEASURE key 

Used to make power measurements 

4 

UTILITY key 

Used to set the measurement mode for the option 

5 

mmmmm 


(Unused) 
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2.1.2 Screen Annotation 

2.1.2 Screen Annotation 




Annotation 

Description 

1 

Title 

Displays the title you have entered to distinguish the current 
data from other data 

2 

Reference level 

Current reference level 

3 

Amplitude scale 

Current amplitude scale graduation 

4 

Trace 

Trace mode and search mode which are cunently .selected 

5 

Line setup display 

Shows values for the display line 

6 

Marker area 

Frequency and level of a marker 

7 

Date 

Current date and time 

8 

Soft-menu 

Menu item corresponding to the soft key 

9 

Center frequency or 

Stan frequency 

Indicates the frequency at the center of the current display 
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Annotation 


10 Frequency span or 
Stop frequency 


Resolution bandwidth (RBW) 


Description 


Frequency span of the current display (displays may differ 
depending on the currently active function) 


Displays the current resolution bandwidth (RBW is preceded 
by un asterisk (’") when set in manual mode) 



3 I Sweep time 


4 IRF attenuator 


15 UNCAL message 

16 Preamp indication 

17 75D mode indicator 


18 j Trace point indication 


19 Active area 


Time required to make a single sweep. SWP is preceded by 
an asterisk ('^O when set in manual mode 

Current attenuator level. ATT is preceded by an asterisk (*) 
when set in the manual mode 

Indicates that the measurement has not been calibrated 
Indicates that Preamp is using. 

Indicates that the input impedance is 15Q (nothing is dis¬ 
played if the input impedance is 500). 

Indicates that the trace points are 501 points (nothing is dis¬ 
played if the ti'ace points are 1001 points). 

Used to display the currently active functions (note that the 
data can be changed) and their related values 



23 Frequency offset 


24 Display Line 


25 lOMHz External 


26 Squelch level 


27 Multi-screen mode 


28 HOLD mode 

29 Externa! mixer mode setting 
display 

30 Signal identification function 
display 


Indicates the current display line. 


Displayed when the external 10-MHz signal is used as the 
reference signal. 


Indicates the level where the voice is demodulated. 


ZOOM. F/T, T/T, ACP. GATE or FMLN(OPT73) is dis¬ 
played in Multi-screen mode. 


Indicates that panel keys are locked in the HOLD mode. 


Displays frequency ranges, harmonic orders and harmonic 
polarities. 

Displays whether the Signal Identification function (Ident) or 
Software Image Suppression function (Suppr) is turned on. 
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2.1.3 Rear Pane 


2.1.3 Rear Panel 


This subsection shows the rear panel and describes its terminals and connectors. 

1 2 34 5 678 9 



Figure 2-5 Rear Panel 


Control 

Description 


EXTERNAL TRIGGER 
terminal 

The input impedance is approximately H) kO. 

I he R3132 and R3162 start sweeping frequencies when the 
input signal rises or trails. (The timing is selectable.) 

This signal can be used as the gated sweep signal source. 

2 

PRINTER connector 

Connector used when attaching a Centronix printer 

3 

RS-232 connector 

Connector for an external unit used to control the spectrum 
analyzer through an RS-232 interface 

4 

10 MHst REFERENCE INPUT 
terminal 

Input terminal for 10 MHz reference frequency signal 

Input impedance: Approximately 500 Q 

Input level: -10 dBm to +10 dBm 

5 

Y-OLIT terminal 

10 dB/div Y signal output 

6 

R(JB connector 

Connector for an external monitor compatible with VGA 
specifications. 

7 

PHONE connector 

Connector for an 8 Q earphone used for AM/FM demodu¬ 
lated audio output 

8 

(iPIB connector 

Connector for an external controller cable 
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2.1.3 Rear Panel 


Control 

Description 

9 

Exhaust vent 

Used to vent exccvss heat buildup in the spectnim analyzer 



CAUTION; Do not block this vent 




10 

AC power connector 

3-pin type 

11 

Fuse holder 

Holds the line fuse and one spare fuse which is supplied 
with the spectrum analyzer 

12 

Fuse information 

Lists the line voltages and fuse requirements 
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2.2 Basic Operation 


2.2 Basic Operation 

2.2.1 Operating Menus and Entering Data 

You use panel keys and soft keys to operate the spectrum analyzer. When you press a panel key, a menu 
is usually displayed on the right side of the screen. However, there are some keys, such as AUTO TUNE 
and COPY, which do not have an associated soft menu. 

Each menu selection is aligned with a soft key. To make a menu selection, press the associated soft key. 
In some cases, pressing the soft key displays additional selections. The following example shows how the 
panel and soft keys function. 

(1) Selecting the Menu 

Press LEVEL to display the menu used for setting up a measurement. 

A reference level value is displayed in the active area, and the Level menu is displayed on the right 
side of the screen as shown below. 

Ref Level 

ATTAUrO/MNL 

dB/div 

Linear 

Units 

Hi Sens ON/OFF 
l/2_m<)re 

(2) Entering Data 

When a value is displayed in the active area, you can change it using the numeric keys, the step keys, 
or the data knob. 

• Entering Data Using the Numeric Keys 

You use the following keys to enter data: the number keys (0 through 9), the decimal point key, 
and the backspace (BK SP) or minus (-) key. If you make a mistake when using the numeric 
keys, you can use the backspace (BK SP) key to delete the last digit entered. If you have not 
entered any data, pressing the BK SP key enters a minus (-) sign. After entering the data, press¬ 
ing the ENTER key or one of the other unit keys completes the operation. 


NOTE: Data entered with the numeric keys that is not terminated with a units terminator is aborted 
when you press any panel key. 

In addition, there is a possibility that displayed data may have a unit differentfrom that of the 
value entered resulting in the displayed number being different from the number entered even 
though the two values are the same. 


Example: The following example sets the reference level to -20 dBm using the numeric keys: 
Press the 2,0 and GHz(+dBm) keys or the 2,0 and MHz(-dBm) keys. 


• lintering Data Using the Step Keys 

The step keys ai'e used to enter data by a predefined step size. Press the ▼ step key to decrement 
the data; press the A step key to increment the data. You can enter data while looking at the ac¬ 
tive area on the screen using the step keys. 
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2.2.1 Operating Menus and Entering Data 


Example: The following example sets the reference, level to 0.0 dBm using the step keys: 

Press the t step key. This sets the reference level to -10,0 dBm. If yon press the ▲ 
step key once more, the level is set to 0.0 dBm, 

• Entering Data Using the Data Knob 

The data knob is used to enter data in units of predefined display resolution. This is convenient 
when making fine adjustments to data which has already been entered. 

Example: To set the reference level to 0.5 dBm using the data knob, turn the knob clockwise. 
This increases the reference level in increments of 0.1 dBm, 

Continue to turn it until the indication in the active area is 0.5 dBm, 

Turning the data knob counter clockwise decreases the reference level. 

• ACTIVE OFF 

Pressing ACTIVE OFF turns off the active area and removes any information displayed. You 
cannot enter data if the active area is off. To turn the active area on again, press any panel or soft 
key. 


(3) Menu structure 

You can access the following submenu by pressing either ll2_niore or the soft key with a mai'k in 
the right-hand corner. 

In addition, there is another type of soft key which is used to toggle between two settings (ON/OFF, 
AUTO/MNL etc.). The current setting is displayed with a red box around it. 

Pressing MKR displays the Marker menu as shown below. 

Normal 

Delta 

Peak Menu 
Sig Track ON/OFF 
MKR Trace A/B 
Marker OFF 
I/2_more 

• Displaying submenus 

Pressing the soft key with a mark in the right-hand comer displays a submenu as shown below. 
Press Peak Menu. The following Peak menu is displayed. 

Next Peak 
Next Peak Uft 
Next Peak Right 
Next Peak Max-Min 
Min Peak 

Cont Peak ON/OFF 
l/ljnore 

• Switching between settings 

To switch the currently active setting for soft keys such as AUTO/MNL. press the key. Pressing 
the key again changes back the setting. A selected item and an unselected item ai'e displayed in 
white characters and black characters, respectively. 

Example: Press Coni Peak ON/OFF. 

ON is selected to execute marker peak search for each sweep. Press the Cont Peak 
again to return to OFF. 
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• RETURN 

Used to go back to displaying the Marker menu. 

Press RETURN to return from the submenu to the original menu. 

• l/2_more and 2/2_more 

Pressing Uljnore shows the rest of the soft key menu (those itemvS not currently visible), Like¬ 
wise, pressing 2/2_ more at the bottom of this display returns to the top of the soft key display 
(the previous set of items), 

Press ]/2_more. The rest of the Marker menu (menu 2). is displayed as shown below. 

Fixed MKR ON/OFF 
MKR Step AVTO/MNL 
Multi Marker 
2/2jnore 

Press 2/2_more. The previous items (menu 1) are displayed. 


(4) Using SHIFT 

SHIFT is used to select the functions that are labeled in blue above the panel keys. There are four 
such functions: 

• PRESET 

• SAVE 
- CAL 


• EMC 


To select one of these functions, press SHIFT and the desired panel key. Pressing SHIFT lights the 
adjacent LED indicating that the Shift function is active. To cancel the shift function before selecting 
a blue-labeled function, press SHIFT a second time. The green LED goes off, indicating that the 
Shift function is no longer active. SHIFT is also used to activate the hold function which disables 
the data knob: the hold function is activated when you press SHIFT until the green LED goes off. 
When you want to disable the hold function, repeat the above procedure; when the LED goes off, 
the hold function has been reset. 

(5) Dialog boxes 

Pressing some soft keys will display a dialog box. One or more of the following operations may be 
required. 

• To select items 

Use the data knob to select items. 

• To select conditions 

Use the step keys to select conditions, then press the corresponding unit (ENTER) keys to set 
them. 

• To enter numeric values 

Use the numeric keys and the corresponding unit keys. 

» To close the dialog box 

Press the same key that was used to open the dialog box again. 
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2.2.2 Displaying Spectrums and Operating the Markers 

As an example, the procedure for measuring the difference between calibration signal level and secondary 
harmonic signal level is explained below. 

Power on 


NOTE: To take accurate measurements, use the spectrum analyzer within the spec¬ 
ified temperature range, and wait at least 30 minutes aj'ter turning the power 
on before using it. For these practice examples, you do not need to warm up 
the spectrum analyzer. 


1. Make sure that the POWER switch on the front panel is in the OFF position. 

2. Connect the power cable provided to the AC power supply connector on the rear 
panel. 


CA UTION: To avoid damage, operate the spectrum analyzer within the specified 

input voltage and frequency ranges. 


3. Connect the power cable to the outlet. 

4. Turn the POWER switch on. 

When the self-test has completed, the startup screen is displayed. 


NOTE: The screen display after the power-on may differ from (he one shown here 

due to previous settings. 


Initialization 


This resets the current settings to the factory defaults. 


5. Press SHIFT. 

This activates the shift mode so that functions labeled in blue can be used. 


6. Press CONFIG{PRESET). 

This resets all spectrum analyzer settings. 
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Figure 2-6 Factory Defaults Screen 


Input signal connection 


Connect the calibration signal used for the measurement. 


7. Connect the N-BNC adapter to the INPUT connector on the front panel. 

For the R3182. first connect the SMA-SMA adapter to the SMA-BNC adapter, 
then connect this combined adapter to the INPUT connector on the front panel. 

8. Connect the INPUT connector and the CAL OUT connector on the front panel 
using the input cable provided as an accessory. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 
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2.2.2 Displaying Spectrums and Operating the Markers 

9. Press FREQ. 

The current center frequency is displayed in the active area, and the Freq menu 
used to select the frequency type appears on the right. 



Figure 1-1 Active Area Display 


10. Press 5.0 and MHz. 

A center frequency of 50 MHz is set. 



Figure 2-8 Setting the Center Frequency 


n. Press SPAN, 

The current frequency span is displayed in the active area, and the Span menu 
used for setting the frequency span appears on the right. 

12. Press 8. 0 and MHz. 

A frequency span of 80 MHz is set. 

13. Press LEVEL. 

The cuiTent reference level is displayed in the active area, and the Level menu 
used for selling the level appears on the right. 
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2.2.2 Displaying Spectrums and Operating the Markers 

14. Pre.ss2,0, MHz(-dBm), 

A reference level of -20 dBm is set. 



Figure 2-9 Measuring Settings Screen 

Displaying a marker on the trace peak 

15. Press PKSRCH. 

The marker is displayed on the trace peak, and the mai'ker frequency (approxi¬ 
mately 30 MHz) and level (approximately -20 dBm) are listed in the marker area. 



Figure 2-10 Peak Search Display Screen 

Using the delta marker 

16. Press MKR, 

The Marker menu used with the marker function is displayed. 

17. Press De/fa. 

The delta marker is displayed on the trace peak, and the differences between the 
marker and delta marker frequency and level are listed in the marker area. 
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2.2.2 Displaying Spectrums and Operating the Markers 


18, Press 3, 0, and MHz(-dBm). 

The active marker gets a secondary harmonic signal at a distance of 30 MHz. 
Move the marker to the signal peak using the data knob. 

The marker area displays the frequency difference and the level difference 
between the two signals, 
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2.2.3 Measuring Window and the Display Line 


2.2.3 Measuring Window and the Display Line 

This section describes the measuring window which is used to display measurements within a limited area, 
and the display and reference lines which are used to compare traces. 

Power on 


!, Turn the spectrum analyzer power on, 


Initialization 


This resets the current settings to the factory defaults, 

2. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Input signal connection 

Conned the calibration signal used for the measurement. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

3. Press FREQ, 3, 0 and MHz. 

A center frequency of 30 MHz is set. 

4. Press SPAN, 5, 0 and MHz. 

A frequency span of 50 MHz is set. 

5. Press LEVEL, 2,0 and MHz(-dBm). 

A reference level of -20 dBm is set. 

Activating the display line 

The display line is convenient for comparing one trace level to another. 

6. Press DISPLAY and Disp Line ON/OFF(W). 

The display line is activated. 

7. Move the display line vertically so that it aligns with the peak on the right side 
by turning the data knob. 

This makes it easier to compare trace levels. 
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2.2.3 Measuring Window and the Display Line 



Figure 2-11 Activating the Display Line 

Activating the reference line 

This activates the reference line allowing you to enter reference level settings. 

8. Press Ref Line ON/OfF{OK). 

The reference line appears, and the reference level can now be set. 

9. Move the reference line veitically until it is aligned with the maximum peak so 
that you can obtain a display line value relative to the maximum peak. 



Figure 2-12 Making a Comparison Between Peaks Using Reference Lines 
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Removing the lines 

This removes the display and reference lines, 

10. Press Disp Line ON/OFF two times. 

OFF is selected and the display line is removed. 

11. Press RefUne ON/OFF two times. 

OFF is selected and the reference line is removed. 

Setting up the measuring window 

12. Measuring Window. 

The measuring window appears and the Window menu associated with the win¬ 
dow settings is displayed. 

The frequency for the current window position is listed in the active area, and the 
window position can now be changed. 

13. Move the measuring window by turning the data knob so that the measuring win¬ 
dow center is aligned with the center of the peak to the right. 

14. Press Window Width. 5, and MHz. 

The width of the measuring window is set to 5 MHz. 

(The width depends on the set frequency span.) 



Figure 2-13 Screen Display Showing the Measuring Window 

Stopping/starting a sweep within the measuring window: 

15. Press Window Sweep ON/OFFiON). 

The area w'ithin the measuring window^ is swept. 

16. Press Window Sweep ON/OFFiOFF). 

The area within the measuring window' is not sw'ept. 
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2.2.4 Measuring Frequency Using Counter 


Removing the window 

17. Press WiVirfow OWOmOFF). 

The measuring window is turned off. 

2.2.4 Measuring Frequency Using Counter 

The counter function measures the signal frequency at the marker with high accuracy. 

You do not have to precisely position the marker on the peak you wish to measure however you should 
note that the displayed amplitude value coiTesponds to the marker position, 

The maximum resolution possible for the counter function display is 1 Hz. As the re.solution becomes 
higher, the gate time becomes longer, .As a result, the sweep period becomes longer. 


NOTE: 

1. The counter function may not work normally if the span is greater than 200 MHz or the dijference between 
the marker and the noise level is 25 dli or less. 

2. The signal track mode cannot be used with this function. 


The following example shows how to measure the frequency. 
Power on 


Initialization 


Turn the spectrum analyzer power on. 


This resets the current settings to the factory defaults. 

2. Press SHIFT and CONFIG{PRESET). 

The default settings have now been reset. 


Input signal connection 

Connect the calibration signal used for the measurement, 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

3. Press FREQ, 3,0 and MHz. 

A center frequency of 30 MHz is set. 

4. Press SPAN, 5,0 and MHz. 

A frequency span of 50 MHz is set. 
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Figure 2-14 Measuring Settings Screen 


Measuring frequency by counter 

This measures the frequency using the counter function. 

5. Press COUNTER. 

The Counter menu (used for setting the frequency counter resolution) and the 
Frequency Counter window are displayed. The default resolution is 1 kHz. 



Figure 2-15 Frequency Counter Measurement (Resolution: 1 kHz) 
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2.2.5 Auto Tuning 


6, PrQssReslOHz. 

The frequency counter resolution is set to 10 Hz and is displayed in the Fre¬ 
quency Counter window. 



Figure 2-16 Frequency Counter Measurement (Resolution: 10 Hz) 

7. Press Counter OFF. 

The counter function is turned off. 

2.2.5 Auto Tuning 

You can display a signal with an unknown frequency using the auto tuning function. 
Power on 

1. Turn the spectrum analyzer power on. 

Initialization 

This resets the current settings to the factory defaults. 

2. Press SHIFT and CONFHKPRESET). 

The default settings have now been reset. 

Input signal connection 

Connect the calibration signal used for the measurement. 

Frequency span 

This sets the frequency span in preparation for auto-tuning. 

3. Press SPAN, 1 and MHz. 

A frequency span of 1 MHz is set. 
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2.2.5 Auto Tuning 



Auto tuning 


Figure 2-17 Screen Display Prior to Auto Tuning 


4. Press AUTO TUNE. 

Normally, peak .searches cover the entire band, and the span gradually returns to 
the original setting by keeping track of that peak signal. 

With this function, the maximum peak is automatically displayed. The reference 
level is set to the tuned peak level under these conditions. 



Figure 2-18 Screen Display after Auto Tuning 
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2.2.6 Tracking Operations 


2.2.6 Tracking Operations 

Tracking operations consist of signal tracking (which is useful for measuring a signal whose frequency is 
variable) and continuous peak search functions. 

Power on 


1. Turn the spectrum analyzer power on. 


Initialization 


This resets the current settings to the factory defaults. 

2. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Input signal connection 

Connect the calibration signal used for the measurement. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

3. Press FREQ, 2, 9,9,9 and MHz. 

A center frequency of 29.99 MHz is set. 

4. Press SPAN, 5, 0 and kHz. 

A frequency span of 50 kHz is set. 


Signal tracking 


This function performs a peak search using a signal wi± the marker in each sweep, 
and the detected frequency is set to the center frequency. The detected peak frequency 
is always set as the center frequency. 

5. Press PK SRCH, MKR and Sig Track Om)FF{ON). 

Signal tracking is turned on. The detected peak frequency is always set as the 
center frequency even if the input signal frequency varies. 


NOTE: When the signal tracking function has been turned on and ten keys are used 

to change the frequency span, the auto-zooming function automatically 
tracks the signal and changes the frequency span until an optimum span is 
achieved. 
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Moil 2000 Now 20 20S08 



Figure 2-19 Signal Tracking Screen 


6. Press Sig Track ON/OFF(OFF). 

Signal tracking is turned off. 

Continuous peak search 

Thi.s function allows you to detect a peak and move the marker to the peak in each 
sweep, If the delta marker is being used at that time, the normal marker is displayed 
on the peak and the delta marker is displayed the delta frequency away from the peak 
{unless the zero span is set). 

7. Press Peak Menu and Cont Peak ON/OFF{ON). 

The Cont peak search is turned on. A peak is delected in each sweep and the 
marker is always moved to that peak even if the input signal frequency varies. 

8. Press Cont Peak ON/OFF{OFF). 

Continuous peak search is tunied off. 
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2.2,7 UNCAL Message 
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Figure 2-20 Continuous Peak Search Screen 


2.2.7 UNCAL Message 

The settings of the resolution bandwidth (RBW), video bandwidth (VBW), frequency span (SPAN) and 
sweep time (SWP) are interrelated. The message UNCAL is displayed in the lower right of the screen 
when any item is inappropriately set. If this happens, proceed as follows to remove the UNCAL message. 

• Make the resolution bandwidth (RBW) wider, 

• Make the video bandwidth (VBW) wider. 

■ Make the sweep time (SWP) longer. 

• Make the frequency span (SPAN) narrower when the RBW or VBW cannot be changed. 


CAUTION Measured data may be inaccurate if you take measurements while the UNCAL message is dis¬ 
played. 


In this section, the following example shows how to remove an UNCAL message, which was caused by 
making the sweep time shorter, by changing the RBW setting. 

Power on 


1. Turn the analyzer and the signal generator power on. 


Initialization 


This resets the current settings to the factory defaults or user-defined presets. 

2. Press SHIFT and CONFIG(PRESET). 

This sets the analyzer to its presets values. 
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2.2.7 UNCAL Message 


Input signal connection 

Connect the calibration signal used for the measurement. 

Setting the measurement conditions 

3. Press FREQ, 3, 0 and MHz. 

A center frequency of 30 MHz is .set. 

4. Press SPAN, 5, 0 and kHz. 

A frequency span of 50 kHz is set, 

The following are automatically set: 

RBW = 1 kHz, VBW = 1 kHz, Sweep time = 200 ms. 

5. Press SWEEP, SWP Time AUTO/MNUMNL), 4, 0 and kHz(ms). 

Sweep time is set to 40 ms and UNCAL is displayed in the lower right hand on 
the screen. A Sweep time of 40 msec is too short. 



Figure 2-21 Screen with UNCAL Message 

Coping with the UNCAL mes.sage 

6, Press BW, RBWAUTO/MNUMNLl 3 and kHz. 

Once the RBW is set to 3 kHz. the UNCAL message will disappear because a 
sweep time of 40 msec meets the required condition. 
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Figure 2-22 UNCAL Message Removed 
2.2.8 Separating Two Signals 

This section describes how RBW should be set to properly observe adjacent signals using the spectrum 
analyzer. 

Setup 



1. Connect the signal generators as shown in Figure 2-23. 
R3132 Series Spectrum analyzer 



connector 


Figure 2-23 Setup for Measuring Two Signals Separately 


Power on 


Turn the power on. 
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Setting the signal generators 

This prepares the signal generators for output. 

3. Set the SGI frequency to 200.00 MHz; the SGI level to -10 dBm; and the SGI 
output to ON. 

4. Set the SG2 frequency to 200.25 MHz; the SG2 level to -20 dBm; and the SG2 
output to ON. 

Initialization 

This resets the current settings to the factory defaults. 

5. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

6. Press FREQ, 2, 0, 0 and MHz. 

A center frequency of 200 MHz is set. 

7. Press SPAN, 1, 0 and MHz. 

A frequency span of 10 MHz is set. 

The spectrums are not fully separated because the RBW default setting is 100 MHz. 
As a result, the display shows only one input signal even though there are actually two. 



Figure 2-24 Two Superimposed Peaks 

8. Press BW, RimAVTO/MNUMHU. 3, 0 and kHz. 

The RBW is set to 30 kHz. 

Two peaks are now^ discernible but they are still not clearly sepaiated. 
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Figure 2-25 T wo Discernible Peaks 

9. Press 1, 0 and kHz. 

The RBW is set to 10 kHz. 

Two peaks can now be distinctly seen. 


Hhi 1999 Mar 11 13:22 



Figure 2-26 Two Distinct Peaks Can Now Be Seen 
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2.2.9 Measuring low level signals 


2.2.9 Measuring low level signals 

Reducing the noise level allows you to measure low-level .signals, The noise level can be reduced by nar¬ 
rowing the resolution bandwidth. If the video bandwidth is set or the averaging function is used, you can 
observe the signals that are lost in the noise. Additionally, using the built-in pre-amplifier allows you to 
measure still lower level signals, 

Setup 


j. Connect the signal generator as shown in Figure 2-27. 
R3132 Series Spectrum analyzer 
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Figure 2-27 Setup for Verifying the Dynamic Range 

Power on 

2. Turn the power on. 

Setting the signal generator 

This prepares the signal generators for output. 

3. Set the SG frequency to 200 MHz; the SGI level to -80 dBm; modulation mode 
to non-modulated; and output to ON. 

Initialization 

This resets the current settings to the factory defaults 

4. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ, 2, 0, 0 and MHz, 

A center Frequency oF 200 MHz is set. 

6. Press SPAN, 5, 0, 0 and kHz, 

A frequency span of 500 kHz is set. 
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7. Press LEVEL, 5, 0 and MHz(-dBm). 

The reference level is set to -50 dBm. 



Figure 2-28 Screen Display Prior to Changing the RBW 

Changing the RBW 

The RBW default setting is 10 kHz. The noise level can be reduced by decreasing this 
value. 

8. Press BW, RBW AUrO/MNL{MNL\ i and kHz. 

The RBW mode is changed to manual, and the resolution bandwidth is set to 1 
kHz. .As a result, the dynamic range has increased and this has reduced the noise 
level by approximately 10 dB. 



Figure 2-29 Screen Display after Changing the RBW 

Changing VBW 

The noise width can be further reduced by setting the VBW to 1/10 of the RBW. 
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9. Press VBW AUr()/MNL{ymh). 1, 0, 0 and Hz, 

VBW is set to MNL, and a video resolution bandwidth of 100 Hz is entered. As 
a result, the noise width has been reduced. 



Figure 2-30 Screen Display after Changing the VBW 

10, Press BW and VBWAVTO/MNL{AXmy). 

The VBW function is switched to the AUTO mode. 

Performing the averaging function 

This function can improve the S/N ratio faster than the VBW method shown above. 
This function makes it possible to quantify random components and measure signals 
buried in the noise. 

11. Press TR.4CE. l/2_more and A VC A. 

AVG A (with a default setting of 20) has reduced the noise level considerably. 



Figure 2-31 The Trace after Averaging 
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2.2.9 Measuring low level signals 


Built-in pre-amplifier 

The analyzer include a pre-amplifier for frequency band of 3 GHz and are available 
for high sensitive measurements. 

The averaging function is turned off, and the RBW and VBW functions are set to 
AUTO mode. 

12. PressAVGAOA^/0/'T(O.Ff^), 

The averaging I'unction is turned off, 

13. Press BW, RBWAVTO/MMAkmO) and VBWAVTO/MNL{M}TO). 

The RBW and VBW functions are set to AUTO mode. 

14. Press LEVEL and Hi Sens ON/OFF(ON). 

The noise level decreases by approximately 25 dB. 

_____ 19 99 Aug 18 19:40 


-50.0 

llOd H/ ft_W rite Hot-n Horn 



Pr-eamp 


Figure 2-32 Spectrum Displayed when the pre-amplifier is Used 
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2.2.10 Input Saturation 


2.2.10 Input Saturation 

After a signal being sent to the input mixer reaches a certain level, the displayed value is not proportional 
to the signal input because of saturation. An input level producing a 1 db error due to saturation is defined 
as the gain compression. In this example, you apply two input signals and verify that an input signal whose 
value is less than the limit of gain compression produces less output than it would under perfect linearity. 
This phenomenon is caused by another input signal whose value is larger than the gain compression limit, 

Setup 


1. Connect the signal generators as shown in Figure 2-33. 
R3i32 Series Spectrum analyzer 
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Figure 2-33 Setup for Input Saturation 

Power on 

2. Turn the power on. 

Selling the signal generators 

This prepares the signal generator outputs. 

3. Set SGI as follows: the frequency to 99.8 MHz; level to -10 dBm; modulation to 
non-modulated; and output to ON. 

4. Set SG2 as follows: the frequency to 100.3 MHz; level to -40 dBm; modulation 
to non-modulated; and output to ON. 

Initialization 

This resets the current settings to the factory defaults. 

5. Press SHIFT and CONFIG(PRESET). 

The default settings have now' been reset. 
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Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

6. Press FREQ, 1,0,0 and MHz. 

A center frequency of 100 MHz is set. 

7. Press SPAN, 1. and MHz, 

A frequency span of I MHz is set, 

8. Press LEVEL, ArrA6T(9/MW.(MNL), 0 and GHz(dB). 

The Attenuator level is set to 0 dB. 

Under these conditions, the input level at the mixer is -16 dBm (-16 dBm -OdB), 
and the measurement is correct without saturation. 



Figure 2-34 Screen Display without Saturation 


Changing the input signal level 

Saturation can be ob,served as the left side signal level is increased. 

9. SetSGUevelto + lOdBm. 

Under these conditions, the input level for the mixer is +4 dBm (= +4 dBm -OdB), 
and the right hand signal level is reduced due to saturation caused by gain com¬ 
pression. 
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2.2.11 Harmonic Distortion 



Figure 2-35 Screen Display Showing Saturation 


2.2.11 Harmonic Distortion 


Harmonic distortion is produced by non-linearity from the input mixer if the input exceeds a certain limit. 
As a result, spurious signals which do not come from the input signal may be observed. 


Setup 


1. Connect the signal generator as shown in Figure 2-36. 
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Figure 2-36 Setup for Measuring Harmonic Distortion 

Power on 

2. Turn the power on. 

Setting the signal generator 

This prepares the signal generator output. 


3. Set the frequency to 270 MHz; the level to 0 dBm; mode of modulation to non- 
modulated; and output to ON. 
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2,2.11 Harmonic Distortion 


Initialization 


This resets the current settings to the factory defaults. 

4. Press SHIFT and CONKIG(PRESET). 

The default settings have now been reset. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ, 3,5, 0 and MHz. 

A center frequency of 350 MHz is set. 

6. Press SPAN, 5, 0, 0 and MHz. 

A frequency span of 500 MHz is set. 

7. Press BW, RBW AUTO/MNUMnV). 1, 0, kHz, VBW AUrO/MNL{MHi:), 1 
and kHz. 

An RBW of 10 kHz is set, and a VBW of 1 kHz is set. 

Verifying harmonic distortion 

8. Confirm thathai-monic distortion is occurring on the right hand side of the screen. 
When the attenuator is set to 10 dB (default setting), and the mixer input is -10 
dBm (= 0 dBm - 10 dB). harmonic distortion occurs. 


_ _ _ ___ Sat laag 24 14:00 

Sir 0.0"<®B. - - -. .... . 

llktti/ A W-ite Norm B Blank Norm 



Figure 2-37 Screen Display Showing Harmonic Distortion 
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9. Press LEVEL, ALiT At/rO/MAL(MNL), 2,0 and GHz(dB) 
The attenuator level i,s set to 20 dB. 



Figure 2-38 Screen Display Showing Reduced Harmonic Distortion 

The input to the mixer becomes -20 dB. and the secondary harmonic distortion gener¬ 
ated in the spectrum analyzer decreases by 10 dB. 

2.2.12 Intermodulation 

This section describes how to set up the attenuator (ATT) when using a speclium analyzer which is receiv¬ 
ing more than one input signal. 

When signals with an excess amplitude are input, spurious signals produced by intermodulation are dis¬ 
played. It is important that the ATT be adjusted to moderate the mixer input. 

Setup 

1. Connect the signal generators as showm in Figure 2-39. 

R3132 Series Spectnam analyzer 



connector 


Figure 2-39 Setup tor Measuring Intermoduiation 
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2.2.12 Intermoduiation 


Power on 


2. Turn the power on. 

Setting the signal generators 

This prepare.s the signal generator outputs. 

3. Set SG! as follows: the frequency to 200,0 MHz; level to -4 dBm; modulation to 
non-modukited mode; and output to ON. 

4. Set SG2 as follows: the frequency to 200.2 MHz; level to -4 dBm; modulation to 
non-modulated mode; and output to ON. 

Each signal has an input level of -10 dBm. 


Initialization 


This resets the current settings to the factory defaults. 

5. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

6. Press FREQ, 2,0, 0 and MHz. 

A center frequency of 200 MHz is set. 

7. Press SPAN. 1 and MHz, 

A frequency span of 1 MHz is set, 

8. Press BW. RBW AUTO/MNUMNL), 3 and kHz. 

The RBW is set to 3 kHz, 

9. Press VRWAl/rO//HiV/.fMNL), 3, 0, 0 and Hz. 

The VBW is set to 300Hz. 

The attenuator level default setting is 10 dB, which makes the input to the mixer 
-20 dBm (= -10 dBm - 10 dBm). Since the mixer level exceeds the distortion 
limit, spurious peaks (3 and 4) appear in addition to the normal peaks (1 and 2). 
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Figure 2-40 Screen Display Showing Intermodulation Distortion 

Changing the attenuator 

10. Press LEVEL, A TT A U7'0/MNl(MNLl 2, 0 and GHz(dB). 

The attenuator level is set to 20 dB, 

Under these conditions, the mixer input level is -30 dBm (= -10 dBm - 20 dB), 
and spurious peaks (peaks 3 and 4 in Figure 2-40) are not produced. 



Figure 2-41 Screen Display without Intermodulation Distortion 

The current spectrum has no intennodulation distortion. It is important that the ATT 
be adjusted in order to moderate the mixer input when using more than one input. 
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2.2.13 Calibration 


2.2.13 Calibration 

Wail at least 30 minutes after turning on the spectrum analyzer before attempting to perform any measure¬ 
ments, or the measurements may not be accurate. 

Set up 


Connecting the calibration signal. 

1. Connect the N-BNC adapter to the INPUT connector on the front panel. 

For the R3,l 82, first connect the SMA-SMA adapter to the SMA-BNC adapter, 
then connect this combined adapter to the INPUT connector on the front panel. 

2. Connect the INPUT connector and the CAL OUT connector on the front panel 
using the input cable provided as an accessory. 

Performing the calibration 


3. Press SHIFT and 7(CAL). 

The Cal menu used for calibration appears. 

fri ^000 18 


R£f 0.0 dBn 
lOdB/ Norra Bfliank (to- 



1,500 6Hz 
RBW 3 MHz V8W 3 MHz SW 20 


Figure 2-42 Screen Display Showing the Cal Menu 


4. Press Cal All. 

Calibrates the spectrum analyzer, After all calibration items have been com¬ 
pleted. the spectrum analyzer enters the error correction mode. Press Each Item, 
then select an item you wish to calibrate. 


NOTE: You may hear some clicking noises during calibration, but this is normal. 


2.2.14 Entering User-definable Antenna Correction Data 

You can define your own antenna correction data in addition to the four regular types of antenna coixection 
data. This section de.scribes how to do this. 

Creating a correction data table 

Save an empty correction data table to a floppy disk using the following procedure. 
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1. Insert the floppy disk in the disk drive. 

2. Press SHIFT and RECALLfSAVE). 

The Save menu and file list are displayed, 

3. Press Device RAM/FO to select FD. 

The floppy disk is selected as the destination for the data table. 

4. Press Save Item. 

The Save Item menu u,sed for selecting data is displayed 

5. Set Ant Carr to ON in the Save Item menu (do not turn any other settings on). 

6. Press Save Item. 

The empty correction data table is saved to the floppy disk. 

7. Specify the file, and press Save. 

This copies the empty correction data table to the floppy disk. 

Editing the correction data table 

The correction data table can be edited using a personal computer. 

8. Open the data in the folder SVRCL on the floppy disk. 

9. Add the data for frequency (Hz) and correction (dB) after the row <ANT 
CORR>. 



Figure 2-43 Editing the Correction Data Table 

10. Save the data to the floppy disk in text data format. 

Importing the coirection data table 

This reads the edited correction data table into the spectiiim analyzer. 
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11. Press RECALL. 

The Recall menu used and the file list are displayed. 

12. Press Device HAM/FD to specify FD. 

Floppy disk is selected. 

13. Select the file and press Recall. 

The correction data table is read out, 

Verifying the imported correction data table 

This confirms that the correction data table has been read into the spectrum analyzer. 

14. Press SHIFT and l(EMC). 

The EMC menu is displayed. 



Figure 2-44 Screen for the EMC Menu 

15. Press User ANT Carr. 

The edited data in the correction data table is displayed. 



Figure 2-45 Screen Display Showing the User-Definable Correction Data Table 
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2.2.15 External Mixer (OPT16 thru OPT19) 

The externa! mixers WHMB-28S (0PT16), WHMB~19S (OPTH), WHMB-15S (OPTIS) and WHM.B- 
lOS (OPT19) are used to analyze frequencies together with an R3172/82 and an external waveguide mixer. 
The R3172/82 is used to analyze frequencies in one of the input ranges shown below. 


Table 2-1 Product Summary 


OPT No. 

Frequency range 

External mixer used 

OPT16 

26.5 to 40 GHz 

WHMB-28S 

OPTI7 

40 to 60 GHz 

WHMB-19S 

OPTIS 

50 to 75 GHz 

WHMB-15S 

70 to 80 GHz 

OPT 19 

75 to no GHz 

WHMB-IOS 


These options are provided with a floppy disk drive. Level correction data can be saved to a floppy so that 
it can be loaded automatically before using the spectrum analyzer. 


CAUTION To inslall the mixer option on the K3172. OPT 03 (Local output to an external mixer) must heprO’ 
vided separately. 


The configuration of the options is shown below. 


Table 2-2 Configuration of the Options 


Name 

Mode! 

Qty 

Remarks 

Waveguide mixer 

For OPT! 6 WHMB-2SS 

ForOPTl? WHMB-19S 

P'orOPTIS WHMB-15S 

ForOPinO WHMB-IOS 



Connection cable 


1 

SMA cable 

Floppy disk 


1 

Contains level coiTeclion values 


This section explains how to set up the R3172/82 and waveguide mixer, and how to operate them. 
Setup 


CAUTION: 

1. When connecting the R3172/S2 to the waveguide mixer, be sure to connect the 
cable to the EXT MIXER connector on the R3172/S2, and then the other side of 
the cable to the waveguide mixer. 

An internal diode in the mixer may he damaged due to piezoelectricity voltage gen¬ 
erated in the cable. 

2. The maximum allowable input level to the waveguide mixer is +20 dBm. If the 
input level exceeds this value, insert an attenuator into the input. 
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1. Connect one end of the cable to the EXT MIXER connector on the R3172/82. 

2. Connect the other end of the cable to the Lo input connector on the waveguide 
mixer. 


R3172 Spectrum analyzer 



Externa! mixer 


Figure 2-46 Setup for the R3172 and Waveguide Mixer 


R3182 Spectrum analyzer 



External mixer 


Figure 2-47 Setup for the R3182 and Waveguide Mixer 

Power on 

3. Turn the instnament power on, 

Initializing the set conditions 

This resets the current settings to the factory defaults. 

4. Press SHIFT and CONFiG(PRESET). 

The factory defaults are loaded. 

Switching to External Mixer Mode 

5. Press FREQ, I/2_more and Mixer INT/EXT(EXT). 
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2.2.15 External Mixer (OPTi6 ihm 0PT19) 


Loading frequency correction data 


This operation loads frequency correction data and setting conditions from a floppy 
disk compatible with the external mixer being used. 

6, Press RECALL and Device RAM/FD(PD). 

7. Select a file to be opened from the file list using the data knob. The relationships 
between the frequency ranges (of the external mixer being used) and the file 
names are shown below. 


Table 2-3 File Names 


OPT No. 

F'reqiiency range 

External mixer used 

File names 

OPT 16 

26.5 to 40 GHz 

WHMB-2BS 

WHMB28 

OPT17 

40 to 60 GHz 

WHMB-19S 

WHMB19 

OPT 18 

50 to 75 GHz 

WHMB-15S 

WHMB15-1 

70 to 80 GHz 

WHMB! 5-2 

OPT! 9 

75 to no GHz 

WHMB-IOS 

WHMBIO 


8. Press Recall. 

Frequency correction data is automatically loaded and External Mixer Mode is 
automatically set. 
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2.3 Measurement Examples 


2.3 Measurement Examples 
2.3.1 Measuring the Channel Power 

The spectrum analyzer has a power measurement function which can be used to convienlly measure vari¬ 
ous types of power. This section describes how to measure the power of a specified channel bandwidth 
using the example below, 

Measurement conditions: 

This example shows how to measure channel power for a unit similar to PHS outputting a frequency of 
1917.950 MHz and a level of 20 dBm. 

Use appropriate parameter values to make the mea,surements shown below. 

Setup 


1. Connect the transmitter as shown in Figure 2-48. 


R3132 Series Spectrum analyzer 



External attenuator 
(Attenuation: 10 dB) 


Figure 2-48 Setup for Measuring the Channel Power 

Power on 

2. Turn the power on. 

Setting the unit under test 

3. Turn on the signal output for the unit under test. 

Initialization 

This resets the current settings to the factory defaults. 

4. Press SHIFT and CONFIG{PRESET). 

The default settings have now been reset. 
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2.3.1 Measuring the Channel Power 


Setting the measurement conditions 


This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ. 1, 9,1,7,9,5, 0 and MHz. 

A center frequency of 1917.950 MHz is set. 

6. Press SPAN, 1 and MHz. 

A frequency span of 1 MHz is set. 

7. Press BW. RliW AUTO/MNKMNL), 1,0 and kHz. 

The RBWis set to 10 kHz. 

8. Press LEVEL, 1,0 and OHz(-hdBm). 

The reference level is set to 10 dBm. 

Setting the offset level 

9. Press I/2_more, Ref Offset OV/OFF(ON), 1,0 and OHz(dB). 

The offset level is set to 10 dB. 

The mea.su.rement values, including values for the external attenuator, are now 
displayed. 


Diu 1939 Mar 18 14:40 



p-igure 2-49 Setting the Offset Level 


Measuring the power 

10. Press POWER MEASURE. 

The Flower menu is displayed, 

11. Press Channel Power. 

The CH Power menu is displayed, 

12. Press Window Position, 1, 9, 1, 7,9, 5, 0 and MHz. 
The channel is set to 1917.950 MHz, 
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2.3.1 Measuring the Channel Power 


13, Press Window Width, CH BW POS/WD, 3, 0,0 and kHz. 

The channel width is set to 300 kPIz. 

The Channel Power window is displayed, the channel power is measured and the 
measurement value is displayed in the Channel Power window. In addition, the 
display line showing the previously measured channel power is displayed. 



Figure 2-50 Measuring the Channel power 
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2.3.2 Measuring the Occupied Bandwidth (OBW) 


2.3.2 Measuring the Occupied Bandwidth (OBW) 

The occupied bandwidth can be calculated from the measured screen data using the OBW function. In this 
operation, the ratio of the OBW to the total power ranges from 10.0 to 99.8%. The initial setting is 99%. 

Measurement conditions: 

This example shows how to measure the occupied bandwidth for a unit similar to PHS outputting a fre¬ 
quency of 1917.950 MHz, an OBW of 288 kHz and a level of 20 dBm. 

Use appropriate parameter values to make the measurements shown below. 


NOTE: NOTE:Set the reference level and the frequency span so that the signal amplitude on the screen is 50 
dli or more in order to reduce operation error (when the signal amplitude on the screen does not exceed 
50 dB, the operation error is large). The optimum span is approximately three times the occupied band¬ 
width. 


Setup 


1. Connect the unit under test as shown in Figure 2-51. 


R3132 Series Spectrum analyzer 



Figure 2-51 Setup for Measuring the Occupied Bandwidth 


Power on 


2, Turn the power on. 

Setting the unit under test 

3. Turn on the signal output for the unit under test. 


Initialization 


This resets the current settings to the factory defaults. 

4. Press SHIFT and CONFIG(PKESET). 

The default settings have now been reset. 
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Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ, 1,8,9,5,1, 5 and MHz. 

A center frequency of 1895.15 MHz is set. 

6. Press SPAN, 8, 0,0 and kHz. 

A frequency span of 800 kHz is set. 

Setting the detector mode 

7. Press TRACE, Detector and Posi. 

The trace is set to positive detector mode. 



Figure 2-52 Setting the Detector Mode 


Measuring the OBW 

8. Press POWER MEASURE and OBW. 

The OBW measurement is activated and the result displayed. 
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Figure 2-53 OBW Measurement Screen 

When the measurement has been completed, a window showing the OBW and Fc of 
the occupied bandwidth is displayed {center refers to center frequency not carrier fre¬ 
quency). and two markers are placed at either end of the occupied bandwidth. 

In this example, which has a ratio of 99.0% (initial value), each marker is displayed at 
0.5% and 99.5% of the total pow'er. 

Changing the ratio to the total pow'er 

This changes the ratio to 95%. 

9. Press Oim%. 9, 5 and Hz(ENTER). 

The ratio to the total power is now 95%'. 



Figure 2-54 OBW(95%) Measurement Screen 
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2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 

2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 

One of the most important items to be measured of the digital modulating signal, which is used in the Per¬ 
sonal Handy Phone and so on, is the adjacent channel leakage power (ACP). 

In this section, the following two modes are explained: PDC digital modulating signal measurements in 
Full screen mode using the Root Nyquist filter, the adjacent (or the second adjacent) channel leakage pow¬ 
er measurements for PHS in Separate screen mode. 

Full screen mode: Calculates the total power using the data on the entire screen, calculates the chan¬ 

nel leakage power of the upper and lower adjacent channels by integration to the 
specified bandwidth (BS), and calculates the ratio of the previously obtained val¬ 
ues. The time required for taking measurements using this mode is shorter than the 
other mode since all necessary data is collected in a single sweep. In addition, a 
graphic function, which permits you to display the power at a point by integrating 
the leakage pow'er over the specified bandwidth with respect to this point, is avail¬ 
able. 

Sepai-ate screen mode: Automatically sets the frequency span to the specified bandwidth, measures Cai-- 
rier wave power (on the upper screen), measures the adjacent channel leakage 
powers (on the lower screens) (or the second adjacent leakage powers on the lower 
screens), and calculates the ratios separately. Using this mode, a higher accuracy 
is obtained when the channel spacing is large enough in relation to the specified 
bandwidth. 


CAUTION: 

1. Set the values to meet the following unless otherwise specified. 

RBW < X Specified bandwidtli 

Detection mode: Sample 
Trace Average function: OFF 

2. The VBW must meet (he following. 

VBW^RBW 


2.3.3.1 Full Screen Mode 

This section describes how to measure PDC digital modulating signal using the Root Nyquist Filter in 
Full screen mode, 

Measurement conditions: The unit used in this measurement must output a PDC signal with a frequency 
of 917.950 MHz and a level of 0 dBm. 

Use appropriate parameter values to make the measurements shown below. 

ACP Measurement Setup 

1. Connect the unit under test as shown in Figure 2-55. 
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2.3,3 Measuring Adjacent Channel Leakage Power (ACP) 


R3132 Series Spectrum analyzer 



Figure 2-55 Setup Measuring Adjacent Channel Leakage Power 


Power on 


2. Turn the analyzer and the unit under test power on. 
Setting the unit under test 

3. Activate the signal output for the unit under lest. 


Initialization 


This resets the current settings to the factory defaults or user-defined presets. 

4. Press SHIFT and CONFJG(PRESET) 

This sets the analyzer to its presets values. 

Setting the measuring conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press SPAN, 2, 5, 0 and kHz. 

A frequency span of 250 kHz is set. 


CAUTION: The frequency span must meet the conditions shown below. 

SPAN 2:2X Channel spacing + X 
When specifying a Root Nyquist Filter: 

A = <■/ + Rolloff factor) X Symbol rate 
When not specifying a Root Nyquist Filter: 

X = Specified bandwidth 


6. Press FREQ, 9, 1, 7,9, 5, 0 and MHz. 

A center frequency of 917.950 MHz i.s set, 

7. Press BW, RBW AUTO/MNL{MNL), 1 and kHz 
TheRBWis set to J kHz. 

8. Press VBW AVTO/MNL(MNL), 3 and kHz. 

The VBW is set to 3 kHz. 
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2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 


9. Press TRACE, Detector and Post. 

This sets the trace detector to the Positive mode. 

10. Press LEVEL and adjust the trace using the data knob so that the trace peak can 
be within 1 graduation in relation to the reference level. 


NOTE: Measurement errors increase when the signal level is much lower than the 
reference level. 


11. Press SWEEP, 5WP Time AVT()/MNLiMm.\ 2,1 and MHz(sec). 
A sweep time of 2 i seconds is set. 


NOTE: The sweep time must meet the following. 

Sweep lime 2 ; Number of trace points X Period of the burst signal 



Figure 2-56 PDC trace 
Channel spacing and specified bandwidth 

Channel spacing and channel bandwidth are .specified in PDC mode. 

12. Press POWER MEASURE, ACP and CS/BS Setup. 

The dialog box for setting the channel spacing and specified bandwidth is dis¬ 
played. The cursor is moved to the 1st channel's Channel Space. 

13. Press 5, 0 and kHz. 

The channel spacing for channel 1 is set to 50 kHz. The cursor is moved to the 
1st channel's Band Width. 
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14. Press 2,1 and kHz. 

The specified bandwidth for channel 1 is set to 2i kHz, The cursor is moved to 
the 2nd channel’s Channel Space. 

15. Press 1,0,0 and kHz. 

The channel spacing for the channel 2 is set to 100 kHz. The cursor is moved to 
the 2nd channel’s Band Width, 

16. Press 2,1 and kHz, 

The specified bandwidth for channel 2 is set to 21 kHz, 



Figure 2-57 CS/BS Setup dialog box 

17. Press RETURN. 

This closes the CS/BS Setup dialog box. 

NOTE: An ACP measurement cannot he carried out ij the frequency span for the 
specified bandwidth and channel spacing is inappropriately set or not set. 


Setting the Root Nyquist filter’s correction function 

18. Press '^Nyquist Filler Setup. 

The dialog box used to set Root Nyquist Filter parameters is displayed. 

19. Move the cursor to Symbol Rate 1/T using the step keys and press 2,1 and kHz. 
A symbol rate of 21 kHz is set, and the cursor is moved to Rolloff Factor. 

20. Press 0,5 and Hz(ENTR). 

A rolloff factor of 0.5 is set, 

2 J. Set 4lSyqimt Filter ()N/()FF(pK). 

Allows you to set parameters and displays the data enter. 
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2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 



Figure 2-58 Root Nyquist Filter dialog box 


22. Press '^Nyquisl filter Setup. 

The Root Nyquist Filler dialog box is closed. 


Performing ACP 


23. One marker is displayed m each of the upper and lower adjacent channels each 
time a sweep is performed, and the lower adjacent channel leakage power as well 
as the upper adjacent channel leakage power is displayed. 

When you press SINGLE, only one measurement is taken. 
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Figure 2-59 ACP Measurement Display in Full Screen Mode 


2-65 
























R3132 Series Spectram Analyzer Operation Manual 


2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 


Making observations using ACP GRAPH 


24. Press Graph. 

The calculation result of the adjacent channel leakage power and the delta marker 
are displayed. 



Figure 2-60 Measurement Using .4CP GR.4PH 


Specifying measurement points 


Moving the mai'ker to another channel 


25. Move the marker to 100 kHz using the data knob. 

The adjacent channel leakage power at 100 kHz is displayed in the result area. 



Figure 2-61 ACP at the 100 kHz 
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2.3.3 Measuring Adjacent Channel Leakage Power (ACP) 


2 . 33.2 SEPARATE Display 

This section describes how to measure PHS digital modulating signal in Separate screen mode. 

Measurement conditions; The unit used in this measurement must output a PHS signal with a frequency 
of 1917.950 MHz and a level of+ 10 dBm. 

Use appropriate parameter values to make the measurements shown below. 

ACP Measurement Setup 

I. Connect the unit under test as shown in Figure 2-62. 

R3132 Series Spectrum analyzer 



Figure 2-62 Setup Measuring Adjacent Channel Leakage Power 


Power on 


2. Turn the analyzer and the unit under lest power on. 

Setting the unit under lest 

3. Activate the signal output for the unit under lest. 

Initialization 

This resets the current settings to the factory defaults or user-defined presets. 

4. Press SHIFT and CONFIG(PRESET). 

This sets the analyzer to its presets values. 

Setting the measuring conditions 

This changes the analyzer settings so that the input signal is displayed more clearly, 

5. Press FREQ, 1, 9,1,7,9, 5, 0 and MHz. 

A center frequency of 1917,950 MHz is set. 

6. Press SPAN, 3 and MHz. 

A frequency span of 3 MHz is set. 

7. Press LEVEL, ATT AUrO/MNUMNL), 3, 0 and GHz{dB). 

The attenuator is set to 30 dB, 

8 Press LEVEL. 0 and GHz(+dBm) 

The reference level ofO dBm is set. 
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9. Press BW, RBW A Vr()/MNL{Umj), 3 and kHz. 

The RBW is set to 3 kHz, 

10. Press VB-W AVrO/MNLiURL), 1,0 and kHz. 

The VBW issetto 10 kHz. 

11. Press TRACE, Detector and Post. 

This sets the trace detector to the Positive mode. 

12. Press LEVEL and adjust the trace using the data knob so that the trace peak can 
be within 1 graduation in relation to the reference level. 


NOTE: Measurement errors increase when the signal level is much lower titan the 

reference level. 


13. Press SWEEP, SWP Time AUTO/MNL{MRh), 5 and MHz(sec). 
A sweep time of 5 seconds is .set. 


NOTE: The sweep time must meet the following. 

Sweep time t Number of trace points X Period of the burst signal 



Figure 2-63 PHS Trace 


Setting the Channel spacing and Specified Bandwidth 

Channel spacing and channel bandwidth are specified in PHS. 

14. Press POWER MEASURE, ACP, Screen FUUJSEPA/CARRIER{SEPK). 
The screen mode is set to the separate. 
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2,3.3 Measuring Adjacent Channel Leakage Power (ACP) 


15. Pi'Qss CS/BS Setup. 

The dialog box for setting the channel spacing and specified bandwidth is dis¬ 
played. 

16. Press 1, 9,2 and kHz. 

Carrier Band Width is now set to 192 kHz. The cursor is moved to the 1st chan¬ 
nel’s Channel Space. 

] 7. Press 6, 0, 0 and kHz. 

The channel spacing for channel 1 is set to 600 kHz. The cursor is moved to the 
1st channel’s Band Width. 

18. Press 1,9,2 and kHz. 

The specified bandwidth for channel J is set to 192 kHz. The cursor is moved to 
the 2nd channel's Channel Space, 

19. Press 9, 0,0 and kHz. 

The channel spacing for the channel 2 is set to 900 kHz. The cursor is moved to 
the 2nd channel's Band Width, 

20. Press 1,9, 2 and kHz. 

The specified bandwidth for channel 2 is set to 192 kHz. 



Figure 2-64 CS/BS Setup dialog box 

21. Press RETURN. 

This closes the CS/BS Setup dialog box. 


NOTE: This operation will not function correctly w’hen the specified bandw>idth is 

inappropriate or not set. 
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Performing ACP using Separate screen 


32. Each time a sweep is performed, the trace of a carrier signal is displayed on the 
upper screen, and the upper and lower adjacent channel traces are displayed on 
each of the two lower screens. The ACP values for both adjacent channels are 
displayed once eveiy 5 sweeps. 

When you press SINGLE, only five measurements are taken. 



Figure 2-65 Measurement Result in ACP Separate Screen Mode 
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2.3.4 Measuring Burst Signals Using the Gated Sweep 

This section describes how pulse modulation signals are measured using the gated sweep function, 

Measurement conditions: The signal used in this measurement has an output frequency of 1 GHz, a level 

of 0 dBm, a pulse width of 1 msec and a period of 10 msec. 

Use appropriate parameter values to make the measurements shown below, 
(Opt29 is required.) 


Setup 


Connect the unit as shown in Figure 2-66. 


R3i32 Series Spectrum analyzer 
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Figure 2-66 Setup for Measuring a Burst Signal 


Power on 


2. Turn the analyzer and the signal generator power on. 

Setting the signal generator 

This prepares the signal generator for output. 

3. Set the frequency to 1 GHz; the level to 0 dBm; the pulse width to 1 msec; the 
period to 10 msec; and output to ON. 

Initialization 


This resets the current settings to the factory defaults or user-defined presets. 

4. Press SHIFT and CONFIG(PRESET), 

Thi.s sets the analyzer to its presets values. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ, 1 and GHz. 

A center frequency of 1 GHz is set. 

6. Press SPAN, 5, 0, 0 and kHz. 

A frequency span of 500 kHz is set. 
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7. Press LEVEL, 5 and GHz(+dBm). 

The reference level is set to +5 dBm. 

8. Press BW, Rim AVTO/MNL{M^L), 3 and kHz. 

An RBW of 3 kHz is set. 

9. Press SWEEP, SWF' Time AUTO/MNL(M^h), 2, 0,0 and kHzfms). 
Sweep time is set to 200 ms . 

Setting the gated sweep 


This sets the conditions of the gated sweep to bring the gated sweep into sync with the 
input signal. 


10. Press SWEEP and Gated Sweep. 

The Gated Sw'eep menu is displayed, and the gated sweep mode is set. 

The upper screen displays the spectrum and the lower screen displays the wave¬ 
form in the time domain in Split screen mode. 


Rff b.O dBm 

JOdB/ A.Wtite Norm 


Sat 1399 f^r 17 13:18 
BATE 



Figure 2-67 Burst Signal Displayed in Split Screen Mode 


11. Press 2 and kHzinis). 

A sweep time of 2 msec for the lower screen is set. 
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Figure 2-68 Trigger Setup 


12. Pre.ss Gale Position, 0,6 and kHz(ms). 
The gate stait position is set to 0.6 msec. 

13. Press Gate Width, 0,3 and kHz(ms). 

A gate width of 0.3 msec is set. 
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Figure 2-69 Gate Setup 

14. Press Gate Sweep ON/OFFiO^). 

A spectrum without the effect caused by a burst signal will be displayed on the 
upper part of the screen. 
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Figure 2-70 Burst Signal by Use of the Gated Sweep (Separate Screen Mode) 


1.5. Press Gate Setup Quit. 

The display shows the gated sweep trace in Faill screen mode. You can now 
change the frequency span and reference level if desired. 


NOTE: Check the gated sweep for its settings after you have changed the resolution 

bandwidth and video bandwidth of the spectrum (displayed on the upper 
screen) when measuring a burst signal using the gated sweep. 
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Figure 2-71 Burst Signal by Use of the Gated Sweep (Full Screen Mode) 
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2.3.5 Measuring Burst Signals in the Time Domain 

This section describes how to measure the leading and trailing edges of the TDMA signal used in PHS and 
so on. using the time domain function. 

Measurement conditions: The signal used in this measurement has an output frequency of 1917.950 

MHz, a level of 0 dBm. a pulse width of 600 [asec, a pulse period of 5 msec, a 
leading time of 13 gsec, a trailing time of 13 )isec of the burst .signal. 

Use appropriate parameter values to make the measurements shown below, 
COpt29 is required.) 


Setup 


Connect the unit as shown in Figure 2-72. 
R3132 Series Spectrum analyzer 



Figure 2-72 Setup for Measuring a Burst wave signal 


Power on 


2. Turn the analyzer and the unit under test power on. 

Setting the unit under test 

3. This prepares the unit under test for signal output. 

Initialization 

This re.sets the current settings to the factory defaults or user-defined presets. 

4. Press SHIFT and CONFIG(PRESET). 

This sets the analyzer to its presets values. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

5. Press FREQ, 1, 9,1, 7,9, 5 and MHz 

A center frequency of 1917.95 MHz is set. 

6. Press SPAN. 0 and MHz. 

The frequency span is set to zero span. 
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7. Press LEVEL, 5 and GHz(+dBm). 
The reference level is set to +5 dBm, 



Figure 2-73 Burst Signal in the Time Domain 


8 . 


Press SWEEP. SWP Time AUTO/MNL{MNL\ 5 and kHz(ms). 
A sweep time of 5 msec is set. 
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Figure 2-74 Burst Signal in the Time Domain 


Setting the video trigger 


9. Press TRIG, Trig Source and Video Trig. 

Video is selected. 

The trigger level mark (—>) is displayed on the left edge vertical axis. 
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Figure 2-75 Burst Signal in Synchronization with the Trigger Signal 

10. Adjusts the trigger level to 70% using the knob. 

Setting the leading edge of a waveform 

] 1 . Press SWEEP, 5, 0 and Hz(fls). 

A Sweep time of 50 fxsec is set. 

12. Press Trig Delay, 2,5 and Hz(^ls). 

The waveform is displayed 25 }lsec before the triggering point so you can 
observe the leading edge of the burst signal. 



Figure 2-76 Measuring Burst Signal Leading Edge 
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Setting the trailing edge of a waveform 


13, Press Trig Delay, 5,7, 5 and Hz{^ls). 

The waveform is displayed 575 fisec after the triggering point so you can observe 
the trailing edge of the burst signal. 



Figure 2-77 Measuring Burst Signal 1 railing Edge 
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2.3.6 Pass/Fail Judgments Using the Limit line Function 


2.3.6 Pass/Fail Judgments Using the Limit line Function 

Pass/fail judgments for traces on the screen can easily be made by storing the upper (Line 1) and lower 
(Line 2) limit values using the limit line function. 

Power on 

1. Turn the power on. 

Connecting the input signal cable 

2. Connect the calibration signal used in the measurement. 

Initialization 


This resets the current settings to the factory defaults or user-defined presets. 

3. Press SHIFT and CONFIG(PRESET). 

This sets the analyzer to its presets values. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more cleai'ly. 

4. Press FREQ, 3, 0 and MHz. 

The center frequency is set to 30 MHz. 

5. Press SPAN, 2, 0 and MHz. 

A frequency span of 20 MHz is set. 

6. Press LEVEL, 0 and GHz(-i-dlSni). 

The reference level is set to 0 dBm. 
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Setting the limit line 


Fach limit line uses the data in the table. 


Table 2-4 Setting Limit Line 1 



Frequency 

Ixvel 

1 

22 MHz 

-70 dBm 

2 

27 MHz 

-70 dBm 

3 

28.5 MHz 

-5 dBm 

4 

31.5 MHz 

-5 dBm 


33 MHz 

-70 dBm 

6 

38 MHz 

-70 dBm 


Table 2-5 Setting Limit Line 2 



Frequency 

Level 

1 

22 MHz 

-95 dBm 

T 

29 MHz 

-95 dBm 

3 

29,3 MHz 

-60 dBm 

4 

30.5 MHz 

-60 dBm 

5 

31 MHz 

-95 dBm 

6 

38 MHz 

-95 dBm 



22 27 28 29 31 32 33 38 


7. Press PAS/FAIL, and Limit Line Edit. 

The Edit menu and editor used for Limit Line 1 are displayed. 

S. Press 2,2 and MHz. 

22 MHz is set in the first frequency entry, and the cursor moves to the level entry. 
9. Press 7, 0 and MHzf-dBm). 

-70 dBm is set in the first level entry, and the cursor moves to the second row, 
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10. Continue entering data into Table 2-4. repeating steps 8 and 9. 



Figure 2-78 Screen Displayed after Limit Line 1 Data Has Been Entered 

11. Press Limit Line 1/2(2). 

The editor is changed from the Limit line 1 mode to the Limit line 2 mode. 

12. Press 2, 2 and MHz. 

A frequency of 22 MHz is set in the frequency entiy used for Limit Line 2. The 
cursor moves to the level entry. 

13. Press 9, 5 and MHz(-dBm). 

A level of -95 dBm is set in the first level entry. 

14. Continue entering data into Table 2-5. repeating steps 12 and 13. 



Figure 2-79 Screen Displayed after Limit Line 2 Data Has Been Entered 
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15. Press RETURN 

The editor for Limit line 2 is closed and the Pass/Fail menu is displayed. 
Displaying the Limit Line 1 and setting the Pass/Fail criteria 

16. Press Lmtf/ ON/OFF(ON). 

Limit Line 1 is displayed, and then the Pass/Faii result is displayed, 


Figure 2-80 PASS/FAIL Result using Limit Line 1 (PASS) 

Displaying the Limit Line 2 and setting the F^ass/F’ail criteria 

17. Press Line2 ()N/OFF{ON). 

Limit Line 2 is displayed, and then the Pass/Fail result is displayed. 



Limit Line 1 di.splays a higher limit for waveform data, 

When waveform data values are lower than Limit Line 1, the result is Pass. 
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Figure 2-81 PASS/FAIL Result using Limit IJnes I and 2 (FAIL) 



Limit Line 2 displays a lower limit for w'aveform data. 

When waveform data values are higher than Limit Line 2, the result is Pass, 
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2,3.6 Pass/Fail Judgments Using the Limit line Function 


18. Press BW, VBWAUTO/MNlAMm..), 3,0 and kHz. 

The VBW is set to 30 kHz. 

Waveform data values become higher than Limit Line 2, the result becomes Pass 
accordingly. 



Figure 2-82 PASS/FAIL Result using Limit Lines 1 and 2 (PASS) 

Setting an offset for the limit line 


19. Press PAS/FAIL, and Shift X/Y{X). 

Enter an arbitrary value u.sed as the Limit Line frequency offset. 



Figure 2-83 Judgment Result after the Offset Has Been Changed (FAIL) 


20. Press PAS/FAIL, Shift X/Y(Y). 

Enter an arbitrary value used as the Limit Line level offset. 
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2.3.7 Measurements Using TG (OPT74) 


2.3.7 Measurements Using TG (OPT74) 

Band-pass filter chai-acteristics with a passband of approximately 270 MHz, are measured (both the inser¬ 
tion loss and bandwidth are measured). 


CAUTION: UNCAL messages, displayed when measuring frequency characteristics using this function, do not 

affect measurement results. 


Setup 


i. Connect the unit under test as shown in Figure 2-85, 
R3132 Series Spectinim analyzer 



Through 

Figure 2-85 Setup for TG Measurements 


Power on 


2. Turn the power on. 


Initialization 


This resets the current settings to the factoiy defaults. 

3. Press SHIFT and CONFIG(PRESET). 

The default settings have now been reset. 

Setting the measurement conditions 

This changes the analyzer settings so that the input signal is displayed more clearly. 

4. Press FREQ, 2,7,0 and MHz. 

A center frequency of 270 MHz is set. 

5. Press SPAN, 1,0,0 and MHz. 

A frequency spun of 100 MHz is set. 

6. Press LEVEL, 0 and GHz{+dBm), 

The reference level is set to 0 dBm. 
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2,3.7 Measurements Using TG (OI>T74) 


7. Press LEVEL, dli/div and 2dB/div. 

The amplitude scale (vertical axis) graduation is set to 2dB/div, 

8. Press TG, TG Level S and MHz{-dBm). 

The output level of the tracking generator is set to -5 dBm. 

9. Press TG and Execute Normalize. 

The normalization calibration is performed. 



Figure 2-86 Measurement Screen after a Normalization Calibration 


NOTE: When you change center frequency, frequency span, reference level, level 

indication scale and so on after executing a normalization calibration, sub¬ 
sequent normalization results will be incorrect. 

Be sure to re-execute the normalization operation if you change any of these 
settings. 
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2.3.7 Measurements Using TG (OPT74) 

Connecting the unit under test 

10. Connect the unit under test between TG OUTPUT and RF INPUTl as shown in 
Figure 2-87, 

R3132 Serie,s Spectrum analyzer 



Unit under test 

Figure 2-87 Connecting the Unit under Test 


Setting the sweep time 


Set a sweep time long enough to not affect the trace. 
In this step, set it to 50 ms. 


11. Press SWEEP. SWP Time A UTO/MNL, 5, 0 and kHz(msec). 


CAUTION: 

If the input signal level changes abruptly, the IF filter in this instru¬ 
ment will not respond to this change. If this occurs, make the sweep 
slow enough or the span narrow enough until the characteristics and 
displayed trace are stabilized. 

Measuring the insertion loss 


12. Press PKSRCH. 

The current marker level is the insertion loss of the filter. 

CAUTION: 

When the loss of the unit under test is high, you can take measurement 
by use of an amplifier to keep the dynamic range at a moderate level 
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Figure 2-88 Insertion Loss Measurement Screen 

Measuring a Bandwidth of 3 dB 

This measurement is taken under the same conditions as the insertion loss.. 

13. Press MEAS, XdB Down, 3. GHz(+dIim) and XdB Down. 

Two markers are displayed on both sides 3 dB down from peak. 

The filter bandwidth of 3 dB is displayed in the level field of the marker fre¬ 
quency 



Figure 2-89 3-dH Bandwidth Measurement Screen 
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2.3.8 Spectrum Mask Measurement 


2.3.8 Spectrum Mask Measurement 

The AGP is measured using the ratio of the adjacent leakage power to the total power on the full screen, 
while the spectrum mask is measured using the ratio of the adjacent channel power to the power within the 
BS (specified bandwidth) on the full screen. In addition, the near band spurious spectrum can be measured 
because the power relative to the power at the marker point can be measured by setting an adjacent chan¬ 
nel’s BS to 0 Hz. It is possible to make Pass/fail judgments for the near band spurious spectrum when the 
power is adjusted to the maximum power using a limit line. 

In this section, the method used to measure modulating signals used for IS-95 (cdmaOne) is described. 

Measurement conditionsrThe signal to be measured is a signal used for cdmaOne, and has a frequency of 
825 MHz and a level of 0 dBm. Use appropriate parameter values to make the measurements shown below. 

Setup 

1. Connect the instmment as shown in Figure 2-90. 

R3132 Series Spectrum analyzer 



Figure 2-90 Setup for Measuring the Spectrum Mask 

Power on 

2. Turn the analyzer and the unit under test power on. 

Setting the unit under test 

3. Activate the signal output for the unit under lest, 

Initialization 

This resets the cuirent settings to the factory defaults or user-defined presets. 

4. Press SHIFT and C0NFK;(PRESET). 

This sets the analyzer to its presets values. 

Setting the Limit Line 

In thi.s example, the template compatible with lS-95 is used to set the limit line. The 
frequencies are relative to the center frequency on the horizontal axis, and the levels 
are relative to the reference position located at the highest level on the vertical axis. 
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Table 2-6 Setting Limit Linel 



Frequency 

I,.evel 

1 

-2.5MHz 

-54dB 

2 

-1.98MH2 

-54dB 

3 

-1.98MHz 

-42dB 

4 

-900kHz 

-42dB 

5 

-900kHz 

OdB 

6 

900kHz 

OdB 

7 

900kHz 

-42dB 

8 

1.98MHz 

-42dB 

9 

L98MHz 

-54dB 

10 

2.5MHz 

-54dB 


5. Press PAS/FAIL and Limit Line Edit. 

The E^dit menu is displayed. 

Limit Line 1 is selected and the Limit Line 1 editor is displayed. 

6. Press2,5 and MHz. 

A frequency of -2.5 MHz is set for the 1st frequency, and the cursor is moved to 
the first level box. 

7. Press 5, 4 and MHz(-dBm). 

A level of -54 dB is set for the 1st level, and cursor is moved to ±e 2nd frequency 
box. 

8. Repeat Steps 6. and 7. to enter the remaining data in Table 2-6. 

9. Press RETURN, 

The Limit Line 1 editor is removed and the Pass/Fail menu is displayed. 

10. Press X ABS/LFT/CTR(LFT) and X ABS/LFT/CTR(CTR). 

The frequencies entered are set relative to the center frequency on the horizontal 
axis. 

11. Press YAm/TOPm()T(TOP). 

The levels, which are relative to the reference position located at the highest level 
on the vertical axis, are set. 

Setting the measurement conditions 


This changes the analyzer settings so that the input signal is displayed more clearly. 
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2.3.8 Spectrum Mask Measurement 


12. Press FREQ, 8,2,5 and MHz. 

A center frequency of 825 MHz is set. 

13. Press SPAN, 5 and MHz. 

A frequency span of 5 MHz is set. 

14. Press BW^RBWAUTO/MNLiMNL), 3,0 and kHz. 

AnRBW of 30 kHz is set. 

15. Press VliWAUTO/MNL(MNL), 1 and MHz. 

A VBW of 1 MHz is set. 

16. Press TRACE, Detector and Posi (or Sample). 

The trace detector is set to the positive peak detector mode. 

Posi ; The Ref. Power of the measurement result is 6 dB higher than the 

channel power, but the measurement value of the adjacent chan¬ 
nel leakage ratio is the same as the one obtained using Sample. 
This mode is used when the near band spurious spectrum is mea¬ 
sured. 

Sample ; The Ref. Power of the measurement result is the same as the chan¬ 
nel power. This mode is used when power measurements. 

17. Press LEVEL and adjust the data knob so that the trace peak is positioned 

approximately 2 graduations below the reference level. 

18. Press SWEEP, SWP Time AUTO/MJ^UUni:), 2,0,0 and kHzfmsec). 

A sweep time of 200 ms is set. 



Figure 2-91 A Trace Used with IS-95 

Setting the channel spacing and specified bandwidth 

The channel spacing and specified bandwidth, which are compatible with IS-95, are 
set. 
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2.3.8 Spectrum Mask Measurement 


19. Press POWER MEASURE, J/2_more and Spectrum Mask. 

Limit Line 1 is displayed and the frequency span is optimized using the previ¬ 
ously set channel spacing and specified bandwidth, 

20. Press SPAN, S and MHz, 

A frequency span of 5 MHz ivS set again. 

21. Press POWER MEASURE and CS/BS Setup. 

The dialog box used to set the channel spacing and specified bandwidth is dis¬ 
played. 

22. Press 1,2,3 and MHz. 

A carrier bandwidth of 1.23 MHz is set. The cursor is moved to the 1st channel’s 
Channel Space. 

23. Press 9, 0,0 and kHz. 

The 1st channel’s channel spacing is set to 900 kHz. The cursor is moved to the 
Lst channel’s Band Width. 

24. Press 0 and Hz. 

The 1 St channel's specified bandwidth is set to 0 Hz, The cursor is moved to the 
2nd channel’s Channel Space, 

25. Press L 9, 8 and MHz. 

The 2nd channel’s channel spacing is set to 1.98 MHz. The cursor is moved to 
the 2nd channel’s Band Width. 

26. Press 0 and Hz. 

The 2nd channel’s specified bandwidth is set to 0 Hz. 



Figure 2-92 CS/BS Setup Dialog Box 

27. Press RETURN. 

The CS/BS Setup dialog box is closed. 
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Measurements Using the Spectrum Mask Function 

28. Two markers are displayed at both of the adjacent channel positions for each 
sweep, and a ratio of the channel leakage power to the channel power within the 
carrier bandwidth is displayed for the corresponding adjacent channel. 



Figure 2-93 Spectrum Mask Measurement Screen 
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2.3.9 Measuring Output Levels Using the Software Image Suppression function (OPT16 thru OPT19) 


2.3.9 Measuring Output Levels Using the Software Image Suppression function {OPT16 
thru OPT19) 

Frequencies and output levels of a VCO unit are measured after unnecessary image signals have been elim¬ 
inated using the Software Image Suppression function, 

Measurement conditions: The measurement largetis a VCO unit with a frequency of 92 GHz and an output 
level of-15 dBm, OPT19 (Frequency range: 75 to llOGHz) is used as the external mixer. 

Setup 


I. Set up the instruments as shown in Figure 2-94, 
R3182 Spectrum analyzer 



(92 GHz VCO) 

Figure 2-94 Setup for measuring VCO Output Levels 


Power on 


2. Turn the instrument power on. 

Initializing the set conditions 

This resets the current settings to the factory defaults. 

3. Press SHIFT and CONFIG(PRESET). 

The factoiy defaults are loaded. 

Setting the measurement conditions 

Load the frequency correction data using the same procedure described in Section 
2.2.15. '^Externa! Mixer (OPT16 thru OPT19),” After data has been loaded from the 
floppy disk, the mixer is auiomaticaily set to External Mixer Mode, and the settings 
corresponding to the external mixer being used are also set automatically. 

In this example, the file name WHMBIO is loaded. 

Externui Mixer Mode is turned on. and a frequency range of 75 to 110 GHz is dis¬ 
played on the screen because a frequency band of 9 has been set. 
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Figure 2-95 Measurement Signal with an image Signal 

4. Press RETURN and /muge Suppress ON/OFF{OH). 

Image Suppression function is turned on, and the output signal from the unit 
under test is displayed after the image signal has been eliminated. 

__ _ 2001 Jun 4 i;i:t7 

flf.F 0.0 <IBn.- . " ■ ..1 



Figure 2-96 Measurement Signal with the Image Signal Eliminated 

Examining signals using the ZOOM function 

5. Pres.s DISPLAY, Multi Screen and Zoom. 

A waveform with the image signal eliminated is displayed on the A screen 
(upper), and a waveform without the image signal eliminated is displayed on the 
B screen (lower). 

The Zoom window is displayed on the A screen, and the Zoom Position is ready 
to be entered. 

6. Press 9, 2 and GHz. 

The window' position is set to 92 GHz, 
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2.3.9 Measuring Output Levels Using the Software Image Suppression function (OPT16 thru OPT19) 


7. Press Zoom Width, 3,5 and GHz. 

The window width is set to 3.5 GHz. 

8. Press Screen A/B(B) and PK SRCH. 

The peak search function displays a marker on the peak of the output signal from 
the unit under test. 

The level and frequency of the output signal is displayed in the mtirker area. 


Fri 2001 Jtm 1 1^:49 


FtCF 0.0 dBn 

lOdB/ A.M-lte Ncx-n /(lOM 



Figure 2-97 Software Image Suppre.ssion Function in Split Screen Mode 
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2.3.10 FM Demodulation Function (OPT73) 


2.3.10 FM Demodulation Function (OPT73) 

This section explains how to measure FM modulation signal characteristics (FM deviation, sensitivity and 
linearity measurements). 

Measurement conditions: The signal to be measured is a triangle modulation signal (of an FM frequency 
of 10 Hz, and an FM deviation of 2.6 kHz) with a center frequency of 200.003 MHz, a level of 0 dBm, 

Use appropriate parameter values to make the measurements shown below, 

Setup 


1, Connect the analyzer and the unit under test as shown in Figure 2-98. 


R3132 Series 
Spectrum analyzer 


External 

Trigger 



Figure 2-98 Setup for Measurements Using the FM Demodulation Function 

Power on 


2. Turn the analyzer power and the unit under test power on. 
Initializing the set conditions 

This resets the current settings to the factory defaults. 

3. Press SHIFT and CONFI(;(PRESET), 

The fact 0 J 7 defaults are loaded. 


Setting the measurement conditions 

This changes the analyzer settings .so that the input signal is displayed more clearly, 

4. Press FREQ, 2,0, 0,.. 0, 0,3 and MHz. 

A center frequency of 200.003 MHz is set. 

5. Press UTILITY and FM Demod. 

The FM demodulation function is turned on. 

6. Press Demod Cal and All. 

I’he calibration prior to an FM demodulation measurement is performed. 
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2.3.10 FM Demodulation Function (OPT73) 


CA UTION: To make accurate measurements including calibrations, let the instru¬ 

ment warm up for at least 30 minutes after the power has been turned 
on. 


1. Press Return. Range, 1 and kHz. 

The frequency scale (vertical axis) is set to 1 kHz/, 


NOTE: A frequency range of 500 kHzJ or more can be used if an external mixer is 
used. In addition, the value ofRBW varies according to the frequency range 
used. The settable value of RBW for each frequency range is as shown in 
Table 2-7. 


Table 2-7 Relationship Between Frequency Range and the Value of RBW 


Frequency range 

RBW (The value in bold script is set when the frequency 
range is sw'itched) 

50 MHz/ to 500 kHz/ 

Cannot be set (displayed as 

250 kHz/ to 25 kHz/ 

10 MHz and 3 MHz 

10 kHz/to 1 kHz/ 

1 MHz, 300 kHz. 100 kHz. 30 kHz and 10 kHz 


8. Press SWEEP, SWP Time A UTO/MNL{MNL\ 2,0, 0 atid kHz{msec). 

The time .scale (horizontal axis) is set to 200 msec. 

9. Press TRKJ and Ext Trig. 

The trigger source is switched to the external trigger. 

10. Press BW, VIIW AUTO/MNL(MNL), 1 and kHz. 

The VBW is set to I kHz. 

FM deviation measurement 

11. Press UTILITY and Deviation. 

FM deviation, positive peak deviation, negative peak deviation, and repetition 
frequency are displayed in the lower part of the screen. In addition, the display 
line is displayed in the center of an FM deviation. 
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Figure 2-99 FM Deviation Measurement 

12. Deviation OFF. 

The FM deviation measurement function is turned off. 

Sensitivity Measurement 

The sensitivity measurement calculates the AF/AT of trace data, and displays it. AT is 
determined by Aperture as shown in the formula below: 

AT = Sweep time x Aperture \%] 

The unit of the vertical axis is [Hz/ms/( for a frequency range of 1 MHz/ or more, and 
is [Hz/s/] for a frequency range of 500 kHz/ or less. The value of the vertical axis (sen¬ 
sitivity range) is optimized according to the frequency range and sweep time used. 
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Figure 2-100 How to Calculate the Sensitivity 
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2.3.10 FM Demodulation Function (OPT73) 



13. Press Sensitivity and Sens Range. 

The trace is switched to a waveform obtained by differentiating an FM demodu¬ 
lated waveform. 

14, Press ▼ and ▼ . 

The vertical axi.s is magnified in two positions. 

J 5. Press Aperture %, 3 and Hz. 

The differential section along the horizontal axis is set to 3%. 



Figure 2-101 Sensitivity Measurement Screen 

16, Press DISPLAY, Multi Screen and T/T. 

The screen display is switched to Separate Screen Mode. The sensitivity is dis¬ 
played in the upper part of the screen and a normal demodulation is displayed in 
the low'er pan of the screen. 


NOTE: Always set the same frequency for the upper and lower screens when the sen¬ 
sitivity is displayed in T/T Mode. 
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2.3.10 FM Demodulation Function (OPT73) 


fri 2001 Au* 10 10;07 



Figure 2-104 Setting Offset and Slope when Using the Measuring Window 

19. Press DISPLAY, Measuring Window and Marker Couple ON/()FF{OnX 
The measuring window is displayed, and the range used to measure the linearity 
is set. 

20. Press UTILITY, Linearity and Auto Adj. 

The reference line is calculated from a trace in the measuring window using the 
least-square method. 

21. Press Linearity ON/OFF{ON). 

The difference between the trace and the reference line is displayed on the screen, 
and the minimum and maximum differences are displayed in the lower part of the 
screen. 
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Figure 2-105 Linearity Measurement 
22. Press Lin Setup Quit. 

The screen display is switched from Separate Screen Mode to Full Screen Mode. 
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23. Press Linearity ON/OFF(OFF). 

The linearity function is turned off. 
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2.4 Other Functions 


2.4 Other Functions 
2.4.1 Using Floppy Disks 

The spectrum analyzer is equipped with a 3,5-inch floppy disk drive. You can save text data (settings, trace 
data and con-ection data) and BMP data (bitmap files) to floppy disks using this drive. The data on floppy 
disks can be accessed from personal computers. 

The following floppy disk formats can be used: 3.5-inch DD 720KB, fiD 1.2 MB and 1.44MB (MS-DOS 
format compatible), 

(1) Write-protecling the Floppy Disk 

This prevents you from accidentally initializing or overwriting a floppy containing 
previously saved data. 


The write protect tab is located in the lower right hand corner of the floppy disk. 

To write-protect a disk, slide the tab downwards to the other end (a hole appears). 

To disable write protection, slide the tab upwards to the original position until the hole 
is no longer visible. 




Figure 2-106 Floppy Disk Write Protection 

(2) Inserting Floppy Disks 

1. Insert a floppy disk into the floppy disk drive with the label surface up. 
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2.4.1 Using Floppy Disks 


(3) Removing Floppy Disks 

1. Verify that the lamp on the drive is not lit and then remove the disk. 


CAUTION: Do not remove the floppy disk while the drive lamp is lit, since this indi¬ 

cates that floppy disk is being accessed, IJ'you remove the disk while the 
disk is being accessed, you may damage the data contained on the disk. 


2, Press the eject button. 

The floppy disk is ejected from the drive. 

3. Remove the disk from the drive. 

(4) Initializing Floppy Disks 

To prepare a floppy disk for use with the spectrum analyzer, use the following proce¬ 
dure. 


CAUTION: Only HD floppy disks can be formatted on this spectrum analyzer. Do 

not try to initialize DD floppy disks. 


i. Make sure the floppy disk is not write protected. 


CAUTION: When you format a floppy disk, all data on the floppy is erased. If you 

wish to save any data currently on the disk, backup the data first. 


2. Inseit the lloppy disk into the floppy disk drive. 

3. Press CONFIG, I/2_more, and Format FD. 

The F.Disk dialog box appears. 

Confinn or Cancel can be selected using the step keys or data knob. 
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Figure 2-107 Screen for the F.Disk Menu 

4. Select Confirm and then press the ENTER(Hz) key. 

The floppy disk is formatted with the MS-DOS i .44MB format. 

While the floppy disk is being formatted, the access lamp turns on. This proce¬ 
dure takes approximately one minute. 

5. When the spectrum analyzer does not need to be initialized, select Cancel and 
then press the ENTER(Hz) key. 
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2.4.2 Saving or Recalling Data 

2.4.2 Saving or Recalling Data 

(1) Saving Data 

Data which can be saved to internal memory or to a floppy disk includes the following: 

• measurement conditions 

• Trace data 


NOTE: Only the trace data on the screen is saved. For example, if traces A and B are displayed, both of 
them are saved. 


• Antenna correction data 

• Normalize data 

• Limit line data 

• The level values for trace data 

• Channel table data 

• Spurious measurement table data 

• Loss:Freq table data 

To save data, use the following procedure: 

1. Press SHIFT and RECALL(SAVE). 

The Save menu and the file list are displayed.The file list can be scrolled up or 
down one page at a time using the step keys. 

2. Press Device RAM/FD. 

This selects either RAM (internal memory) or FD (floppy disk) as the file desti¬ 
nation. 


NOTE: FD cannot be selected if a floppy disk is not present in the floppy disk drive. 


2-107 








R3132 Series Speclrum Analyzer Operation Manua 
2.4.2 Saving or Recalling Data 


fri I9?ia Mar i? 14:21 



Figure 2-108 Screen Display Showing Floppy Disk as the Destination 

Selecting the data to be saved 

3. Press Save Item. 

The Save Item dialog box is displayed. 

4. Select the data you want to save from the Save dialog box. 

Setup ON/OFF : cuixent settings 

Trace ON/OFF : Trace data being displayed 

Ant Carr ON/OFF : Corrected antenna data 

Norm Corr ON/OFF : Normalization calibration data (available only when 

equipped with OPT74). 

Limit Line 1/ 2! 1/2/ OFFlAnm Line data 

lMss:Freq ON/OFF ; LossTTeq table data (Enabled only when the OPT 16, 

17. 18 or 19 is installed.) 

Trace Ijtvel ON/OFF ; level values for the trace data (available when trace 
data is being saved) 

Channel ON/OFF : Channel table data 

Spurious ON/OFF : Spurious measurement table data 
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Figure 2-109 Display for Selecting the Data to be Saved 

5. Press S«rc/tt'W, 

The Save menu is ciosed. 

Choosing the file name 

6. Select the file name you want to save your data under using the data knob. 
When the file is being saved to RAM, the file names appear as REGOO or above. 
For floppy disks, the file names start from FILF-OO and continue with 01, 02 etc. 

NOTE: In the above example a file number is used instead of a file name, but you 

can use an arbitrary file name if desired. For information on how to set file 
names, refer to Section 2.4.5. 


Saving data 

7. Press Save. 

The data has now been saved. 
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Figure 2-110 Display after Data has been Saved to a File 

(2) Protecting Data 

To prevent someone from accidentally initializing or overwriting data, you can use the file protec¬ 
tion feature. 

To protect files using this feature, use the following procedure: 


Selecting the file source 

1. Press SHIFT and UECALLiSAVFO. 

The Save menu and file list are displayed. 

2. Press HeWcT/?AM//'7>. 

Select either RAM (internal memory) or FD (floppy disk). 

Choosing the file 

3. Select the file from the file list using the data knob. 

Protecting the file 

4. Press Protect. 

The selected file changes from RW (read or write) to RO (read only), indicating 
that data protection has been enabled. 

Pre.ssing Protect again disables protection, and the setting changes back to RW. 
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Figure 2-111 Screen Display Showing File Protection Enabled 

(3) Loading Data 

The saved conditions and trace data can be used for measurements. Use the following procedure to 
access this data. 

Selecting the file source 

1. Press RECALL. 

The Recall menu and file list are displayed. 

2. Device RAM/FD. 

Select either RAM (internal memory ) or FD (floppy disk). For this example, FD 
is selected. 

Selecting the file 

3. Select the file from the file list using the data knob. 
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Figure 2*112 Screen Display Showing the Selected File 


Recalling the data 


4. Press Recall. 

The data from the .selected file is loaded into the spectrum analyzer. 
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Figure 2-113 Screen Display showing Recalled Data 


NOTE: When the trace data is read onto the screen, the trace mode is automatically 

set to the View mode. 
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(4) Deleting the Data 

Data which has been saved to internal memory or to a floppy disk can be deleted, To delete data 
files, use tlie following procedure. 

Selecting the file source 

1. Pres.s SHIFT and RECALL(SAVE). 

The Save menu and file list are displayed. 

2. Device RAM/FD. 

Select either RAM (internal memory) or FD (floppy disk). For this example, 
select FD. 

Choosing the file 

3. Select the file from the file list using the data knob. 
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Figure 2-114 Screen as Shown when Deleting a File 


Deleting the data 


4. Press Delete. 

The data in the selected file is deleted. 
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Figure 2-115 Screen as Shown after Deleting File Data 
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2.4.3 Outputting Screen Data 

You can save screen data to a floppy disk, or print it out when needed. When outputting screen data, you 
can use any key except the COPY key. You can resume using this key after the data has been output, 

(1) Saving to a Floppy Disk 

Screen data is saved in BMP (bitmap file) formal. 

Inserting a floppy disk 


1. Insert a floppy disk into the floppy drive. 


Selecting the destination 

2. Press CONFIG, Copy Config and Copy Device PRT/FDi¥D). 
The FD is selected as the destination of the screen data. 


REK 0.0 

llOdB/ A.w-ite Hw-m Hot 


F t-1 13519 Hat 12 13:17 



tEHTEfi :i0.00 MIk SPAHSO.OMHi- 

H0W 300 ktk VBW 300 kH;: S'*!’ 20 isr. AFT lOdB 


Figure 2-116 Screen Display Showing Floppy Disk as the Specilled Destination 

3. Press COPY after displaying the screen data to be saved. The access lamp 
remains lit while the screen data is being saved to disk, and goes out when the file 
has been saved, 


CAUTION: Do not remove the floppy disk while the access lamp is lit, since the 

floppy disk is being accessed. If you remove the disk while the disk is 
being accessed, you may damage the data on the disk. 
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(2) Printing screen data 

You can send data to a Centronix compatible printer attached to the parallel interface. 


NOTE: The output resolution of the spectrum analyzer is 180 dpi. A printer that uses a resolution which 
is not a multiple of 180 dpi may print with streaks. 


Compatible printers use ESC/P. ESC/P-Rasler or HP PCL. Compatible printers use ESC/P, ESC/P- 
R or HP PCL (there may be a certain restrictions depending on the printers used), 

ESCVP: Epson Standard Cord for Printer 
ESC/P'R: Epson Standard Cord for Printer Raster mode 
HP PCL: Hewlett Packard Primer Command Language 
Suggested printers are listed in Table 2-8. 


Table 2-8 Recommended Compatible Printers 


Manufacturer 

Model 

lipson 

PM-750C --n. PM-2()0(}C. PM-770C L PM-800C ^1. 
EM-900C PM-780C PM-880C ^^4. PM-900C ’M 

Hewlett Packard 

DeskJet 694C DeskJet 880C ’=^2 

Cannon 

BJC-410J, BJC-420J. BJC-430J, BJ M70 


NOTE: Only ESC/P-R and HP PCL are available for color printing. 

’-“i indicates that ESC/P-R is used for color printing. 

'^2 indicates that HP PCL is used for color printing. 


Connecting the piinter 


1. Connect the printer to the PRINTER connector on the rear panel using the IBM- 
PC compatible cable provided. 


CA UTION: Only connect the cable after turning off both the spectrum analyzer and 

printer power or you may damage the analyzer. 


Selecting a destination for the screen data 


2, Press CONFIG. Copy Config and Copy Device PRlVFDiPRT). 
Screen data is sent to the printer (PRT). 

Control crxles and print mode setup 
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3. Press CONFIG. Copy Config and Printer. 

The Printer dialog box used to set the control codes and print mode appears. 
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Figure 2-117 Printer Setup Screen 

Printing 

4. Display the screen you wish to prim out. and then press COPY. 

The screen data is sent to the printer. The time required for the data to print out 
depends on the mode and printer used. 

NOTE: Press SHIFT, COPY and Abort to abort printing after Copy has been 
pressed. 
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2.4.4 Setting Date and Time 


2.4.4 Setting Date and Time 

This section explains how to set the date and time for the spectrum analyzer. In the following example, a 
time and date of 1:35 pm Mar 18 1999 is set. 

Settj,ng the date and time 


Press CONFIG, l/2_more and Time/Date. 
The Time/Date dialog box appears. 


Th>i 1.933 Mar 18 13:35 



Figure 2-118 Time/Date Menu 

2. Select Year, and press, 1, 9, 9, 9 and Hz(ENTER). 
The year is set to 1999. 

3. Select Month and press 0, 3 and Hz(ENTER). 
The month is set to March. 

4. Select Day, and press .1, 8 and Hz(ENTER). 

The dale j.s set to the 18th. 

Setting the time 

5. Select Hour, and press 1, 3 and Hz(ENTER) 

The time is set to 1pm. 

6. Select Minute, and pre.ss 3,5 and Hz(ENTER). 
The time is set to 1 ;35pm. 
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Setting the date display format 

7. Select Format, and set this function to LOJ^G. 

The format used to set the date is selected. 

8. Select Order and set this function to YMD. 

A date display mode is set. 

9. Press Date/Time. 

The Date/Time dialog box is closed, 

2.4.5 Setting the Screen Title 

This section describes how to enter your remarks for the screen data. A maximum of 30 characters, which 
consist of alphanumeric and a few special characters, can be entered. 

Setting titles 


Press CONFKj, Copy Conjig and Change Title. 

The Title Entry dialog box, w hich is used to enter alphanumeric characters and 
special characters, is displayed. This dialog box consists of the two areas: one is 
the area in which characters entered are displayed, and the other is the area in 
which the alphanumeric characters to be entered are displayed as bultons.(See 
Figure 2-119). 
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CENftf?' 1 555 0H« SI’AM I 000 OHi 

1 HBW 'I __■I’’-.. i2.«_ 



Copy Coofi8 


Figure 2‘n9 Dialog Box Used to Enter Titles 

2. Select the chai-acters you wish to enter using the data knob and step keys. 

The data knob is used to move the cursor horizontally in the button area; the step 
keys are used to move the cursor vertically betw een the rows in the button area, 
in this example, enter ADVANTESTl using upper case alphabetic characters. 

Move the cursor to character A. w'hich is found on the first line, and press the 
ENTF:R key. 

Character A will be displayed in the input area within the dialog box. Note that 
the cursor in this area has been shifted one place to the right. 
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4. Select character B and press Hz{ENTER). Then press -(BK SP). Character B 
appears temporarily in the upper part and disappears when it is corrected by 
pressing -(BK SP). Note that the cursor is next to character A on the right hand 
side. 

5. Then enter the rest of the characters; D, V, A. N, T, E, S and T. 

6. Press the numehc key 1. Check to see if numeric character 1 has been entered 
after the characters ADVANTEST (the final display is ADVANTESTl). Only 
numeric characters can be entered directly from the numeric keys. 

7. Press Change Title. 

This closes the Title Entry dialog box, and the characters you entered are dis¬ 
played in the upper left-hand comer of the screen. 



Figure 2-120 Displaying the Screen Title 

CAUTION: 

1. The dialog box closes, leaving the data you entered on the screen when you press 
any key other than the numeric keys, the -(BS) key or the unit keys. 

2. A new title always overwrites the old one and is displayed in the specked area, 

Deleting a title previously set 

8. Use a null line (the entire line con.si.sts of spaces) as the title. 

A previously set title is deleted from the screen. 


2-120 



































R3132 Series Spectrum Analyzer Operation Manual 


3.1 Menu Index 


3 REFERENCE 

This chapter describes the functions of all panel and soft keys. 

• Menu index; Use this index as a key index to Chapter 3. 

• Menu map; Shows a list of hierarchical menus on a panel key basis, 

• Functional descriptions; Explains the functions of the pane! and soft keys. 
The panel keys are arranged in alphabetical order. 


3.1 Menu Index 


This menu index is used to easily find the keys described in Chapter 3. 


Operation Key 

AMKR^CF. 

AMKR^CFStep. 

AMKR^MKRStep. 

AMKR —> Span. 

VNyquist Filter. 

VNyquist Filter ON/OFF. 

■JNyquist Filter Setup. 

% AM Meas ON/OFF. 

% AM Video ON/OFF..., 

lOdB/div. 

lOM Ref INT/EXT. 

IdB/div. 

2dB/div. 

3rd Order. 

3rd Order Meas. 

5dB/div. 

5th Order. 

7th Order. 

9tli Order. 

A-B ^ A. 

Aboil. 

ACP. 

ACP OFF. 

Active Marker. 


A-DL^ A. 

All. 

AMPTD OFS. 

Annotation ON/OFF 

Ant Corr. 

Aperture % . 

ATT AUTO/MNL..,. 

Auto Adj. 

Auto All. 


Pages Operation Key Pages 


3-12, 3-53 3-20, 3-74 

3-12, 3-53 Auto Increment. 3-8, 3-25 

3-12,3-53 AUTOTUNE. 3-7, 3-19 

3-12, 3-53 Auto Tune. 3-10, 3-38 

3-59. 3-61 Average CONT/SGL. 3-17, 3-78, 

3-14, 3-59. 3-79 

3-61 Average Loss ON/OFF. 3-10,3-39 

3-14. 3-59. Average Power. 3-14, 3-58 

3-61 Average PSE/CONT... 3-17,3-77, 

3-11.3-46 3-78 

3-11. 3-46 Average Times. .3-14, 3-57 

3-10, .3-42 Average Times ON/OFF. 3-11. 3-48. 

3-8, 3-26 3-49 

3-10. 3-42 AVGA(B). 3-17, 3-77 

3-10. 3-42 AVGA(B) ON/OFF. 3-17, 3-77 

.3-11. 3-49 B&W. 3-8. 3-28 

3-11, 3-46 B-A^A. 3-17, 3-79 

3-10, 3-42 Band Lock ON/OFF. 3-iO. 3-39 

3-11, 3-49 Band Select. 3-iO, 3-38 

.3-11, .3-49 Baud Rale. 3-8. .3-23 

3-11.3-49 BBA9J06. 3-9. 3-34 

.3-17, 3-79 Blank A(B). 3-17, 3-77 

3-7, 3-29 BS Window ON/OFF. 3-14.3-59, 

3-14. 3-58 3-61 

.3-14. 3-60 BW. 3-7. .3-20 

3-12. 3-14. C/NMeas. 3-11, 3-47 

3-52, .3-60 C/NMeas OFF. 3-11. 3-48 

3-17. .3-79 CAl. 3-7 

3-18,3-84 CallOMHzRef. 3-21 

3-7. 3-21 Cal All. 3-7, 3-21 

3-8. 3-26 Cal Corr ON/OFF. 3-7. 3-21 

3-16. 3-69 Cal Sig Level. 3-7. 3-21 

3-18, 3-83 Carrier... 3-37 

3-10. 3-42 Center. 3-10. 3-36 

3-18, 3-83 CF Step AUTO/MNL. 3-10. 3-36 

3-7. 3-16, CH Power OFF. 3-14,3-57 
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3.1 Menu Index 


CH Type 1 Edit 
CH Type 2 Edit 
Change Title. 

Channel. 


Channel Power. 

Channel Setting. 

Coarse. 

Color 1. 

Color 2. 

Color Pattern. 

Compression. 

CONFIG. 

Com Down ON/OFF.. 
Com Peak ON/OFF,... 

COPY. 

Copy Config. 

Copy Device F^RT/FD 
Copy Mode. 

Copy Table 1 to 2. 

Copy Table 2 to 1. 

Con- Mode ANT/LVl. 

CorrOF'F. 

COUNTER. 

Counter OFT-'. 

CS/IiS Setup. 

Data Length. 

Date/Time. 

Day. 

dB/div... 

dBc/Hz. 

dBm. 

dBm/Hz. 

dBmV. 

dBpV. 

dB|iV/ VHz. 

Default. 


Default Config 


Define ^ Default. 


Delete 


3-10,3-37 Delete Line. 3-9. 3-10, 

3-10, 3-37 3-13, 3-14, 

3-8, 3-16, 3-34. 3-38, 

3-26, 3-70 3-39, 3-55, 

3-16. 3-37, 3-59, 3-61 

3-70 Delta. 3-12, 3-50 

3-34, 3-57 DemodCal. 3-18, 3-84 

3-10, 3-36 Detector. 3-17, 3-77 

3-21 Detector Mode. 3-9, 3-33 

3-8, 3-27 Deviation. 3-lS, 3-83 

3-8. 3-27 Deviation OFF. 3-18,3-83 

3-8, 3-27 I9evi.ce RAM/F-T). 3-15.3-16, 

3-8. 3-25 3-67, 3-70 

3-8. 3-23 Disp Line ON/OFF... 3-9. 3-17, 

.3-1 1. 3-45 3-3 L 3-79 

3-.12. 3-50 DISF’LAY... 3-9. 3-31 

3-8. 3-29 Each Item. 3-7. 3-21 

3-8, 3-23 lidil Table... 3-11,3-14, 

3-8, 3-26 3-47. 3-62, 

3-8, 3-24, 3-64 

3-25 EMC. 3-9 

3-13. 3-55 EMC03142. 3-9. 3-34 

3-13.3-55 Fjixecute Normalize. 3-17.3-76 

3-9, 3-34 Execute Self Test. 3-16. 3-71 

3-9, 3-34 Exit... 3-16. 3-71 

3-9. 3-30 Ext. 3-16, 3-74 

3-9. 3-30 Ext Gate In ON/OFF. 3-16.3-75 

3-14. 3-58, lixt Mixer Config. 3-10. 3-38 

3-61 Ext Trig. 3-17. 3-81 

3-8. 3-23 F/T... 3-9, 3-32 

3-8. 3-27 Field... 3-9, 3-33 

3-8- 3-27 File... 3-8, 3-25 

3-10.3-42 File Format-. 3-8, 3-25 

3-11, 3-45 File No... 3-8, 3-25 

3-10. 3-42 Fine. 3-22 

3-11, .3-45 F’ixed MKR ON/OFF. 3-12. 3-51 

3-10.3-42 Flow Control. 3-8. 3-23 

3-U), 3-42 FMDemod. 3-18, 3-83 

3-11.3-45 FMDemod OFF. 3-18.3-84 

3-14. 3-22, ['MMeas. 3-11, 3-46 

3-57, 3-58, F^MMeasOFF. 3-11, 3-47 

3-60, 3-62 Format. 3-8. 3-27 

3-8, 3-28, Formal FD. 3-8, 3-26 

3-89 Free Run. 3-17.3-81 

3-14.3-57. r-REQ ... 3-10.3-36 

3-58. 3-60, F'-req Adj Auto.... 3-17. 3-76 

3-62 Freq AdJ Manual..,... 3-17.3-76 

3-11.3-14. FYeq Corr ON/OFT. 3-7. 3-21 

3-15,3-16. FYeq Offset ON/OFF. 3-10.3-36 

3-47. 3-63. Frequency Input. 3-10. 3-36 

.3-64.3-70 Full Span. 3-16.3-73 
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Gate Position. 3-16, 3-75 

Gate Setup Quit. 3-16, 3-75 

Gate Source. 3-16,3-74 

Gate Width. 3-16, 3-75 

Gated Sweep. 3-16, 3-74 

Gated Sweep ON/OFF. 3-16, 3-75 

GPIB. 3-8, 3-23 

GPIB Address. 3-8 

Graph. 3-14, 3-60 

Graph OFF. 3-14, 3-60 

Gray. 3-8, 3-28 

Hi Sens (IM Meas) ON/OFF. 3-11, 3-49 

Hi Sens ON/OFF. 3-10. 3-42 

HOLD. 3-10 

Hour. 3-8. 3-27 

IF Step Amp. 3-7, 3-21 

IMMeas. 3-11, 3-49 

IM Meas OFF. 3-11. 3-49 

image Suppress ON/OFF. 3-10, 3-39 

Input 500/750. 3-10. 3-43 

Input Type. 3-10. 3-.36 

Insert. 3-11. 3-14, 

3-15. 3-47, 

3-63. 3-64 

Insert Line. 3-9. 3-10, 


.3-13, 3-14, 
3-34. 3-37, 
3-39, 3-55, 

3-59. 3-61 


Inverse. 3-8. 3-28 

Last Span. 3-16. 3-73 

LEVEL. 3-10. 3-42 

Limit Line... 3-16, 3-70 

Limit Line i/2. 3-13. 3-55 

Limit Line Edit. 3-13. 3-55 

Limit Setup. 3-11, 3-49 

Lin Setup Quit. .3-18, 3-83 

Line. 3-17, 3-81 

Linel ON/OFF. 3-13, 3-54 

Line2 ON/OFF. 3-13, 3-54 

Linear. 3-10, 3-42 

Linearity. 3-18, 3-83 

Linearity ON/OFF. 3-18, 3-83. 

3-84 

List ON/OFF. 3-15. 3-67 

LOCAL. 3-10. 3-44 

Log Linear. 3-7, 3-21 

LossiFreq. 3-16. 3-70 

Loss:Freq Edit. 3-10.3-39 

Loss:Freq ON/OFF. 3-10. 3-39 

Manual. 3-14. 3-57. 


3-58, 3-60, 
3-62 

Manual Tune. 3-']0, 3-38 

Marker Couple ON/OFF. 3-9, 3-31 

Marker No. 3-12, 3-14. 

3-51, 3-60 

Marker OFF. 3-12, 3-1.4, 

3-51, 3-52, 
3-60 

Marker ON. 3-12, 3-14, 

3-51. 3-60 

Marker Pause Time. 3-9, 3-11, 

3-34, 3-47 

Math A. 3-17, 3-79 

Max Hold A{B). 3-17, 3-77 

MEAS. 3-11, 3-45 

Measuring Window. 3-9, 3-31 

Menu Print. 3-8, 3-24 

Min Hold A(B). 3-17. 3-79 

Min Peak. 3-12, 3-50 

Minute. 3-8. 3-27 

Mixer INT/EXT. 3-10, 3-38 

MKR. 3-12. 3-50 

MKR List ON/OFF. 3-12, 3-52 

MKR Read DLT/LFT/RHT. 3-IF 3-45 

MKR Step AUTO/MNL. 3-12, 3-51 

MKR Trace A/B. 3-12, 3-51 

MKR^. 3-12. 3-53 

MKR^CF. 3-12. 3-53 

MKR -->CFSlep. 3-12. 3-53 

MKR ^ MKR Step. 3-12. 3-53 

MKR ^ Ref. 3-12- 3-53 

Mod FreqSWP T ON/OFF. 3-11. 3-46 

M.onth. 3-8. 3-27 

Multi Marker. 3-12. 3-51 

Multi MKR OFF. 3-12, 3-52 

M.ulti.MKR Setup. .3-12, 3-51 

Multi Screen. 3-9, 3-31 

Nega. 3-17, 3-77 

Next Peak. 3-12, 3-50 

Next Peak Left. 3-12, 3-50 

Next Peak Max-Min. 3-12, 3-50 

Next Peak Right. 3-12. .3-50 

Next Result. 3-14, 3-15, 

3-63. 3-64 

Noise/Hz. 3-11. 3-45 

Noise/Hz OFF. 3-11. 3-45 

Norm Corr. 3-16. 3-69 

Norm Corr ON/OFF. 3-17. 3-76 

Normal. 3-9. 3-12, 

3-17. 3-33, 
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3-50, 3-77 

OBW. 3~14. 3-58 

OBWOFF. 3-14. 3-58 

OBW%. 3-14. 3-58 

Offset Adj. 3-18, 3-83 

Order. 3-8, 3-!l. 

3-27, 3-49 

Paper Feed. 3-8, 3-25 

Parameter Setup. 3-14. 3-57. 

3-58. 3-60, 
3-62 

ParityBit. 3-8. 3-23 

PAS/r^‘AlL... 3-13. 3-.54 

PASS Judge UP/LOW. 3-14. 3-63. 

3-65 

Pass/Fail Judgement ON/OFF. 3-49 

Pass/Fail ON/OFF. 3-13, 3-54 

PBW.. 3-7, 3-21 

Peak. 3-9. 3-33 

Peak Delta Y... 3-11. 3-12, 

3-18, 3-47, 
3-50. 3-83 

Peak List Freq. 3-12, 3-52 

Peak List Level. 3-12. 3-52 

Peak Menu... 3-12. 3-50 

Peak Zoom. 3-16. 3-73 

Peak CF. 3-12. 3-53 

Peak -^Ref... 3-12, 3-53 

PhaseJitter. 3-11. 3-48 

Phase Jitter OFF. 3-11, 3-48 

Phase Noise..... 3-11. 3-47 

PK SRCH. 3-13. 3-56 

Points 1001/501. 3-8. 3-26 

Post. 3-17, 3-77 

Power AVGA{B). .3-17, 3-78 

Power AVG A{B) ON/OFF. 3-17. 3-78 

Power Meas OFF. 3-14. 3-58 

POWER MEASURE. 3-14, 3-57 

Presel. 3-10. 3-38 

PRESET. 3-15 

Prev Result. 3-14. 3-15. 

3-63, 3-64 

Printer. 3-8, 3-23 

Printer Command. 3-8. 3-24 

Protect. 3-16. 3-70 

QP. 3-9. 3-33 

Range. 3-18. 3-83 

Range Only. 3-18. 3-84 

RBW 120kHz. 3-9. 3-33 

RBW IMHz. 3-9. 3-33 

RBW 200Hz. .3-9. 3-33 


RBW 9kHz. 3-9. 3-33 

RBW Auto. 3-9. 3-.33 

RBWAUTO/MNL. 3-7, 3-30 

RBWSwitch. 3-7. .3-21 

RECALL. .3-15, 3-67 

Recall. 3-15, 3-67 

Ref Level. 3-10, 3-42 

Ref Line. 3-17, 3-76 

Ref Line ON/OFF. 3-9, 3-31 

Ref Offset ON/OFF. 3-10, 3-43 

Rename. 3-16, 3-70 

REPEAT. 3-15. .3-68 

Res lOOHz. 3-9, 3-30 

Res lOHz. 3-9. 3-30 

ReslHz... 3-9. 3-30 

Res IkHz... 3-9. 3-30 

Reset Marker. 3-12. 3-14, 

3-52. 3-60 

Results REL/ABS. 3-14. 3-61 

Revision. 3-8. 3-28 

Rolloff Factor. 3-14. 3-59, 

3-61 

RS232..... 3-8, 3-23 

Sample. 3-17. 3-77 

Sample Points. 3-18,3-83 

SAVE. 3-16 

Save. 3-16, 3-69 

Save Item. 3-16,3-69 

Screen A/B... 3-9. 3-16. 

3-18. 3-32. 
3-75, 3-83 

Screen FULL/SEPA/CARRIER. 3-14. 3-59 

Screen Reset. 3-9. 3-32 

Search ALL/UP/LOW. 3-12. 3-50 

Self Test. .3-16 

Sens Range. 3-18. 3-83 

Sensitivity. 3-18. 3-83 

Sensitivity OFF. 3-18, 3-83 

Setup. 3-16. 3-69 

SHIFT. 3-10. .3-41 

Shift X/Y. 3-13, 3-55 

vSHIFT. O(SelfTest). 3-16. 3-71 

SHIFT. l(EMC). 3-9. 3-33 

SHIFT. 7(CAL). 3-7, 3-2! 

SHIFT. CONFIG(PRESET).. 3-15. 3-66. 

3-85 

SHIFT. COPY. Abort. 3-7. 3-29 

SHIFT, RECALL{SAVE). 3-16. 3-69 

Show Result. 3-14.3-63. 

3-64 

Sig Track ON/OFF. 3-1 L 3-12. 
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3.1 Menu Index 


3-47, 348, 
3-51 

Signal Idem ON/OFF. 3-10, 3-39 

SINGLE. 3-16, 3-72 

Single Measure ON/OFF. 3-14, 3-17, 

3-65, 3-78, 
3-79 

Slope (TV Polarity)-t-/-. 3-16, 3-17, 

3-74, 3-81 

Slope+/-. 3-17, 3-81 

Slope Adj. 3-18, 3-83 

Sort. 3-9, 3-10. 


3-13, 3-14, 
3-34. 3-38. 
3-39. 3-55, 
3-59. 3-61 


Sound. 3-9, 3-11. 

3-34, 347 

Sound AM/FM. 3-9. 3-11. 

3-34 3-47 

Sound OFF... 3-11, 3-35, 

3-47 

SPAN. 3-16. 3-73 

Spectrum Mask. 3-14. 3-60 

Spectrum Musk OFF. 3-14. 3-62 

Spurious. 3-16. 3-70 

Spurious Freq. 3-14. 3-62 

Spurious Freq OFF. 3-14.3-63 

Spurious Time. .3-14. 3-64 

Spurious Time OFF. 3-14.3-65 

Squelch ON/OFF. 3-9. 3-11, 

3-34, 3-47 

Start. 3-iO. 3-36 

Start CH Shift. 3-10. 3-37 

Start Offset. 3-11, 348 

Stop. 3-10, 3-.36 

Stop Bit. 3-8, 3-23 

Stop CH Shift. 3-10, 3-37 

Slop Offset. 3-11,3-48 

Store. 3-22 

Store A(B) to B(A).i. 3-17, 3-79 

SWEEP. 3-16, 3-74 

Sweep Count ON/OFF. 3-14, .3-6.3, 

3-64 

SWPTime AUTO/MNL. 3-16.3-74 

Symbol Rate 1/T. 3-14. 3-59. 

3-61 

T/T. 3-9. 3-32 

Table I to 3. 3-37 

Table Init. 3-9. 3-10, 

3-1!. 3-13, 


3-14, 3-15, 
3-34, 3-38, 
3-39, 3-47, 
3-55, 3-59, 
3-61. 3-63, 
3-64 


Table No, 1/2/3. .3-1.4, 3-15, 

3-62. 3-64 

TG. 3-17, 3-76 

TG Level. 3-17. 3-76 

TGOFF. 3-17, 3-76 

Total Gain. 3-7, 3-21 

Total Power. 3-14. 3-57 

TR1722. 3-9, 3-33 

TRACE. 3-17. 3-77 

Trace. 3-16, 3-69 

Trace Level. 3-16, 3-70 

Trc Menu A/B. 3-17. 3-77, 

3-80 

TRIG. 3-17, 3-81 

Trig Delay. 3-16. 3-17, 

3-74. 3-81 

Trig Source. 3-17, 3-81 

TV Sys NTSC/PAL&SECAM. 3-17, 3-82 

TV-H. 3-16. 3-17, 

3-74. 3-81 

TV-V. 3-16. 3-17, 

3-74. 3-81 

UHAI..P9107. 3-9. 3-33 

Units. 3-10, 3-42 

User ANT Corr. 3-9, 3-34 

VBW AUTO/MNL. 3-7. 3-20 

Video Trig. 3-17, 3-81 

View A(B). 3-17, 3-77 

Volts. 3-10, 3-42 

Volume. 3-9, 3-11, 

3-34, 3-47 

Watts. 3-10. 3-42 

Wide RBW ON/OFF. 3-7, 3-20 

Window ON/OFF. 3-9. 3-31 

Window Position. 3-9. 3-14, 

3-31. 3-57 

Window Sweep ON/OFF. 3-9. 3-31 

Window Width. 3-9. 3-14. 

3-31. 3-57 

Write A(B). 3-17. 3-77 

X ABS/LFT/CTR. 3-13. 3-54 

XdB Down. 3-11. 3-45 

XdB Left. 3-11. 3-45 

XdB Right. 3-11. 3-45 

Y ABS/CTR. 3-13. 3-54 
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3.1 Menu Index 

YABSm)P/BOT . 3*13. 3o4 

Year. 3-8. 3-27 

Zero Span. 3-16, 3-73 

Zoom. 3-9. 3-32 

Zoom Position. 3-9, 3-32 

Zoom Width. 3-9, 3-32 
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3.2 Menu Map 


3.2 Menu Map 


Abort 


SHlFr 


c 


Abort 


COPY 


AUI'O 

TUNE 


C 


BW 


- RBW AIJTO/MNL 
VBW AUTO/MNL 
Wide RBW ON/OFF 
Auto All 


CAL 


CAL 


SHlFf 


D 


-Cal All 
Total Gain 

F.ach item - 

Freq Corr ON/OFF 
Cal Corr ON/OFF 
Cal Sig Level 
1/2 more -, 


Cal lOMHz Rei- 
2/2_jTiore 


IF Step Amp 
RBW Switch 
Log Linear 
AMFI'D OPS 
PBW 


Coarse 

Fine 


Store 

Default 
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CONFIG 


RS2;u- 

Copy Config _ 

lOM RellNTA-XT 
Annotation ON/OI'F 
Points 10()1/.5{)1 
:l/2_moi'e - 

Format Ff) 


('oloi' Pattern - 
Revision 
Delaull ('onfig 
2/2 more - 


iGPIB Addvessi 


'|Baud Rate 
I Data Length 
I Stop Bit 
iParity Bit 
IfIow Control 



Copy Device PRIVI-'D 
Chansie Title 


I Copy Mode i 
I l^rinter Command ' 
j Menu Print J 

I Paper Feed i 


I File Formal 
' Copy Mode 
I Compression 
I File No. 

I Auto Increment 
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3.2 Menu Map 


COUNTER 

( ) 
"Res IkH/ 
Res lOOHz 
Res iOHz 
Res IHz 
Counter CFF 


DISPLAY 

_ 


DispLinc ON/OFF 
Rel'Line ON/OFF 


Mcasuj'ing Window 
_Mulii Screen _ 


Window ON/OFF 
Window Position 
Window Width 
Window Sweep ON/OFF 
Marker Couple ON/OFF 
Zoom _I 


F^- 

T/T 


Screen A/B 


Screen Reset 


EMC 


EMC 


^ Qj 


Zoom Position 
Zoom Width 
Screen A/B 
Screen Reset 
Zoom Position 
Screen A/B 
Screen Reset 


Detector Mode 

r-ieid _ 

Sound _ 


-QF - 

—► 

RBW Auto 

Peak 


RBW 2()OH/(OPT 27) 

Normal 


RBW 9kHz 



RBW 120kH7- 

■TK1722 


UHALPyiOV 

A 

“ RBW Auto 

BnA9106 

RBW 200Hz(OPT 27) 

HMC03142 

RBW 9kHz 

User ANT Corr — 


RBW i20kH7 

Con OIT' 


_ RBW IMHz 


—►! 

r Insert Line 


Delete I.ine 
Sort 

Table Init 

_Corr Mode ANT/LVL 

Sound AM/FM 
Volume 

Marker Pause Time 
Squelch ON/OF'F 
Sound OFi- 


3-9 








R3132 Series Spectrum Analyzer Operation Manual 


3.2 Menu Map 


r FREQ 


n Center 


Start 


Stop 

Cl' Step AUTO/MNL 
iTcq onset ON/OFF 
Channel Setting — 


Frequency Input 
CH Type 1 Edit 
CH Type 2 Edit 


[_1/2.ntore | 

“Frescl - 

Mixer INT/F.XT I 

I'AI Mixer (Xinfig''1 - 

Signal idem ON/OFF I 
Image Suppress ON/OFF * I 
2/2„nK)re - 1 


Auto Tunc 
Manual Tune 


{R3162) 

(R3172) 

(R3182) 


^ Band Select 

Band L.Kk ON/OFF 
Average Loss ON/OFF 


LossiF'req ON/OFF 
Lossd-'req lidit - 


.I Input Type 
' Start CH Shift 
I Stop CH Shift 


Insert l.ine 
Delete Line 
Soil 

I’ahle init 

Insert Line 
Delete i.ine 
Son 

Table init 



‘1: Compatible with OPT 16 thru OPT 19 only 


HOLD 


SHIFT 


r LEVFX 

► PRef Level 


ATT AUT'O/MNL 


dB/di\ 

I-ineur 

Units 


Hi Sens ON/OFF 

1/2.more —| 

L»r OfTset CIN/OFf' 

Input 5(K2/7.5Q 2|(R3132) 


L2/2 more 


.p lOtlB/div 
5dB/div 
2dB/div 
IdB/div 

.r dBm 
tlBmV 
clBpV 
Watts 
Volts 


LOCAL 
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MBAS 


■ Noise/Hz - 

X(iB Down - 

.trd Order Meas 
AM Maas ON/OFF 
% AM Video ON/OFF 

™ Meas- 

l/2„more 


[12 


Sound 
Phase Noise 
IM Meas — 
2/2 more —, 


- dBm/Hz 
dRpV/ V.Hz 
dBc/Hz 

_ Noise/Hz OVV 
~ XdB Down 
XdB Left 
XdB Right 

MKR Road DLT/LFT/RHT 
_ Com Down ON/OFF 

“Mod !<Yeq ^ SWPT ON/OFF 
l^eak Delta Y 
_FM Meas OFF 

~ Sound AM/FM 
Volume 

Marker Pause Time 
Squelch ON/OFF 
_ Sound OFF 

~ C/N Meas - 

Phase Jitter - 

~ Order 

Limit Setup - 

Pass/F'ail Judgement ON/OIT 
Average Times ON/OFF 
Hi Sens (IM Meas) ON/OFF 
IM Meas OFF' 


~ Edit Table - 

Sig Track ON/OFF 
Avei-iige Times ON/OFF 
_ C/N Meas OFF 

“ Start Offset 
Stop Offset 
Sjg Track ON/OFF 
Average Times ON/OFF 
Phase Jitter OFF 

►j 3rd Order 
I 5th Order 
I 7th Order 


9th Order 


3.2 Menu Map 


Insert 
Delete 
Table Jnit 
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f’eak Menu - 

Sig Track ON/OFF 
MKR Trace A/B 
Mai-kor OFI' 

1/2... more -, 


Fixeii MKR ON/OFF 
MKR Siep AUTO/MNL 
Muhi Marker - 


2/2 more 



MKR ^ 


‘MKR^^ CF 
MKR Ref 
Peak ^ CF' 

Peak ^ Ref 
AMKR ^ Span 
1/2 more - 


Next. Peak 
Next Peak. Left 
Next Peak Right 
Next Peak Max-Min 
Min Peak 

C(.)nt Peak ON/OFF 


Peak Delta Y 
Search ALL/UP/LOW 


Multi MKR Setup 
MKRI.ist ON/OF'F 
Perik l.i.st Level 
Peak 1 jsi I'req 
Muhi MKR Oil- 



Marker No. 
Marker ON 
Marker OFF 
Active Marker 
Reset Marker 


'MKR-^ CFSiep 
AMKR -»C:}' Step 
MKRMKR Step 
AMKR -» MKR Step 
AMKR-»CF 
2/2 more- 1 
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3.2 Menu Map 


^as/fail’' 


l>ass/Fail ON/OFF 
Ivinel ON/OPF 
Linii2 ON/OFF- 
X ABS/LFT/CTR 
Y ABS/TOP/BOT 

(Y ABS/CTR: When OPT7.3, FM Demodulation I'unciion, is turned on.) 
Shift X/Y 


Limit Line Pidit 


Limit Line 1/2 
Insen Line 
Deiete Line 
Sort 

Table Init 
Copy Table 1 to 2 
Copy Table 2 to 1 


(PKSRCH^ 
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3.2 Menu Map 


POWER 

MEASURE 



Channel Power - 
I'otal P(3wer 
Average Power 
Power Meas OFF 

ORW - 

ACP - 

I/2,../noi'e 




Spectrum Mask - 

Spurious Freq - 

Spurious Time - 

Single Measure ON/OFF 
2/2 more -, 


■ Window Position 
Window Width 
Average Times 
I’arameter Setup - 
. CH l>owe.r OFF 

()BW<Ji 

Parameter Setup - 
ORW OFF 

CS/BS Setup - 


\-Nycjuist Filter Setup- 

Screen FTiiJ ./SHPA/CARRHiR 

Parameter Setup - 

Clraph - 

ACP OF'F 


“Default 

Manual 

Define Default 
“Default 
Manual 

Define —> Detauli 
■siNyquist I'iller ON/OFF 
Inseil Line 
Delete Line 
Sort 

Table Init 

-BS Window ON/OFF 
Symbol Rate iTt 
R oll<jf!' Factor 
\Nyquist F'iller ON/OFF 


-* CS/BS Setup - 

VNyquist f-'iller Setup - 
Results RliL/ABS 

Parameter Setup- 

_ Spectrum Mask OFF 

♦r Tabic No. 1/2/3 

Fdit Tabic - 

Show' Result - 

Sw eep Count ON/OFT 
PASS Judge lilVW.iW 
_ Spurious Freq OFF 

Table No, 1/2/3 

Fdit Table - 

.Show Result - 

Sweep Ct)uni ON/Ol'l* 
PASS Judge UP/LOW 
_ Spurious Time Ol'J' 


-►nDefault 

•Mitnual 

Define —-> Default 

-♦■nMarker No. 

Marker ON 
Marker Ol-f- 
.'\clivc Marker 
Reset Marker 
(iraph OFF 

-►rvNyquisl F'llter ON/OFF 
ln.se.ri Line 
Delete Line 
Sort 

Table I nil 

_BS Window ON/OFF 

*1 SymbofRate i7t i 

i Rolloff Factor ' 

I VNyquist Filter ON/OFF | 


'Default 

Manual 

Define —> Default 

"Table No. 1/2/3 
Insert 
Delete 
Table Init 
"Prc\ Result 
Next Result 
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f _ 

SAVE ^ 

SAVE 1 

^ ( SHIFT 

. ( RECALL ] ) 


"Save 

Save Item _ 

Proieci 

Delete 

Rename _ 

Change Title _ 

.Device .RAM/IT.) 



I Ant Corr 
'Nomi Corr 

I 

I Limit Line 

|Lo,s.s:}Teq(OFr 16/17/18/19) 

(Trace Level 

'channel 

I 

(Spurious 


•Alphanumeric characters and symbols 
•Alphanumeric characters and symbols 


Self Test ( SHIFT 

V - 

~ Hxecute Self Test 
li.vit 


SINGLE 


Full Span 
Zero Span 
Peak Zt)(.)m 
l..,ast Sptin 


SWEiEP ] 

-SWP Time AUTO/MNL 
Auto All 
T'rig Delay 

Gated Sweep - 

Gated Sweep ON/OFP 
- E\[ Gate in ON/OIT- 


"Gaie Source - 

Slope (TV Polarity) +/■ 
Gate Position 
Gate Width 
Gated Sweep OiN/OFl- 
Screen A/B 
_Gaie Setup Quit 
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3,2 Menu Map 


Q TG (OPT 74) ^ 

~ TG J-evel 
Execute Normalize 
Norm Corr ON/Oi^F 
Ref Line 
i'roq Adj Auto 
l-req Adj Matiuai 
_ I'CT OFF 


TRACE 


Write A (B) 
View A (B) 
Blank A (B) 
Max Hold A(B) 

1)eteclor - 


I'l-c Menu A/B 



Power AVG A{B) - 
Min Hold A(B) 
Store A(B) to B(.A) 
Math A - 


Trc Menu .A/B 


2/2,jnoro 



Normal 

Posi 

Nega 

Sample 

AVG A(B)0N/0!-F 
Average PSE/CONT 
Average CONT/SGL 
Single Measure ON/OFF-' 

Power AVG A(B) ON/OFF 
Average f’SE/CONT 
Average C'ONT/SGL 
Single Measure ON/OFF 

A-B ^ A 
B-A A 
A-DL A 
Disp l,iite ON/OFF 




lYig Source -► 

Free Run 

Slope (TV Polarity) +/- 

Line 

TV Sys NTSC/PAL&SECAM 

•J'V-V 


TV-H 


Vitieti Trig 


I'Xl Trig 


'F’rcc Run 
Line 

Video Trig 
Lxl Trig 
Slope +/- 
'trig Delay 


When OPT73. FM Demodulation function, is turned on. 
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3.2 Menu Map 


( 

UTILITY 


I’M Deniod 
(OPTT.-^j 


Range 

Deviation - 

Sensitivity - 

ijnearity - 

Linearity ON/OF’i" 

Demoti Ca! - 

!’M Demod OFF 


Peak Delta Y 
Deviation OFF 

Sens Range 
Aperture % 
Sensitivity OFF 

Auto Adj 
Sample Points 
Offset Adj 
Slope Adj 
Linearity ON/OFF 
Screen A/B 
Lin Setup Quit 


All 

_ Range Only 


348 
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3.3 Menu Function Descriptions 

This section describes all panel keys and any associated menus displayed when they are pressed, 

3.3.1 AUTO TUNE Key (Auto Tuning) 

When pressing the AUTO TUNE key, the frequency span is automatically changed to the full span to de¬ 
tect the maximum signal level and changed back to the last span. 

Then, the reference level is changed to the detected maximum level, 

(Note there is no menu associated with this panel key,) 


NOTE: To terminate the tuning, press any keys other than the COPY, LOCAL. SINGLE and REPEAT keys. 
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3.3.2 BW Key (Bandwidth) 


3.3.2 BW Key (Bandwidth) 

Pressing the BW key displays the BW menu that allows you to select resolution bandwidth (RBW) and 
video bandwidth (VBW) parameters. 

For example, when MNL is selected for the resolution bandwidth, the resolution bandwidth can be speci¬ 
fied. 

RBW AUTO/MNL Toggles the video bandwidth between AUTO and MNL. 

AUTO: Automatically sets an optimum resolution bandwidth 

according to the span settings. 

MNL: Allows you to set the resolution bandwidth manually. 


VBWAUTO/MNL Toggles the video bandwidth between AUTO and MNL. 


AUTO: Automatically sets an optimum video bandwidth ac¬ 

cording to the resolution bandwidth setting. 

MNL: Allows you to set the video bandwidth manually. 

Wide RBW ON/OFF Toggles the wide band RBW setting function on or off. 

The setting is effective only in the zero span mode. 


ON: Sets RBW 10 MHz and VBW OFF. 

OFF: Turns the wide band RBW setting function off to re¬ 

store RBW and VBW to the original settings. 


Auto All 


Automatically sets the resolution bandwidth, the video bandwidth 
and the sweep time according to the span settings. 
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3.3.3 CAL Key (Calibration) 


3.3.3 CAL Key (Calibration) 

This section describes the menu displayed when the SHIFT key and the 7 (C,4L) key are pressed. 
Cal All Executes all calibration routines. 


CA UTION: Do not perform a PRESET operation (SHIFT, PRESET) 
while calibrating the spectrum analyzer because this will 
erase all calibration data. 


Total Gain 

Each Item 

IF Step Amp 
RBW Switch 

Linear 

AMPTD OFS 
PBW 


Freq Coir ON/OFF 


Cal Corr ON/OFF 


Cal Sig Level 
Hljnore 
Cal lOMHz Ref 
Coarse 


Measures the absolute error using a resolution bandwidth of 300 
kHz, and the calibration signal output of both -15d.Bm and IdB/ 
DJV. 

Changes the display to the Each Item menu. 

Measures the IF Step AMP switching error and calibrates it. 

Measures the switching error for the IF Filter resolution band¬ 
width and calibrates it. 

Measures tlie linearity of the ordinate axis at a range of 10 dB/ 
DIV to 1 dB/DIV on the LOG scale and calibrates it. 

Calibrates the level offset in the LOG scale. 

Measures PBW (noise power bandwidth) at a resolution band¬ 
width range of 1 kHz to 3 MHz and calibrates it. 

(The resolution bandwjdth is 30 Hz or more when the narrow- 
band RBW option is installed.) 

Toggles the Irequency correction function on or off. 

ON: Frequency characteristics are corrected. 

OFF': Turns the frequency correction function off. 

Toggles the calibration factor on or off. 

ON: The calibration factor is used. 

OfT': The calibration I'acior is not used. 


Sets the output level of calibration signals. 

Displays the Cai menu (2/2). 

Displays the Cal Ref menu. 

Enters the compensation value for the 10 MHz reference coarse 
adjustment. 
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3.3.3 CAL Key (Calibration) 


Fine 

Store 

Default 

Hljnore 


Enters the compensation value for the 10 MHz reference fine ad¬ 
justment. 

Saves the frequency compensation data based on the 10 MHz ref¬ 
erence. 


Re.siores the compensation values for the coarse and fine adjust¬ 
ments to the factory defaults. 

Displays the Cal menu (1/2). 
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3.3.4 CONFIG Key (Configuration) 


3.3.4 CONFIG Key (Configuration) 

This section describes the Config menu(l/2) displayed when the CONFIG key is pressed. 
Pressing this key allows you to set a GPIB interface, 


CiPIB 

RS232 


Sets the GPIB address for the analyzer. 
Displays the RS232 dialog box. 


RS232 


Baud Rate 


Data Length 
Stop Bit 
Parity Bit 
Flow Control 


B rBOO II 120011 2400 || 4800 



Baud Rate 

Data Length 
Stop Bit 
Parity Bit 


Flow Control 


Copy Config 

Printer 


Sets the transmission rate to 600. 1200, 2400, 4800. 9600 or 
19200 bps. 

Sets the data bit length to 7 or 8 bits. 

Sets the stop bit to either I or 2. 

Sets the parity bit type. 

NONE; Does not perform parity checking. 

ODD: Sets the parity bit type to odd. 

EVEN; Sets the parity bit type to even. 

Turns the flow control function on. 

NONE: No flow control is performed. 

XON/XOFF: 

Flow control is peribrmed according to the XON or 
XOFF code sent. 

Displays the Copy Config menu used to set the destination of 
screen data output. 

Displays the Printer dialog box. 
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3.3.4 CONFIG Key (Configuration) 



Copy Mode Sets the output mode. 

Color: Prints the screen data in size L and the actual screen col* 

or, 

S-Color S: 

Changes the screen data into a simple color image and 
prints it in size S, 


S-Color L: 

Changes the screen data into a simple color image and 
prints it in size L. 

Gray: Prints the screen data in size L and in a four-level gray 

scale. 

Mono S: Sets the printer output mode to monochrome for S size. 

Mono L: Sets the printer output mode to monochrome for L size, 
L size is approximately the width of the paper used for 
the analyzer in landscape orientation. 

S size is approximately the width of the paper used for 
the analyzer in portrait orientation. 

Printer Command Selects the printer type, 

ESC/P: Allows you to use an ESC/P printer. 

HP PCL: Allows you to use a HP PCL printer. 

ESC7P-R; Allows you to u.se an ESC/I’ Raster printer. 


NOTE: Color, S-Color S and S-Color L in the Copy Mode menu 

are available when IIP PCL or ESC/P Raster is selected. 


Menu Print Sets whether or not the menu labels are printed. 

ON: The menu is included in the printout. 

OFF: The menu is not included in the printout. 


3-24 














R3132 Series Speclriim Analyzer Operation Manual 
3.3.4 CONFIG Key (Configuration) 


Paper Feed Sets whether or not a sheet of paper is fed after a hard copy is output. 

This function can be set when Copy Mode is set to S-Color S or 
Mono S, 

ON: Feeds a sheet of paper after the hard copy is output. 

OFF: Does not feed a sheet of paper after the hard copy is out¬ 

put, 

Multiple screen data can be printed on an A4-size sheet 
of paper, 

File Displays the File dialog box. 



File Format Sets the file in the BMP (bitmap) format. 

Copy Mode Sets the color depth for the file. 

Color: Files are saved in 256 colors. 

S-Color; Files are saved in simple color. 

Gray; Files are saved in gray scale (4 shades of gray). 

Mono: Files are saved in monochrome (black and white). 

Compression Toggles the image compression mode (compliant with RLE for¬ 
mat under MS-Windows) on or off. 

This mode is enabled to be set when Copy mode is set to Color, 
S-Color or Gray, 

ON: CompreSvSes the image when .saved, 

OFF: Images are saved without image compression. 

File No. Allows you to change the image file number used in the file name. 

Auto Increment Toggles the Auto Increment for file number on or off. 

ON: The file number is incremented ever>' time an image 

data is saved. 

OFF: The file number specified by the file number field is 

used. 
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Copy Device PRT/FD Switches between PRT (printer) and FD (floppy disk) for the 

Copy Device. 

PRT: Sets the destination to printer. 

FD: Selects floppy disk. 

Change Title Changes the title previously entered, 

lOM Ref INT/EXT Switches between internal signals (INT) and external signals 

(EXT) for 10 MHz reference frequency output. 

INT: Internal signals are used. 

EXT: Use the 10 MHz REF IN terminal as the external input 

signal source. 

CAt’TION: 

1. EXT is automatically displayed when the external signal is 
detected. 

2. When the external signal is not detected, EXT is automatically 
changed to INT. 


Annotation ON/OFF 

Togg] 
or off 

es the annotation (comment chru'acters) display function on 


ON: 

Displays annotations. 


OFF: 

Firases annotations. 

Points 1001/501 

Switches betw'cen 1001 and 501 for horizontal axis trace points. 
1001: Sets trace points to 1001 points. 


501: 

Sets trace points to 501 points, 


II2_more Di.splays the Config menu (2/2). 

Format FD Formats a floppy disk. 
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Dale/Time 


Year 

Month 

Day 

Hour 

Minute 

Format 


Order 


Color Pattern 
Color I 
Color 2 


Displays the Date/Time dialog box. 


Date/Tine 


Month 

Day 

Hour 

Minute 

Format 

Order 


2000 


04 


07 


16 


09 



SHORT 


MDY 


OFF 


DMY 


Allow.s you to set the year. 

Allows you to set the month. 

Allows you to set the day. 

Allows you to set the hour. 

Allow's you to set the minutes. 

Selects the dale indication mode. 

LONG: Displays the date and time. 

SHORT: Displays the date only. 

OFF: Does not display the date and time. 

Selects the format of the date indication. 

Year/Month/Day: 

Displays in the order of a day of the week, year, month 
and day. 

Mo.nth/Day/Y ear: 

Displays in the order of a day of the week, month, day 
and year. 

Day/Month/Year: 

Displays in the order of a day of the week, day, month 
and year. 

Displays the Color menu used to set display condition. 

Sets the color display (256 colors) to pattern i. 

Sets the color display (256 colors) to pattern 2. 
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Gray 

B&W 

Inverse 

Revision 

Default Config 

2/2_more 


Sets the screen display to gray scale (16 levels). 

Sets the screen display to monochrome display. 

Inverts the background colors of the screen display between black 
and white. Thi.s is effective for the Gray or B&W setting only. 

Displays the software version number and all options installed in 
your spectrum analyzer. 

Resets all spectrum analyzer settings to the factory defaults 

(refer to Table 3-5). 

Displays the Config menu (1/2). 
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3.3.5 COPY Key (Hard Copy) 

Sends the screen data to the destination selected by the Copy Config item in the Config (1) menu. (Note 
there is no menu associated with this panel key.) 

*To abort printing: 

Pressing SHIFT. COPY md Abort aborts the printing currently taking place. 
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3.3.6 COUNTER Key (Frequency Counter) 

3.3.6 COUNTER Key (Frequency Counter) 

Activates the Frequency counter mode and displays the associated menu. The current measurement fre¬ 
quency is also displayed. 

Res Ikllz Sets the frequency counter resolution to IkHz. 

Res JOOHz Sets the frequency counter resolution to 100 Hz. 

Res JOHz Sets the frequency counter resolution to 10 Hz. 

Res IHz Sets the frequency counter resolution to 1 Hz. 

Counter OFF Turns the frequency counter mode off. 
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DISPLAY Key (Line and Window) 

This section describes the menu displayed when the DISPLAY key is pressed, 

Disp Line ON/OFF Toggles the display line indication on or off. The display line is 

used as a base line when comparing trace levels, 

ON: Turns the display line on. The display line position 

can be adjusted under this setting. 

OFF: Turns the display line off. 

Ref Line ON/OFF Toggles the reference line indication on or off. The reference line 

is used as a base line to which the level value is relative. 

ON: Displays the reference line. The reference line posi¬ 

tion can be adjusted under this setting. 

OFF: Turns the reference line off. 

Measuring Window Displays the Window menu. 

Window ON/OFF Turns the measuring window display on or off. 

ON: Displays the measuring window. 

OF'F: Erases the measuring window. 

Window Position Allows you to set the measuring window position. 

Window Width Allows you to set tlie measuring window width. 

Window Sweep ON/OFF Turns the window sweep function on or off. 

ON: Sweeps the range specified by the measuring window, 

OFF: Sweeps the range specified by the span. 

Marker Couple ON/OFF Turiis the marker couple function on or off, 

ON: Marker search is limited to the inside of the measuring 

window. 

OFT: Turns the marker couple function off. The whole screen 

is searched. 

Multi Screen Displays the Multi Scrn menu. 
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Zoom Displays the Zoom menu and two windows, 

The window indicating the zoom position is displayed in the up¬ 
per screen, while the zoom is displayed in the lower screen. The 
horizontal axis represents frequency (or time) in both the upper 
and lower screens, 

'loom Position Allows you to set the zoom position. 

Zoom Width Allows you to set the zoom width. 

Screen A/B Toggles the active screen between A (upper .screen) and B (lower 

screen). 

Screen Reset Resets the screen display to one screen (upper screen) and returns 
to the Multi Scrn menu. 

Displays the Zoom menu and two windows.The window indicat¬ 
ing the zoom position is displayed in the upper screen. The hori¬ 
zontal axis in the upper screen represents the frequency. The 
horizontal axis in the low er screen represents the time (zero span) 
in the zoom position. 

Zoom Position Allow's you to set the zoom position. 

Screen A/B Toggles the active screen between A (upper screen) and B (lower 

screen). 

Screen Reset Resets the screen display to one screen (upper screen) and returns 
to the Multi Scrn menu. 

Displays tw'o windows, and the horizontal axis in both the upper 
and lower screens is displayed in the time domain (zero span at 
the center frequency). Different frequencies can be set for the up¬ 
per and lower screens. 

Toggles the active screen between A (upper screen) and B (lower 
screen). 

Screen Reset Resets the screen display to one .screen (upper screen). 


T/T 


Screen A/B 
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3.3.8 EMC Key (EMC Measurement) 

This section describes the menu displayed when the SHIFT key and the l(EMC) key are pressed. 

Detector Mode Displays the Detector menu. 

QP Displays the QP menu and detects the qua.si peak value. 

RBWAuto Automatically sets the resolution bandwidth. (NOTE) 

RBW 200Hz Sets the resolution bandwidth to 200 Hz (available for OPT27 
only). (NOTE) 

RBW 9kHz Sets the resolution bandwidth to 9 kHz. (NOTE) 

RBW 120kHz Sets the re.solution bandwidth to 120 kHz. (NOTE) 


NOTE: Set the appropriate sweep time for the specified RBW and 

frequency span. 

Set the sweep time to 1 sec for 200 Hz offrequency span 
when the RBW is 200 Hz. 

Set the sweep time to I sec for 10 kHz of frequency span 
when the RBW is 9 kHz. 

Set the sweep time to 1 sec for 100 kHz offrequency span 
when the RBW is 120 kHz. 


Peak 

RBW Auto 
RBW200HZ 

RBW 9kHz 
RBW 120kHz 
RBW IMHz 


Displays the Peak menu and detects the peak value. 

Automatically sets the resolution bandwidth. 

Sets the resolution bandwidth to 200 Hz (available for OPl'27 
only). 

Sets the resolution bandwidth to 9 kHz. 

Sets the re.solution bandwidth to 120 kHz. 

Sets the resolution bandwidth to 1 MHz. 


Normal Switches to the current detector as set at Detector (the Trc Det 

menu) in the TRACE. 

Field Displays the Antenna menu. From here, select the antenna factor 

you w'i.sh to coiiect for {5D2W cable. 10 m including the cable 
loss). 


TR1722 Corrects for half-wave dipole antennas (TR1722). 

UHALP9107 Con-ecls for log-periodic antennas (UHALP9107). 
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BBA9106 Corrects for biconical antennas (,BBA9106). 

EMC03142 Corrects for biiog antennas (BMC03142). 

User ANT Corr Opens the user-definable correction table, and displays the cor¬ 

rection data list in the User Ant Corr menu. 

Insert Line Inserts a line in the cursor position. 

Delete Line Deletes the line at the cursor position, 

Sort Sorts the frequency data in the table in the ascending order, 

Table Init Deletes the data from the table. 

Corr Mode ANT/IVL 

I’oggJes between the antenna factor (for the defined correction da¬ 
ta) and the level correction data settings. 

ANT: Sets the antenna factor, and automatically sets the unit 

used for the vertical axis to dBpV/m. 

L VL; Sets the level correction data, and sets the unit for the 

vertical axis to the level you have previously chosen. 

Any other antenna factors than those chosen by the 
user are considered invalid, so the displayed unit will 
automatically be dBjuV/m. 

Corr OFF No longer uses the correction data. 

Sound Displays the Sound menu, and demodulates the sound at the 

mai'ker. 

Sound AM/FM Toggles between AM and FM demodulation. 

Volume AII0W.S you to set the demodulated sound volume. The volume 

can be set from a range of I to 12. 

Marker Pause Time Allows you to set the duration of the pause used during demodu¬ 

lation. 

Squelch ON/OFF Toggles the squelch function on or off. 

ON: Displays the squelch marker which indicates that the 

sound carrier level below this level is not demodulated. The 
squelch level can also be changed. 

OFF: Removes the squelch marker, and turns off the squelch 

function- 
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Turns off the sound demodulation function and displays the EMC 
menu, 
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3.3.9 FREQ Key (Frequency) 

Pressing this key displays the FREQ menu and allows you to set the center frequency (or the stait frequen¬ 
cy when the start and stop frequencies are displayed). In addition, it displays both the current center fre¬ 
quency and frequency span (or both the start and stop frequencies) in the area below the bottom scale line. 


Center 


Start 


Stop 


CF Step AUTO/MNL 


Freq Offset ON/OFF 


Channel Setting 


Frequency Input 

Input Type 


Allows you to set the center frequency, and displays the center 
frequency and frequency span in the annotation area below the 
bottom scale line. 

Allows you to set the start frequency (the frequency furthest to the 
left on the frequency axis), and displays the start and stop frequen¬ 
cies in the annotation area below the bottom scale line. 

Allows you to set the stop frequency (the frequency furthest to the 
right on the frequency axis), and displays the start and stop fre¬ 
quencies in the annotation area below the bottom scale line. 

Toggles the step size function between AUTO and MNL. This 
function is used to change a center frequency using the step keys. 


AUTO: Automatically sets the step size to 1/10 of the fre¬ 

quency span, 

MNL; Allows you to set the step size manually. 

Turns the frequency offset function on or off. 

ON; Sets an offset value and changes only the frequency dis¬ 
play by the offset value. 

(Displayed frequency value = Set value + Offset value) 
OF’F; Turns the offset function off. 

Displays the CH Setting menu. Allows you to set the channel fre¬ 
quency from the channel table after the input mode has been 
changed. The types of data entered by the Center, Start and Stop 
keys vary depending on the input mode. 

Displays the Frequency Input dialog box. 

Input Type can be switched to the center frequency, starting fre¬ 
quency or stop frequency. 

Frequency: Sets the input type to normal frequency mode. 

CH Type !: 

Sets the input type to CH Type 1 mode w-hich allows 
you to set the center frequency using a channel number 
(with the FREQ key) or a frequency (with the Center 
key). 
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Start CH Shift 

Stop CH Shift 

CH Type 1 Edit 

Table 1 to 3 


Channel 

Carrier 

CH Type 2 Edit 

Insert Line 


3.3,9 FREQ Key (Frequency) 


The Start and Stop keys are used to set frequencies. 

To set sequential channels which all have the same 
channel bandwidth, use the channel numbers In the ap¬ 
propriate table created from the expression in the CH 
Type I Edit function. 

CH Type 2: 

Sets the input type to CH Type 2 mode which allows 
you to set the FRiCQ. Center, Start and Stop keys using 
a channel number. 

To set sequential channels which have unique channel 
bandwidths. use the channel numbers in the appropriate 
table created from the frequency list in the CH Type 2 
Edit function. 

Used to enter the shift amount of the start channel’s start frequen¬ 
cy when Input Type is CH Type 2. Sets the start frequency of the 
top channel in the CH Type 2 Edit table so that the stait frequency 
is increased by the shift amount. 

Used to enter the shift amount of the stop channel’s stop frequen¬ 
cy when Input Type is CH Type 2. Set the stop frequency of the 
last channel in the CH Type 2 Edit table so that the stop frequency 
is decreased by the shift amount. 

Displays the CH Type 1 Setting editor. 

Toggles the table mode (for Table 1 thru 3) between ENABLE 
and DISABLE. 


ENABLE: 

Displays the corresponding table. 

DISABLE: 

Does not display the corresponding table. 

Allows you to edit the channel range. 

Enter the start and stop channel numbers so that they satisfy the 
following expression: 

(Start channel number)<N<(Stop channel number). 

Allows you to edit the carrier frequency range. 

Enter the value calculated from the following formula: 

(Channel spacing)x(N+Channel offset)+(Stait frequency) 


Displays the CH2 Edit menu and the CH Type 2 Setting editor. 
This item is used to enter the channel number, carrier frequency, 
channel start frequency and channel stop frequency. A total of 99 
channels can be used. 

Inserts a line in the cursor position. 
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Delete Line Deletes the line at the cursor position. 

Sort The carrier frequencies in the table are sorted in ascending order. 

Table Init Deletes data from the table. 

l/2jnore Displays the Freq menu (2/2). 

Preset Displays the Presel menu (For the R3162/72/82). 

Auto Tune Automatically tunes the preselector according to the peak fre¬ 

quency. 


NOTE: To terminate the tuning, press any keys other than the 

COPY, LOCAL, SINGLE and REPEAT keys. 


Manual Tune 
Mixer INT/EXT 


Ext Mixer Config 


Band Select 


Allows you to tune the preselector manually. 

Switches between the Interna! and External mixers (Compatible 
with OPTlb thru OPT 19 only). 

INT: Uses the internal mixer. 

EXT; Uses the external mixer. 

Displays the Mix Config menu (Compatible with OPT16 thru 
OPT19only). 


Used to select the frequency band of the external mixer. 

The relationships among frequency bands, frequency ranges and 
harmonic orders are as follows. 


Frequency band 

Frequency range [GHz] 

Harmonic order [N] 

1 

17.0 to 26.5 

4 

2 

22.0 to 33.0 

5 

3 

26.5 to 40,0 

6 

4 

33.0 to 50,0 

8 

5 

40.0 to 60.0 

8 

6 

50.0 to 75.0 

10 

7 

70.0 to 80,0 

12 

8 

60.0 to 90,0 

12 

9 

75.0 to 110,0 

16 

10 

90.0 to 140.0 

20 

11 

110.0 to 170.0 

24 

12 

140.0 to 220.0 

30 

13 

170.0 to 260.0 

36 

14 

220.0 to 325,0 

44 
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Band Lock ON/OFF 


Average Loss ON/OFF 


Loss:Freq ON/OFF 

Loss:Freq Fldit 

Insert Line 

Delete Line 
Sort 

Table Init 

Signal Idem ON/OFF 


Image Suppress ON/OFF 


R3132 Series Spectrum Analyzer Operation Manual 
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Toggles the frequency band lock function on or off. 

ON: Locks the frequency band to the one selected for the ex¬ 

ternal mixer. 

OFF; Automatically switches the frequency band according 
to the start and slop frequencies. 

Toggles the correction function (used for the external mixer’s in¬ 
trinsic average conversion loss) on or off. 


ON: Corrects for the conversion loss using an average con¬ 

version loss value. 

OFF: Turns the correction function off. 

Toggles the correction function on or off. 

ON: Corrects for conversion loss using the frequency vs. 

loss table. 

OFF: Turns the correction function off. 

Displays the Loss:Freq menu. 

A line with the same values is inserted in the line where the cursor 
is located. 


The line where the cursor is located is deleted. 


The data previously entered is sorted by frequency. 

Deletes all data from the table. 

Toggles the Signal Identification function on or off (Compatible 

with OPT 16 thru OPT 19 only). 

ON: More than one spectrum is displayed for one input sig¬ 

nal when an external mixer is used. From among these 
spectrums. the true signal is identified. 

OFF: Turns off the signal identification function. 

Toggles the Software Image Suppression function on or off 

(Compatible with OPT16 thru OPTi9 only), 

ON; Used to identify acliiai signals as in the Signal Identifi¬ 
cation function. Eliminates unnecessary image signals 
using a software function so that an input signal can be 
easily observed. 
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2l2jnore 


OFF; Turns off the Software Image Suppression function. 
Returns to the Frequency (1) menu. 
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3.3.10 Hold Mode 

Pressing the SHIFT key for several seconds until the word “HOLD” appears on the screen activates the 
Hold mode. This mode disables all panel and soft key input. 

Pressing the SHIFT until “HOLD” is removed from the screen deactivates Hold mode. 
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3.3.11 LEVEL Key (Frequency Level) 

This section describes the menu (1/2) displayed when the LEVEL key is pressed, 


Refl^vel 

ATTAVrO/MNL 

Allows you to set the reference level. 

Toggles the input attenuator between AUTO and MNL. 

AUTO: Automatically sets an optimum input attenuator in ac¬ 
cordance with the reference level setting. 

MNL: Allows you to set an input attenuator within a range of 

0 to 50 dB (in 5 dB step) for the R3132/N; within a 
range of 0 to 75 dB (in 5 dB step) for the R3162. 
Setting the attenuation to 0 dB is possible only by using 
the numeric keys. 


NOTE: When Hi Sens ON/OFF is turned on. the input 

signal range is between 0 and 30 dB. 

dli/div 

Displays the dB/div menu, which includes amplitude scales (for 
the vertical axis) and is used to display data in logarithmic scale. 

lOdB/div 

Sets the amplitude scale (vertical axis) to 10 dB/div. 

SdB/div 

Sets the amplitude scale (vertical axis) to 5 dB/div. 

2dB/div 

Sets the amplitude scale (vertical axis) to 2 dB/div. 

IdBfdiv 

Sets the amplitude scale (vertical axis) to 1 dB/div. 

Linear 

Displays the reference level data between 0 V and the REF level 
on a linear scale (in volts), 

Units 

Displays the Units menu which sets the units used for the refer¬ 
ence level, the display line and the marker level. 

dBm 

Sets the unit to dBm. 

dBmV 

Sets the unit to dBmV, 

dB[iV 

Sets the unit to dBpV, 

Watts 

Sets the unit to W. 

Volts 

Sets the unit to V. 

Hi Sens ON/OFF 

Turn.s the high sensitivity input function on or off. 
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Hljnore 

Ref Offset ON/OFF 


Input 50Q/75Q. 

2l2_more 
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ON: Turns on the built-in pre-amplifier at the gain of 20 dB 

and over, Since the gain of the pre-amplifier at each fre¬ 
quency is corrected, no gain needs to be considered for 
level measurement. 

OFF: Tunis the built-in pre-amplifier off, 

Displays the Level menu (2/2). 

Toggles the reference level offset function on or off. 

ON: Allows you to set the offset level in a range of 0 to 

±100.0 dB. The relationships between the displayed 
reference level, the set reference level and the offset 
are shown below: 

Reference level (displayed) = Reference level (set) -i- 
Offset. 

OFF: Turns off the offset. 

Sets the impedance input level for the display. The 75 O setting is 
used when a 75 Q impedance converter (ZT-130NC) is connected 
to the RF input. 

The R3132 converts all levels for the 75Q system and displays 
them. 

Displays the Level menu (1/2). 
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3.3.12 LOCAL Key (GPIB Remote Control) 

Turns off GPIB remote control, (Note there is no menu associated with this panel key.) 
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3.3.13 MEAS Key (Measurement) 

This section describes the menu displayed when the MEAS key is pressed, 


Noise/Hz 


Displays the Noise/Hz menu, tmd allows you to set the frequency 
width for noise measurement. 


dBm/Hz 


dB\iV/^Hz 


dBc/Hz 


Noise/Uz OFF 


Sets the veitical axis unit to dBm, and sets the marker readout sig¬ 
nal level unit to dBm/Hz. In addition, the detector is automatically 
set to the stimple detection mode. 

Sets the vertical axis unit to dBpV. and sets the marker readout 
signal level unit to dBpV WHz, In addition, the detector is auto¬ 
matically set to the sample detection mode. 

Sets the unit of delta marker signal level to dBc/Hz and turns ±e 
marker fixed function (delta marker) ON, then sets the detector to 
the sample detection mode. 

Turns off the noise measurement mode, and displays the Measure 
menu. 


XdB Down 

XdB Down 


XdB Left 


Displays the XdB Down menu. 

Moves the noi-mal marker to an intersection point on the trace x 
dB dow n from the present location according to the MKR Read 
DLT/LFT/RHT setting. 

Moves the norma! marker to the left to an intersection point on the 
trace x dB down from the present location. 


XdB Right 


Moves the normal marker to the right to an intersection point on 
the trace x dB dow'n from the present location. 


MKR Read DLT/LFT/RHT Selects the marker display under the x dB down function to either 

DI.T. LET or RHT. 

DLT: The della marker is displayed on the left; and the nor¬ 

mal marker, on the right. 

LPT: The normal marker is displayed on the left, 

RHT: The normal marker is displayed on the right, 

Cont Down OIX/OFF Toggie.s the count down function on or off. 

ON: Sets the x dB down function to repeat continuously. 

Establishes the trace peak point for each sweep which 
is used as the reference point of the marker down. 

OFF: Turns off the count down function. 
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3rd Order Mens 


% AM Meas ON/OFF 


% AM Video ON/OFF 


FM Meas 


Displays the delta marker on the peak of the fundamental wave 
and the normal marker on the peak of the third order inlermodu- 
lation distortion, 

Use the value displayed when Peak Delta Y is pressed as the peak 
search condition. 


Toggles the %AM Meas function on or off. 

ON; Calculates an AM modulation factor using a peak 
search, and displays the result as a percentage {%). 
Use the value displayed when Peak Delta Y is pressed 
as the peak search condition, 

OFF: Turns off the %AM Meas. 


Toggles the %AM Video function on or off. 


ON: Displays the .AM modulation factor (as percentage) 

after video signal’s AM modulation factor has been 
calculated using the peak search. 

OFF; Turns the 9(:AM Video function off. 

Displays the FM Meas menu to measure FM signal frequency de¬ 
viation,The value of the Peak Della Y is used to perform the peak 
search, 

if the mode "Mod Freq SWP T ON/OFF" is set to ON, the 
sweep time is optimally set using the modulation frequency and 
the number of displayed mace points. 

If the mode ’’Mod Freq ^ SWP T ON/OFF" is set to OFF, the 
seep time must be .set using the e.Kpression shown below. 

SWP >= PT X 1/F'mod 

SWP: Sweep time 

PT: Number of displayed trace points 

Fmod: Modulation frequency 

(Posi mode is automatically set when the FM Meas function is se¬ 
lected. Refer to Posi.) 


Mod Freq SWP T ON/OFF 

Toggles the sweep time calculation function (if given a modula¬ 
tion frequency) on or off. 

ON: Sets the modulation frequency and then calculates the 

sweep time. 

OFF; Turns the sweep time calculation function off. 

The value set by SWP Time AUTO/MNL is used as the 
sweep time when starting measurements. 
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Peak Delta Y 
FM Mean OFF 
Uljnore 
Isound 


Sound AM/FM 
Volume 

Marker Pause Time 


Allows you to set the amplitude used for the peak search. 

Turns the FM Meas function OFF. 

Displays the Measure menu (2/2). 

Displays the Sound menu, and demodulates the sound at the 
marker. 

Toggles between AM and FM demodulation. 

Allows you to set the demodulated sound volume. You can set the 
sound volume from a range of 1 to 12, 

Allows you to set the duration of the pause used during demodu¬ 
lation. 


Squelch ON/OFF Toggles the squelch function on or off. 

ON: Displays the squelch marker which indicates that the 

sound cai-rier level below this level is not demodulated. 
The squelch level can also be changed. 

OFF: Removes the squelch marker, and turns off the squelch 

function. 

Sound OFF Turns off the sound demodulation function. 

Phase Noise Displays the Pha,se Noise menu. 

A menu used to measure phase noises and phase jitters is dis¬ 
played. 

C/N Meas Displays the C/N Meas menu. A variety of settings for the phase 

noise measurement can be performed. For this measurement, a 
phase noise is calculated using an offset frequency which is devi¬ 
ated from the carrier frequency or the current center frequency. A 
maximum offset frequency of 10 points can be measured. 

Edit Table Displays the Edit Table menu, allowing you to set the de,sired off¬ 

set frequency. 

Insert Enters the same data in the current cursor position. 

Delete Deletes the data at the current cursor position. 

Table Init 

Deletes all data from the table. 


Sig Track ON/OFF 

Toggles the .signal track mode on or off. 
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ON; The signal track mode is turned on, and measurements 
are taken by keeping track of the carrier frequency, 
which results in changes to the center frequency. 

OFF: Turns the signal track mode off. 

Average Times ON/OFF 

Toggles the trace averaging function on or off. 

ON: Sets the number of averaging limes and traces and av¬ 

erages the phase noise waveform for each offset fre¬ 
quency. 

OFF: Turns the trace average function off. 

The phase noise measurement function is turned off, and the 
screen returns to the Phase Noise menu. 

Displays the Phase Jitter menu. A variety of parameters used to 
measure phase jitter can be set. A jitter is calculated by specifying 
a phase noise integration range based on an offset frequency de¬ 
viated from the carrier frequency that is the same as the current 
center frequency. 

Sets the lower limit of the phase noise integration range. 

Sets die upper limit of the phase noise integration range. 

Sig Track ON/OFF 

Toggles the signal track mode on or off. 

ON: The signal track mode is turned on, and measurements 

are taken by keeping ti'ack of the carrier frequency, 
which results in changes to the center frequency, 

OFF; Turn.s the signal track mode off, 

Average Times OFI/OFF 

Toggles the trace averaging function on or off. 


C/NMeas OFF 

Phase Jitter 

Start Offset 
Stop Offset 


ON: Sets the number of averaging times, traces and then av¬ 

erages the phase noise waveform for each offset fre¬ 
quency. 

OFF: Turns the trace average function off. 

Phase Jitter OFF The phase noise measurement function is turned off, and the 
Phase Noise menu is displayed. 
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IM Meas 

Order 
Limit Setup 


3rd Order 
5th Order 
7th Order 
9th Order 


Displays the IM Meas menu in two-screen mode. Traces are dis¬ 
played on the upper screen, and odd-harmonic measurement data 
is displayed on the lower screen. 

Sets the degrees used. The degrees available are 3, 5, 7 and 9. 


Displays the Limit Setup dialog box, 


Limit Setup 


3rd Order: 


5th Order: 
7th Order: 
9th Order: 


-40.00 dB 


-50.00 dB 


-55.00 dB 


-60.00 dB 


Sets the limit value for a third-order harmonic signal. 
Sets the limit value for a fifth-order haimonic signal. 
Sets the limit value for a seventh-order harmonic signal. 
Sets the limit value for a ninth-order hannonic signal. 


Pass/Fail Judgement ON/OFF Toggles the Pass/Fail .Tudgement function on or off. This function 

compai'es a measured value with the value set in the Limit Setup 
dialog box. 

ON; Performs a Pass/Fmil judgement. The result is Fail if the 
measurement value is greater than the limit value. 

OFF: Does not perform a Pass/Fail Judgement. 

Average Times ON/OFF Toggles the ti'ace averaging function on or off. 


ON: Sets the number of averaging times. 

OFF: Tunis the trace average function off, 


Hi Sens (IM Meas) ON/OFF Toggles the Hi Sens measurement mode on or off. This function 

is used to increase measurement sensibility. 

ON; Decreases the reference level by 20 dB before a har¬ 
monic signal i.s measured. 

OFF: A harmonic signal is measured within a single screen. 

IM Meas OFF Turns off the odd hiirmonic measurement function, and returns to 

the Measure menu (2/2) display. 


2l2jnore 


Displays the Measure menu {1/2). 
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3.3.14 MKR Kej (Marker) 

This key displays the Marker menu (1/2) and allows you to set a normal marker. 


Normal 

Delta 

Peak Menu 

Next Peak 

Next Peak Left 
Next Peak Right 

Next Peak Max-Min 

Min Peak 

Coni Peak ON/OFF 


l/2_niore 
Peak Delta Y 

Search ALIJUP/LOW 


Displays the normal niaj'ker so that you can use it. The frequency 
and the level at the marker are displayed in the marker area. 

Allows you to set the delta marker, and displays the delta marker 
in the same position as that of the normal marker. The frequency 
and the level values of this marker are relative to those of the nor¬ 
mal mtirker. 

Displays the Peak menu (1/2). and allows you to quickly move the 
norma! marker to any point on the trace. 

Moves the present marker to the next highest peak within the 
search range. 

Moves the present marker to the next lower frequency peak on the 
left side of the current marker. 


Moves the present marker to the next higher frequency peak on 
the right side of the current marker. 

Displays the norma! marker on the maximum peak, and the delta 
marker on the minimum peak within the search range. 

Moves the della marker to the minimum peak within the search 
range. 

Toggles the continuous peak search function on or off. 

ON; Displays the frequency and the level of the marker after 
moving the mai'ker to the maximum peak in each 
sweep. 

OFF: Turns off the continuous peak search function. 

Displays the Peak menu (2/2), 

Allows you to set the amplitude settings used for the next peak 
search, 

When the Signal Track. %AM Meas. 3rd Order Meas and FM 
Meas functions are enabled, they are used a.s amplitude conditions 
when searching for a signal peak. 


Selects the next peak search range w'ith respect to the threshold 
value of the display line. 

All: Removes the display line after repeating the next peak 

search for all peaks. 
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2/2_more 

Sig Track ON/OFF 


MKR Trace AIR 

Marker OFF 
1/2_more 

Fixed MKR O^/OFF 


MKR Step AUTO/MNL 


Mulli Marker 

Mulli MKR Setup 

Marker No. 

Marker ON 
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UP: Performs the next peak search for all the peaks above 

the display line. The display line can be adjusted from 
this setting, 

LOW: Performs the next peak search for all the peaks under 

the display line, The display line can be adjusted from 
this setting. 


Returns to the Peak menu (J /2), 

Toggles the signal track function on or off. 

ON: Sets the marker frequency to the center frequency for 

each sweep, after performing the peak search for the 
same peak. Use the value displayed when Peak Delta Y 
is pressed as the peak search condition. 

OFF: Turns off the signal track function. 

Selects one of the two traces so that the marker is available when 

traces A and B are displayed simultaneously. 

Turns off all marker functions. 

Displays the Marker menu (2/2). 


Toggles the Fixed Marker function on or off. 


ON: Stores the frequency and level of the displayed delta 

marker and fixes the marker at the current physical po¬ 
sition on the screen. 

OF'F: Turns off the Fixed Marker function. 

Toggles the step size function on or ofT. This function allows you 
to control the movement of the marker using the step key, 

AUTO: Automatically sets the step size to 1/10 of the span. 

MNL; Allows you to manually set the step size to any value. 

Displays the Mulli MKR menu. 

Displays the MKR Setup menu. 

Allows you to set the multi-marker number and displays the value 
you entered. 


Displays the multi-marker specified by the number. The frequen¬ 
cy and level of the marker are displayed in the marker area. 
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Marker OFF Removes the multi-marker specified by the number. 

Active Marker Turns on or off the multi-marker displayed on the screen. 

Reset Marker Removes all multi-markers except mulli-mai-ker No. 1. 

MKR List ON/OFF Toggles the multi-marker list display function on or off, 

ON: Displays a list of the current multi-marker numbers, fre¬ 

quencies and levels in ascending order. 

OET; Removes the list of multi-markers. 

Peak List Level Li.sts the levels and frequencies in descending order of the peak 

levels. 

Peak List Freq Lists the levels and frequencies in descending order of the peak 

level frequencies. 

Multi MKR OFF Removes all multi-markers from the display. 


2l2_more 


Returns to the Marker menu (1/2). 
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3.3.15 MKR ^ Key (Marker ->) 

This section describes the menu displayed when the MKR -» key is pressed, This menu allows you to use 
the active marker data (such as frequency and level) as the data for some other function, :item(s) in the 
MKR-» menu (1/2) may be different depending on the marker you u.se (either normal or delta marker). 


MKR ^ CF 
MKR Ref 
Peak CF 

Peak Ref 

AMKR Span 

l/2_more 
MKR CF Step 


Sets the active marker frequency as the center frequency. 

Sets the active marker level as the reference level. 

Moves the marker to the maximum peak within the search range, 
and sets the marker frequency as the center frequency. 

Moves the marker to the maximum peak within the search range, 
and sets the marker level as the reference level. 

Sets the frequency difference between the delta and normal mark¬ 
er as the frequency span. 

Displays the Mkr menu (2/2). 

Sets the marker frequency as the center frequency for the step 
size. 


AMKR CF Step 

MKR MKR Step 
^MKR MKR Step 

mKR CF 

lUjnore 


Sets the frequency difference between the delta and normal mark¬ 
er as the step size for the center frequency. 

Sets the marker frequency as the step size of the marker. 

Sets the frequency difference between the delta and normal mai'k- 
er as the step size of the marker. 

Sets the frequency difference between the delta and normal mark¬ 
er as the center frequency. 

Returns to the Mkr menu (1/2). 
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3.3.16 PAS/FAIL Key (Pass/Fail Judgment) 

Pressing the PAS/FAIL key displays the Pass/Fail menu. 

Pass/Fail ON/OFF Turns the Pass/Fail judgement function, according to the limit 

lines, on or off. 

ON; A Pass/Fail judgement is made based on the set limit 
line. 

OFF: Turns the Pass/l-ail judgement function off. 

Linel ON/OFF Turns limit line 1 on or off. 

ON: Displays limit line 1 and the judgement result (PASS or 

FAIL). 

OFF: Erases limit line 1 and the judgement result. 

Line! ON/OFF Turns limit line 2 on or off. 

ON: Displays limit line 2 and the judgement result (PASS or 

FAIL). 

OFF: Displays limit line 2 and the judgement result. 

X ABS/LFT/CTR Sets the attribute of horizontal axis (frequency or time) data of the 

limit line. 


ABS; Sets the horizontal axis position using the limit line that 
is set under Limit Line Edit as an absolute value. The 
horizontal axis position of the limit line moves as the 
frequency span or the center frequency setting changes. 

LFT; Sets the horizontal axis position using the iimil line that 
is set under Limit Line Edit as a relative value. The hor¬ 
izontal axis position of the limit line is fixed at the po¬ 
sition based on the left end without being influenced by 
changes in frequency spun or center frequency. 

CTR: Sets the horizontal axis position using the center of the 

horizontal axis as a relative value. 


Y ABS/TOP/BOT (Y ABS/CTR) Sets the attiibute of vertical axis (level) data of the limit line. 

ABS: Sets the vertical axis position using the limit line that is 

set under Limit Line Edit as an absolute value. The ver¬ 
tical axis position of the limit line moves as the level 
setting changes. 
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Shift X/Y 


Limit Line Edit 

Limit Line 1/2 
Insert Line 
Delete Line 
Sort 

Table Init 
Copy Table 1 to 2 
Copy Table 2 to 1 


3.3.16 PAS/FAIL Key (Pass/Fail Judgment) 


TOP: Sets the vertical axis position using the limit line that is 

set under Limit Line lidit as a relative value. The verti¬ 
cal axis position of the limit line is fixed in the position 
based on the top without being influenced by changes 
in level setting, 

BOT: Sets the horizontal axis position using the bottom of the 

vertical axis as a relative value. 

Sets the limit line properly (in frequencies) along the veitical axis 

(if OPT73, FIM Demodulation function, is turned on). 

ABS: The position along the vertical axis is determined from 

the absolute value of a limit line set by the Limit Line 
Edit. 

The vertical position of the limit line varies according 
to the change in the center frequency used. 

CTR: The position along the veitical axis is determined rela¬ 

tive to the limit line value set by the Limit Line Edit. 
The vertical position of the limit line is fixed at its cen¬ 
ter. Note that the center frequency does not affect the 
vertical position of the limit line. 

Switches the offset direction for the limit line between X and Y. 

X: Sets an offset value for the horizontal axis direction of 

the limit line. 

Y: Sets an offset value for the vertical axis direction of the 

limit line. 

Displays the Edit Menu. 

Selects the limit line to edit on the Edit screen. 

Inserts a line in the cursor position. 

Deletes the line at the cursor position. 

Sorts the input data according to the frequencies. 

Deletes all the data in the limit line setting table. 

Copies the data created on limit line 1 to limit line 2. 

Copies the data created on limit line 2 to limit line 1. 


3-55 







R3132 Series Spectrum Analyzer Operation Manua 


3.3.17 PK SRCH Key (Peak Search) 


3.3.17 PK SRCH Key (Peak Search) 

Pressing this key displays the frequency and level of the marker after moving the marker to the maximum 
level of the ti'ace within the search range. (Note there is no menu associated with this panel key,) 
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3.3.18 POWER MEASURE Key (Power Measurement) 

This section describes the Power menu displayed when the POWER MEASURE key is pressed, 


Channel Power 


Activates the measuring window, and displays the CH Power 
menu. 

The channel power is calculated using the formula shown below. 

X2 lilll 

Pc;i-[ = lOlog [ I ( 10*^^ )x — X .. 

' RBW (.X2-XI + :l) 


Pen: Channel power 

P(n): Data (dBm) for each trace point 

SPAN: Current span value 

PBW: Noise power bandwidth 

X]: Data position of star! frequency on the x-axis. 

X2; Data position of slop frequency on the x-axis. 


Window Position 


Allows you to set the center of the measuring window (channel 
bandwidth). 


Window Width 


Allows you to set the width of the measuring window (channel 
bandwidth). 


Average Times 
Parameter Setup 

Default 


Manual 


Allows you to set the number of times the sweep is averaged. 
Displays the Prmtr Setup menu. 

Sets the following settings to default values: the frequency span, 
resolution bandwidth, video bandwidth, sweep time, detector, 
trace mode, channel band position and channel bandwidth. When 
Default is enabled, the defaults are automatically set when the 
channel power is measured. 

Disables the Default function, As a result, the above settings must 
be set manually. The currently set values are used when channel 
power is measured. 


Define Default The currently set values are the new defaults. 

67/ Power OFF Removes the window and cancels channel power measurements. 

Total Power Measures the total power in the object range (the entire measure¬ 

ment span or window) and displays it. 

The total power is calculated using the formula shown below. 
The number of trace points on the horizontal axis is set to 1001. 

PT=10loe{ Z (lO^'M X —I 

Pr: Total pow'er to be calculated. 

P(n): Data (dBm) for each trace point. 

SPAN: Current span value 
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PBW: Noise power bandwidth 
XI; i 
X2: 1001 

Average Power Measures the power averaged over the object range (the entire 

measurement span or window) and displays it. 

Allows you to set the averaging count used to calculate the aver¬ 
age power. 

With average power measurements, the resolution bimdwidth 
(RBW) is set to a bandwidth wider than the amplitude variation 
width (the resolution bandwidth must be at least three times wider 
than the occupied bandwidth). The average power is calculated 
using the formula shown below. 

The number of trace points on the horizontal axis is set to 1001. 


Power Meas OFF 
OBW 


OBW% 


Parameter Setup 

Default 


Manual 


PAVO=101ogli: (lO"^ )x-^] 

n =X1 

Pavg: Denotes the average power to be calculated. 

P (n): Denotes the data (dBm) for each trace point. 
XI: 1 

X2: 1001 

Turns off the power measurement function. 

Displays the OBW menu. 

Sets the percentage of occupied pow-er compared to the total pow¬ 
er when measuring the occupied bandwidth. 


Displays the Prmtr Setup menu. 

Sets the following settings to default values: the frequency span, 
resolution bandwidth, video bandwidth, sweep time, detector, 
trace mode and the OBW%. When Default is enabled, the de¬ 
faults are automatically set when the OBW is measured. 

Disables the Default function, As a result, the above settings must 
be set manually. The currently set values are used when the OBW 
is measured. 


Define Default The currently set values become the new defaults. 


OBW OFF 


Turns the OBW measuring function off. 


ACP 


Displays the ACP menu. 


CS/BS Setup 


Displays the CS/BS Setup menu, and the editor used to set the 
channel spacing and specified bandwidth together. 
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^Nyquist Filter ON/OFF 

Toggles the VNyquist filter function on or off. 

ON: Turns the Nyquist filter function on, 

OFF: Turns the Nyquist filter function off. 

Insert Line Insens a line in the cursor position, 

Delete Line Deletes the line at the cursor position. 

Sort Sort the CS/BS Setting table by CS. 

Table Init Deletes ail data in the table. 

BS Window ON/OFF 

Toggles the AGP bandpass window display on or off. 

ON: Displays the window within the bandpass which is tar¬ 

geted for calculating the AGP. 

OFT': Removes the window, 

'^Nyquist Filter Setup Displays the VNyquist Filter Setup dialog box. 



Symbol Rate 1/T Sets the symbol rate. 

Rolloff Factor Sets the rolloff factor. 

'^Nyquist Filter Toggles the Nyquist filler function on or off. 

ON: Turns the Nyquist filter function on. 

OFF: Turns the Nyquist filter function off. 

Screen FULIJSEPA/CARRIER 

Toggles the screen display between the full and separate screen 
modes. 

FULL; The entire screen is used. 

Galcuiates the AGP based on the total power along the 
entire band on the screen. 
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SEPA: The screen mode is changed to SEPA when a sweep 
takes place. 

CARRIER: 

The entire screen is used. 

Calculates the ACP based on the power along the band 
specified by Carrier Band Width, 

Parameter Setup Displays the Prmlr Setup menu. 

Default Sets the following .settings to default values: the frequency span, 

resolution bandwidth, video bandwidth, sweep time, detector, 
trace mode. CS/BS Setup and VNyquisl Eilter Setup. When De¬ 
fault is enabled, the defaults are automatically set when the ACP 
is measured. 

Manual Disables the Default function. As a result, the above settings must 

be set manually. The currently set values are used when the ACP 
is measured. 

Define Default The currently set values become the new defaults. 

Graph Displays the Multi MKR menu (used for ACP Graph). 

Turns the graphic display function on. 

Displays the leakage power graph us Trace B and puts Delta 
marker in the center of the screen. 

The B memory is used to display the ACP graph. 

Marker No. Enter the multi mai'ker number here. 

Marker ON Displays the multi-marker specified at Marker No, in the center of 

the trace and the frequency and level of the marker in the marker 
area. 

Removes the multi-marker specified by the number, 

Turns on or off the multi-marker di.splayed on the screen. 
Removes all multi-markers except for multi-marker 1. 

Turns the graphic display function off. 

Turns off the ACP measurement function, and returns to the pow¬ 
er menu. 

1/2 more Displays the Power menu (2/2). 

Spectrum Mask Displays the Spect Mask menu. 

Displays the measurement and judgment results in combination 
with the pass/fail Judgment result using the limit lines for the ACP 
measurement. 


Marker Ott 
Active Marker 
Reset Marker 
Graph Off 

ACP OFF 
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CS/BS Setup Displays the CS/BS Setup menu, and the editor used to set the 

channel space and channel bandwidth together, 

'^Nyquist Filter ON/OFF 

Toggles the VNyquist filter function on or off. 

ON: Turns the Nyquist filter function on. 

OFF: Turns the Nyquist filter function off. 

Insert Line Inserts a line in the cursor position. 

Delete Line Deletes the line at the cursor position. 

Sort Sort the CS/BS Setting table by CS. 

Table Ink Deletes ail data in the table, 

BS Window ON/OFF 

Toggles the ACP bandpass window display on or off. 

ON: Displays the window within the bandpass w-hich is tar¬ 

geted for calculating the ACP. 

OP’F: Removes the window. 

'^Nyquist Filter Setup Displays the ^Nyquist Filler Setup dialog box. 



Symbol Rate 1/T Sets the symbol rale, 

Rolloff Factor Sets the rolloff factor, 

'^Nyquist Filter Toggles the Nyquist filter function on or off. 

ON: Tunis the Nyqui.st filter function on. 

OFF: Tunis the Nyquist filter function off. 

Results REIJABS Toggles the unit of the measurement re.sult display. 

RE:L: Displays a relative value (dBc) of the power within the 

carrier bandwidth {set by CS/BS editor and referred to 
as the Ref Power) to the ACP power. 
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Parameter Setup 

Default 


Manual 


ABS: Displays an absolute value using the unit selected from 

the Unit.s menu under the LEVEL key. 

Displays the Prmtr Setup menu. 


Sets the following settings to default values; the frequency span, 
resolution bandwidth, video bandwidth, sweep lime, detector, 
trace mode, CS/BS Setup,VNyquist Filter Setup and Limit Line 
ON/OFF. When Default is enabled, the defaults are automatically 
set when the spectrum mask is measured. 

Disables the Default function. As a result, the above settings must 
be set manually. The currently set values are used when the spec¬ 
trum mask is measured. 


Define —> Default The currently set values become the new defaults. 


Spectrum Mask OFF I'urns the spectnim mask function off. 


Spurious Freq 


Table No. 1/2/3 


Edit Table 


The spurious table information is displayed after the Spuri Freq 
menu has been displayed. (The spurious measurement table is not 
displayed when there is no table data.) 

W’hen making spurious measurements while in frequency mode, 
pass/fail judgment is repeated once for each frequency band after 
the setup conditions have been selected and a maximum of 10 sig¬ 
nal peaks have been searched for each frequency band. When this 
function is used with Average Power measurement, pass/fail 
judgments for average powers are performed. 


Sets Table 1.2 or 3. 

1: Sets Table 1. 

2: Sets Table 2, 

3: Sets Table 3, 

Displays the Edit Table menu. 

The editor used for the selected table number is displayed, You 
can enter the start and stop frequencies, RBW, sweep time and 
limit level of the frequency bund which is used for pass/fail judg¬ 
ment from this editor. 

A maximum of \5 frequency bands can be set. 


Table No. 1/2/3 Sets Table 1.2 or 3. 

1: Sets Table 1- 

2: Sets Table 2. 

3: Sets Table 3. 
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Insert 
Delete 
Table Init 
Show Result 

Prev Result 
Next Result 
Sweep Count ON/OFF 


PASS Judge UP/LOW 

Spurious Freq OFF 


3.3.18 POWER MEASURE Key (Power Measurement) 


Inserts a column at the cursor position. 

Deletes a column at the cursor position. 

All data is cleared from the table, 

Displays the Show Result menu and displays the measurement re¬ 
sult in full screen mode, The setup conditions and detailed results 
are displayed for each frequency band. 

Displays the previous frequency band result on the screen. 

Displays the next frequency band result on the screen. 

Toggles the sweep count (used with the Max Elold mode, Min 
Hold mode, Average function. Power Average function or Aver¬ 
age Power measurement) on or off. 

ON: Allows you to set the sweep count. A pass/fail judgment 

is performed when the number of sweeps matches the 
specified sweep count. 


NOTE: If Trace mode is set to Write mode, it is automatically 

changed as shown below according to the Detector setting 
as shown below: 

The Trace mode stays in Write mode if Detector mode is 
set to Normal. 

The Trace mode is changed to Max Hold mode if Detector 
mode is set to Positive. 

The Trace mode is changed to Min Hold mode if Detector 
mode is set to Negative. 

The Trace mode is changed to AVG mode if Detector 
mode is set to Sample. 


OFF: Tunis the sweep count off The Max Hold mode, Min 

Hold mode. Average function, Power Average function 
or Average Power measurement is turned off and a 
pass/fail judgment is performed for each sweep. 


Toggles the pass area between UP and LOW, 


UP: The area above the limit level is set to Pass. 

LOW: The area below the limit level is set to Pass. 

Turns the spurious measurement (in frequency mode) off, and dis¬ 
plays the Power menu. 
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Spurious Time The Spun Time menu and the spurious table information are dis¬ 

played, (The spurious measurement table is not displayed when 
there is no table data.) 

When making spurious measurements while in zero span mode, 
pa,ss/fail judgment is repeated once for each frequency after the 
setup conditions have been selected and a maximum of 10 signal 
peaks have been searched for each frequency. When this function 
is used with Average Power measurement, pass/fail judgments for 
average powers are peiformed. 

Table No. 1/2/3 Sets Table 1,2 or 3 

1: Sets Table 1. 

2: Sets Table 2. 

3: Sets Table 3. 

Edit Table Displays the Edit Table menu. 

The editor of the selected table number is displayed. The frequen¬ 
cies. RBW. sweep time and limit level which are used for pass/fail 
Judgments are entered. A maximum of 15 frequencies can be set. 

Table No. 1/2/3 Sets Table 1,2 or 3. 

1: Sets Table 1. 

2: Sets Table 2. 

3: Sets Table 3. 

Insert Inserts the column at the cursor position. 

Delete Deletes the column at the cursor position. 

Table Init All data is cleared from the table. 

Show Result Displays the Show Result menu and displays the measurement re¬ 

sult in full screen mode. The setup conditions and detailed results 
are displayed for each frequency, 

Prev Result Displays the previous frequency result on the screen. 

Next Result Displays the next frequency result on the screen. 

Sweep Count ON/OFF Toggles the sweep count (used with the Max Hold mode, Min 

Hold mode. Average function. Power Average function or Aver¬ 
age Power measurement) on or off. 
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PASS Judge UP/LOW 


Spurious Time OFF 
Single Measure ON/OFF 


2/2_more 


3.3.18 POWER MEASURE Key (Power Measurement) 


ON; Allows you to set the sweep count. A pass/fail judgment 
is performed when the number of sweeps matches the 
specified sweep count. 


NOTE: If Trace mode is set to Write mode, it is automatically 

changed as shown below according to the Detector setting 
as shown below: 

The Trace mode stays in Write mode if Detector mode is 
set to Normal. 

The Trace mode is changed to Max Hold mode if Detector 
mode is set to Positive. 

The Trace mode is changed to Min Hold mode if Detector 
mode is set to Negative. 

The Average Power measurement is started if Detector 
mode is set to Sample. 


OFF; Turns the sweep count off. The Max Hold mode, Min 
Hold mode. Average function. Power Average function 
or Average Power measurement is turned off and a 
pas.s/fail judgment is performed for each sw'eep. 


Toggles the pass area between UP and LOW. 

UP; The area above the limit level is set to Pass. 

LOW; The area below the limit level is set to Pass. 

Turns the spurious measurement (zero span mode) off, and dis¬ 
plays the Power menu. 

Sets the sweep conditions used in Single Sweep Mode. 

ON: Pressing the SINGLE key performs the sweep the spec¬ 

ified number of measurement limes when the channel 
power, total power, or average power is measured while 
the average or power average function is turned on. 
Note that the average and power average functions re¬ 
quire the OBW, AGP (FULL. CARRIER), and spec- 
trum mask mea.surement functions, 

OFF: Pressing the SINGLEi key performs the sweep only 

once, 

Displays the Power menu (1/2). 
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3.3.19 PRESET Key (Initialization) 


3.3.19 PRESET Key (Initialization) 

This key is used to reset the spectrum analyzer to its' default settings. This key is accessed by pressing the 
SHIFT key and then the CX)NFIG key. All previous settings are cleared when this is done. (Note there is 
no menu associated with this panel key.) 


3-66 











R3132 Series SpecU'um Analyzer Operation Manual 
3.3.20 RECALL Key (Data Readout) 

3.3.20 RECALL Key (Data Readout) 

This section describes the menu displayed when the RECALL key is pressed, 

Recall Reads out the data from a file selected from the file list. 

List ON/OFF Toggles the file list display on or off. 

ON: Displays the file list. 

OFF: Turns off the file list display. 

Device RAM/FD Selects a source for the data. 

RAM: Reads out the data from interna! memory. 

FD: Reads out the data from a floppy disk. 
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3.3.21 REPEAT Key (Continuous Sweep) 


3.3.21 REPEAT Key (Continuous Sweep) 

Pressing this key activates the continuous sweep mode. 

If this key is pressed during a sweep, the sweep is paused and the sweep lamp is turned off, Pressing the 
REPEAT key again causes the analyzer to wait for another sweep to start and then the sweep lamp turns 
back on. The sweep will start after a signal is received (which in turn depends on the current trigger mode 
setting). (Note there is no menu associated with this panel key.) 
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3.3.22 SAVE Key (Saving Data) 

This section describes the menu displayed when the SHIFT key and the RECALL{SAVE) key are 
pressed. 

Save Saves the data selected by Save Item to the file selected in the file 

list. 

Save Item Displays the Save Item Setup dialog box, 


Setup 


Trace 


Ant Corr 


Norm Corr 


Sets whether or not this function is tuimed on. 

ON; Saves the setup conditions- 

Ol-T': Does not save the setup conditions. 

Sets whether or not this function is turned on. 

ON: Saves the trace data, 

OFF: Does not save the trace data. 

Sets whether or not this function is turned on. 

ON: Save.s the correction data. 

OFF: Does not save the correction data. 

Sets whether or not this function is turned on. (if OPT74 is includ¬ 
ed). 

ON: Saves the normalized data. 

OFF: Does not save the normalized data. 
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3.3.22 SAVE Key (Saving Data) 

Limit Line 


Loss:Freq 


Trace Level 


Channel 


Spurious 


Protect 
Delete 
Rename 
Change Title 
Device RAM/FD 


Used to conti'ol how Limit Line conditions are saved. 

OFF: Does not save the current values. 

1: Saves the current values for Limit Line 1. 

2; Saves the current values for Limit Line 2. 

1/2; Saves the current values for both Limit Line 1 and 2, 

Selects whether or not the data in the external mixer frequency- 

loss table is saved (Only for OPT 16 thru OPT 19). 

ON: Saves the contents of the external mixer frequency-loss 

table. 

OFF: Does not save the contents of the externa! mixer fre¬ 

quency-loss table. 

Sets whether or not this function is turned on. 

ON; Stores the trace data level (at the present level). 

OFF: Does not store the trace data level. 

Sets whether or not this function is turned on. 

ON: Saves the set values used in Channel Type 1 and 2. 

OFF: Does not save the set values used in Channel Type 1 and 

Sets whether or not this function is turned on. 

ON: Suve.s the table data (Freq/Time). 

OFF; Does not save the table data (Freq/Time). 

Enables the write protect for the file selected in the file list. 
Removes the selected file from the file list. 

Changes the name of the file selected from the file list. 

Changes the title on the screen. 

Selects the location used to store the data. 

RAM; Stores the data in internal memory. 

FD: Stores the data on the Poppy disk in the disk drive. 
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3.3.23 Seif Test Key (Self Test) 


3.3.23 Self Test Key (Self Test) 

Pressing SHIFT and 0(Self Test) activates the self lest mode, and displays the Self Test menu. 


NOTE: In Self Test mode, all soft menus and panel keys except for those displayed in the soft menu, and the 
SHIFT, PRESET and COPY keys are disabled. 


Execute Self Test Five test item.s are displayed in SELF TEST RESULTS window, 

and are tested in order. 

As each test is completed, PASS or FAIL and Completed are dis¬ 
played on the screen. After all lest items have been completed, 
The self test ends. 


CAUTION: If FAIL appears for any test item. Contact an 
ADVANTEST service representative for repair. The 
address and telephone are found at the end of this man¬ 
ual. 


Exit 


Exits the seif test mode. 
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3.3.24 SINGLE Key (Single Sweep) 


3.3.24 SINGLE Key (Single Sweep) 

If this key is pressed during a sweep, the sweep is paused and the sweep lamp is tu,rned off, Pressing the 
SINGLE key again causes the analyzer to wait until a sweep starts again (which in turn depends on when 
it receives a signal). This is controlled by the trigger mode setting. When the channel power measurement, 
total power measurement, average power measurement, average function, or power average function is 
performed while “vSingle Measure ON” is set, the sweep is performed the specified number of times, (Note 
there is no menu associated with this panel key.) 
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3.3.25 SPAN Key (Frequency Span) 

When pressed, this key displays the Span menu, and allows you to set a frequency span. In addition, the 
center frequency and frequency span are displayed in the annotation area below the bottom scale line. 

Full Span 

Zero Span 

Peak Zoom 

Last Span 


Sets the frequency span to the full span. 

Set a zero span at the center frequency. In zero span mode, the fre¬ 
quency span is 0 Hz, and the spectmm analyzer operates as a 
tuned receiver. The horizontal axis is the time axis. The receiving 
bandwidth is determined according to the selected resolution 
bandwidth. 

Moves the marker to the maximum peak within the seai'ch object 
rrmge. and sets the marker frequency as the center frequency. In 
addition, the frequency span is changed to 1/10 of the current fre¬ 
quency span. 

Resets the frequency span to the previous value. 
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3.3.26 SWEEP Key (Sweep Time) 


3.3.26 SWEEP Key (Sweep Time) 

Pressing the SWEEP key displays the SWEEP menu. 

MNL allows you to specify a sweep time. 

SWP Time A UTO/MNL Toggles the sweep lime between AUTO and MNL. 

AUTO: Automatically sets the optimum sweep time according 
to the span, resolution bandwidth and video bandwidth. 

MNL: Sets the sweep time manually. 


NOTE: When the sweep time is equal to or less than 9 

ms, the trace point is set to 501, and the detec¬ 
tor is set to the sample detection mode 
(OPT29). 


Auto All 


Trig Delay 


Gated Sweep 


Gate Source 


Ext 

TV-V 


TV-H 


Slope (TV Polarity) +A 


Automatically sets the resolution bandwidth, video bandwidth 
and sweep time according to the span settings. 


Sets the delay time in reference to the trigger point or sets the pre- 
ti'igger time. 

This IS available only when the zero span is selected. 

Displays the Gated Sweep menu and two windows. 

The upper screen displays the result of gated sweep, while the 
lower screen displays a gale signal, the gate position and width. 


Displays the Gated Source menu. 

The trigger conditions for a gate signal in the gated sweep mode 
can be set. 


Sweep is synchronized with external trigger signals, 


Sweep is synchronized with vertical synchronous signals of TV 
signals, 


Sweep is synchronized with horizontal synchronous signals of TV 
signals. 


Switches polarities between + and - for the trigger slope or video 
modulation of TV signals. 

+ : Sweep is started at the rise of a trigger. 

In the TV trigger mode, sweep is started synchronously 
with a video modulation signal of + polarity, 

-: Sweep is started at the fall of a trigger. 

In the TV trigger mode, sweep is started synchronously 
with a video modulation signal of - polarity. 
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Gate Position 
Gate Width 

Gated Sweep ON/OFF 

Screen A/B 

Gale Setup Quit 
Gated Sweep ON/OFF 

Ext Gate In ON/OFF 


3.3.26 SWEEP Key (Sweep Time) 


Sets the position of a gate signal. 

Sets the width of a gate signal. 

Turns the gated sweep mode on or off. 

ON: Sweep is executed according to the currently set gate 

conditions (gate position and width), 

OFF: Turns the gated sweep mode off. 

Toggle.s the active screen between A and B. 

A: The upper screen is set to the active state. 

B: The lower screen is set to the active state. 

The trigger condition .setup screen of gate signals is released to re¬ 
turn to the Sweep menu. 

Turns the gated sweep mode on or off. 

ON: Sweep is executed according to the currently set gate 

conditions (gate position and width). 

OFF: Turns the gated sweep mode off. 

Changes the input signal at the External Trigger connector. 

ON: Performs a gated sweep using the External Trigger con¬ 

nector signal as the gate signal. 

Sweeps intermittently when the signal level is greater 
than approximately 2.5V, and stops sweeping when the 
signal level is approximately less than 2.5V. 

OFF: Performs a normal sweep. 

Uses the input signal at the External Trigger connector 
as the trigger signal for the Ext Trig mode. 
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3.3.27 TG Key (Tracking Generator) (OPT74) 

This section describes the TG menu which is displayed when the tracking generator is turned on. 

CA UTION Do not apply voltages that exceed (JO V or power that exceeds + 15 dBm to the TG OUTPUT con¬ 

nector, or you may damage this instrument. 


TG Level 

Execute Normalize 


CAUTION: Make sure TG OUTPUT is connected to RT INPUTl 
before executing the above normalization calibration. 


Norm Corr ON/OFF Toggles the normalization function on or off, 

ON: Fixecutes a normalization using the correction data 

saved in the memory. 

OF'P': Disables the normalization function. 

Allows you to change the position of the reference line. 

For each RBW. the compensation value for tracking generator's 
output frequency is obtained to prevent the tracking error (a kind 
of level error caused by the difference in displacement between 
tracking generator's output frequency and spectrum analyzer's 
tuning frequency). 

CAUTION: Make sure TG OUTPUT is connected to RF INPUTl 
before executing the above normalization calibration. 


Freq Adj Manual Ikir the current RBW. the compensation value for tracking gener¬ 

ators output frequency is set. 

TG OFF Turns the tracking generator off 


Rej Line 
Freq Adj Auto 


Allows you to set tracking generator's output level. 

Pressing this key causes the follow'ing to occur, 

1. Displays the reference line at the midpoint between the max¬ 
imum and minimum level points which are currently dis¬ 
played. 

The reference line position cannot be changed if it was dis¬ 
played by previous operation. 

2. The current trace is saved in the memory as correction data. 

3. The normalization calibration function is activated. 

Only trace A is normalized. 
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3.3.28 TRACE Key (Trace Data) 

3.3.28 TI^CE Key (Trace Data) 

This section describes Trace A(B) menu (1/2) displayed when the TRACE key is pressed, 

Write A(B) Sets the Write mode which updates the data in the A(.B) memory 

for each sweep. 

View A(B) Sets the View mode which holds the data in the A(B) memory. 

Blank A(B) Sets the Blank mode which erases the trace. 

Max Hold A(B) Executes the Max Hold mode which displays the maximum value 

for each trace sample (when you select the Max Hold mode, the 
positive mode is automatically selected. Refer to Posi.) 

Detector Displays the Trc Det A(B) menu from which you can set the de¬ 

tection mode used. 

Normal Sets the normal mode which automatically detects positive or 

negative peak points for each trace point. 

Posi Sets the positive peak mode (when you select the Max Hold 

mode, the positive mode is automatically selected. Refer to Max 
Hold A(B).) 

Nega Sets the negative peak mode (when you select the Min Hold 

mode, the negative mode is automatically .selected. Refer to Min 
Hold A(B),) 

Sets the sample mode. 

Toggles between trace A and trace B. 

Displays the Trace A(B) menu (2/2). 

Displays the AVG A(B) menu. 

Toggles the averaging function on or off. 

ON: Tunis averaging on. 

OP’Fh Turns averaging off. 

Average PSE/CONT Toggles between PSE (pause) and CONT (continue) while the av¬ 

eraging function is being used. 

PSE: Temporarily pauses averaging and displays the current 

averaging count. 

CONT; Resumes averaging from the point at which the pause 
occuiTed. 


Sample 
Trc Menu A/B 
l/2_more 
AVGAiB) 

AVGA(B) ON/OFF 
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3.3.28 TRACE Key (Trace Data) 


Average CONT/SGL Toggles between CONT (continuation) and SGL (single) modes. 

CONT: Continues to average using the current data which is 
used until the set averaging count is reached. 

SGL; Automatically switches to View mode as soon as the 
desired averaging count has been reached. 

When combining this function with OBW, ACP or 
Spectrum Mask measurement, perform the averaging 
process the number of times specified by this function 
before making the OBW or ACP measurement. 


Single Measure ON/OFF 


vSels the sweep conditions used in Single Sw eep Mode. 


ON; Pressing the SINGLE key performs the sweep the spec¬ 

ified number of measurement times when the channel 
power, total power, or average power is measured w hile 
the average or power average function is turned on. 
Note that the average and power average functions re¬ 
quire the OBW, ACP (FULL, CARRIER), and spec¬ 
trum mask measurement functions. 

OFF: Pressing the SINGLE key performs the sweep only 

once. 

Power AYG A(B) Displays the Power AVG A(B) menu. 

Power AVG A(B) ON/OFF Toggles the power averaging function on or off. 

The power averaging function is used to average the power in 
each frequency using the equation below and display the averaged 
power. 

Pavo= 10 log [-^ X id 10 ^ ] 


Pavo: Averaged power for each frequency 

Pin: Power in tlie nth sweep cycle 

(for each of up to 1001 frequency points) 

n; Number of sweep cycles 

ON: Tunis the power averaging function on. 

OFF-: Turns the power averaging function off. 

Average PSE/CONT Toggles between PSE (pause) and CONT (continue) while the 

power averaging function is being used. 


PSB: Temporarily pauses averaging and displays the current 

averaging count. 

CONT: Resumes averaging from the point at which the pause 
occurred. 







Average CONT/SGL 


Single Measure ON/OFF 


Min Hold A(B) 

Store A(B) to B(A} 

Math A 

A~B-^A 

B-A 

A-DL^A 

Disp Line ON/OFF 
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3.3.28 TRACE Key (Trace Data) 


Toggles between CONT (continuation) and SGL (single) modes. 

CONT: Continues to average using the current data which is 
used until the set averaging count is reached. 

SGL: Automatically switches to View mode as soon as the 

desired averaging count has been reached. 

When combining this function with OBW, ACP or 
Spectrum Mask measurement, perform the averaging 
process the number of times specified by this function 
before making the OBW or ACP measurement. 

Sets the sweep conditions used in Single Sweep Mode. 

ON: Pressing the SINGLE key performs the sweep the spec¬ 

ified number of measurement limes when the channel 
power, total pow er, or average power is measured while 
the average or pow er average function is turned on. 
Note that the average and power average functions re¬ 
quire the OBW. ACP (FULL, CARRIER), and spec¬ 
trum mask measurement functions, 

OFF; Pressing the SINGLE key performs the sweep only 
once. 


Sets the Min Hold mode which is used to display the minimum 
value for each trace sample (when you select the Min Hold mode, 
the negative mode is automatically selected. Refer to Nega.) 

Stores trace A(B) data as trace B(A), 

Displays the Math A menu. 

A: When trace A is in the Write mode, the contents of memory B 
are subtracted from the sweep result and, then, the result is saved 
in memory A. 

When the Display line is acti ve, the Display line value is added to 
the value obtained previously and saved to A (A - B -t- DL -> A). 

A: When trace A is in the Write mode, the sweep result is sub¬ 
tracted from the contents of memory B and, then, the result is 
saved in memory A. 

When the Display line is active, the Display line value is added to 
the value obtained previously and saved to A (B - A -t DL A). 

A: When trace A is in the Write mode, the level of the display line 
is subtracted from the sw'eep result and. then, the result is saved in 
memory A. 

Turns the display line, which is used as the reference line for com¬ 
paring the trace level, on or off. 
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3.3.28 TRACE Key (Trace Data) 


Trc Menu A/B 
2/2jnore 


ON: The display line is displayed. The display line position 

can be changed. 

OFF: The display line is erased. 

Toggles between trace A and trace B. 

Returns to the Trace A{B) menu (1/2). 
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3.3.29 TRIG Key (Trigger) 


3.3.29 TRIG Key (Trigger) 

This section describes the menu displayed when the TRIG key is pressed, 

Trig Source Displays the Trig Source menu which is used to set trigger condi¬ 

tions. 


Free Run 

Line 

TV-V 


Sweep is repeated automatically. 

Sweep is executed synchronously with AC power supply, 

Sweep is executed synchronously with vertical synchronous sig¬ 
nals of TV signals. 


TV-H 


Sweep is executed synchronously with horizontal synchronous 
signals of TV signals. 


Video Trig Sweep is executed synchronously with video signals. 

Ext Trig Sweep is executed synchronously with external trigger signals. 

Trigger level: 0 to + 5V 

• When the OPT73, FM Demodulation function, is turned on, pressing the TRIG key displays the Trig¬ 
ger menu. 


Free Run 
Line 

Video Trig 
Ext Trig 


Sweep is repeated automatically. 

Sweep is executed synchronously with AC power supply. 

Sweep is executed synchronously with video signals. 

Sweep is executed synchronously with external trigger signals. 
Trigger level; 0 to -i- 5V 


Slope -¥/- 


Switches between + and - of the polarity for the trigger slope. 


Trig Delay Sets the delay time in reference to tlie trigger point or sets the pre¬ 

trigger time. 

This i,s available only when the zero span is selected. 

Slope (TV Polarity) +/- Switches polarities between + and - for the trigger slope or video 

modulation of TV signals. 

+: Sweep is started at the rise of a trigger. In the TV trigger 

mode, sweep is started synchronously with a video 
modulation signal of + polarity. 


Sweep is started at the fall of a trigger. In the TV trigger 
mode, sweep is siaited synchronously with a video 
modulation signal of - polaiity. 
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3.3.29 TRIG Key (Trigger) 


TV Sys NTSC/PAL&SECAM Switches the video modulation system between NTSC and 

PAL&SBCAM. 

NTSC: Selects the NTSC system for TV signals. 
PAL&SECAM: 

Selects the PAL&SECAM system for TV signals. 
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3.3.30 UTILITY Key (Utility) 

FM Demod Displays the FM Demod menu used in the FM demodulation 

mode. 

Range Used to switch the frequency range along the vertical axis. 

Deviation Displays the Deviation menu, deviation of an FM demodulated 

signal, positive peak deviation, negative peak deviation, and rep¬ 
etition frequency, 

Peak Delta Y Sets peak detection measurement conditions when a deviation is 
measured. 

Deviation OFF Turns the deviation measurement function off. 

Sensitivity Displays the Sensitivity menu, differentiates a demodulated FM 

signal with respect to lime, and displays the differential value. 

Sens Range Magnifies the curve consisting of differential values in up to four 

positions, each of which must use any number(s) from 1. 2 and 5. 

Aperture % Sets the section (%) along the horizontal axis to calculate a differ¬ 

ential value. The entire range is defined as 100%. 

Sensitivity OFF Turns the differential value display off. 

Linearity Displays the Linearity menu, and then switches to Separate 

Screen Mode. The reference line is displayed in the lower part of 
the screen. 

Auto Adj Automatically calculates the reference line of a demodulated FM 

signal using the least-square method. 

Sample Points Sets the number of points for the calculation using the least- 
square method. 

Offset Adj Sets the offset value of the reference line, 

Slope Adj Sets the inclination of the reference line. 

Linearity ON/OFF ON: Displays the maximum and minimum errors between a 

trace and the reference line. 

OFF: Turns off the error display between a trace and the ref¬ 

erence tine. 

Screen A/B Toggles the active screen between A and B. 

Lin Setup Quit Quits from the Linearity Setting screen. 
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3.3.30 UTILITY Key (Utility) 


Linearity ON/OFF 


Demod Cal 

All 

Range Only 
FM Demod OFF 


ON: Displays the maximum and minimum errors between a 

trace and the reference line. 

OFT; Turns off the error display between a trace and the ref¬ 
erence line. 

Displays the Demod Cal menu. 

Performs calibrations for all of the frequency ranges. 

Performs the calibi-ations for the ranges currently set, 

Turns the PM demodulation display off. 


3-84 









R3132 Series Spectrum Analyzer Operation Manual 

3.4 List of Settings 

3.4 List of Settings 
3.4.1 Factory Defaults 

The table below lists the factory defaults (for both the analyzer parameters and settings). These values are 
used when the SHIFT and CONFIG(PRESET) keys are pressed. 


Table 3-1 Factory Defaults (R3132/N) 


Parameter 

Factory defaults 

Center frequency 

1.5GHz 

Frequency span 

3GHz 

Reference level 

OdBra (R3132). 

108.8dBpV (R3132N) 

Sweep time 

AUTO 20ms 

Resolution bandwidth (RBW) 

AUTO 3MHz 

Video bandwidth (VBW) 

AUTO 3MHz 

Input attenuator 

AUTO lOdB 

Trigger mode 

Free Run 

Trace mode 

A Write B Blank 

Detector mode 

A Normal B Normal 

Marker 

OFF 

Line 

OFF 

Window 

OFF 

Title function 

OFF 

Vertical graduation 

lOdB/div 
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3,4.1 Factory Defaults 


Table 3-2 Factory Defaults (R3162) 


Parameter 

Factory defaults 

Center frequency 

4GHz 

Frequency span 

80Hz 

Reference level 

OdBm 

Sweep time 

AUTO 120ms 

Resolution bandwidth (RBW) 

AUTO 3MHz 

Video bandwidth fVBW) 

AUTO 3MHz 

Input attenuator 

AUTO iOdB 

Trigger mode 

Free Run 

Trace nuxie 

A Write B Blank 

Detector mode 

A Norma! B Normal 

Marker 

OFF 

Line 

OFF 

Window 

OFF 

Title function 

OFF 

Vertical graduation 

lOdB/div 
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3.4.1 Factory Defaults 


Table 3-3 Factory Defaults (R3172) 


Parameter 

Factory defaults 

Center frequency 

13.25GHz 

T-requency span 

26.5GH/. 

Reference level 

OdBm 

Sweep time 

AUT'O 4()0ms 

Resolution bandwidth (RBW) 

AUTO 3MHz 

Video bandwidth (VBW) 

AUTO 3MHz 

Input attenuator 

AUTO lOdB 

Trigger mode 

Fh'ee Run 

Trace mode 

A Wi-ite B Blank 

Detector mode 

A Normal B Normal 

Marker 

OFF 

Line 

OFF 

Window 

OFl- 

Title function 

OFF 

Vertical graduation 

lOdB/div 
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3.4. J Facloiy Defaults 


Table 3-4 Factory Defaults (R3182) 


Parameter 

Factory defaults 

Center frequency 

20GHz 

Frequency span 

4 OGH 2 

Reference level 

OdBm 

Sweep time 

AUTO 60()ms 

Resolution bandwiddi (RBW) 

AUTO 3MHz 

Video bandwidth (VBW) 

AUTO 3MHz 

Input attenuator 

AUTO lOdB 

Trigger mode 

Free Run 

Trace mode 

A Write B Blank 

Detector mode 

A Normal B Normal 

Marker 

OFF 

Line 

OFf- 

Window 

OFF 

Title function 

OFF 

Vertical graduation 

lOdB/div 
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3.4.2 Defaults Configuration Values 


3.4.2 Defaults Configuration Values 

These are the default settings used when the Default Conjig softkey is pressed. 

Table 3-5 Values for Default ConHg 


Parameter 

Default Setting 

Copy destination setting 

Printer 

Printer type 

PCI. 

Screen output mode 

COLOR 

Menu output 

ON 

Papei' Feed 

ON 

Bitmap output mode 

COLOR 

Bitmap compression mode 

OFF 

Automatic file number increment 

ON 

Bitmap file number 

0 

GPIB address 

8 

Baud rale 

96(}()bps 

Data length 

8 

Stop bit length 

1 

Parity bit type 

None 

XON/XOFF signal output 

ON 

Date display mode 

LONG 

Date format 

Year/month/date 

Screen color 

Color 1 

Reverse video 

OFP 
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4.J GPIB Command index 


4 REMOTE PROGRAMING 

4.1 GPIB Command Index 

This GPIB command index can be used as the index for Chapter 4. 


GPIB Command 


Pages GPIB Command 


Pages 


*CLS 

^'-ESH 

*BSR 

^IDN 

='^RST 

ASRE 

^^STB 

’^TST 


0 


3 . 

4 . 

5 . 

6 . 

7 . 

8 . 

9. 

AA. 

AAVG OFF. 

AAVG ON. 

AB. 

ABA. 

ACP. 

ACP [ONj. 

ACP OFF. 

ACPBSW OFF.. 
ACPBSWON... 

ACPEXE. 

ACPREF. 

ACPSCR CARR 
ACPSCR FULL 
ACPSCR SEPA 

ACPST DEE. 

ACPST MNl. 


4-48 

4-48 

4-45 

4-45 

4-45 

4-46 

4-44 

4-45 

4-45 

4-45 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-48 

4-25 

4-28 

4-28 

4-28 

4-28 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 

4-39 


ACPST USR... 

ADG [ON]. 

ADG OFF. 

ADEA. 

AF. 

AG. 

AGC. 

AGCNT. 

AGE. 

AGE OFF. 

AGE ON. 

ACiP. 

AGR. 

AGS. 

AGSGL. 

AI. 

AM AX OFF. 

AMAX ON. 

AMIN OFF. 

AMIN ON. 

AMMOD [ON] 
AMMOD OFF. 

ANO. 

ANl. 

AN2. 

AN3. 

AN4. 

ANNOT OFF... 

ANNOT ON. 

ANORM OFF.. 
ANORM ON,... 

ANT OFF. 

ANTO. 

ANTI. 

ANT2. 

ANT3. 

ANT4. 

APAVGOFF... 
APAVGON. 


4-39 

4-39 

4-39 

4-28 

4-41 

4-28 

4-28 

4-28 

4-24 

4-24 

4-24 

4-28 

4-28 

4-28 

4-28 

4-25 

4-28 

4-28 

4-28 

4-28 

4-35 

4-35 

4-41 

4-41 

4-41 

4-41 

4-41 

4-46 

4-46 

447 

4-47 

4-41 

4-41 

4-41 

4-41 

4-4! 

4-41 

4-28 

4-28 
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4.1 GPIB Command Index 


AR. 4-47 

AS. 4-26 

ASTORH. 4-29 

AT. 4-23 

AUNITS DBM. 4-25 

AUNITSDBMV. 4-25 

AUNITS DBUV. 4-25 

AUNITS V. 4-25 

AUNITS W. 4-25 

AV. 4-28 

AW. 4-28 

BA. 4-25 

BAA. 4-28 

BAVGOFF. 4-29 

BAVGON. 4-29 

BB. 4-28 

BG. 4-29 

BGC. 4-29 

BGCNT. 4-29 

BGP. 4-29 

BGR. 4-29 

BGS. 4-29 

BGSGL. 4-29 

BMAXOFF. 4-28 

BMAXON... 4-28 

BMINOFF. 4-29 

BMINON. 4-29 

BMP. 4-44 

BND. 4-23 

BNDLCOFF. 4-23 

BNDLCON. 4-23 

BPAVGOFF. 4-29 

BPAVGON. 4-29 

BSTORE. 4-29 

BV. 4-28 

BW. 4-28 

CA. 4-22 

CARRBS. 4-39 

CCOFF. 4-42 

CC ON. 4-42 

CDBOFF. 4-35 

CDB ON. 4-35 

CF. 4-22 

CFCH. 4-23 

CH. 4-23 

CHED!. 4-23 

CHED2. 4-23 

C:HED3. 4-23 


CHTBLl ENBL. 4-23 

CHTBL2DSBL. 4-23 

CHTBL2ENBL. 4-23 

CHTBL3 DSBI.. 4-23 

CHTBL3ENBL. 4-23 

CLALI. 4-42 

CLCRHF. 4-42 

CLDREF. 4-42 

CLFREF. 4-42 

CLGAIN. 4-42 

CLLOG... 4-42 

CLMAG. 4-42 

CLN. 4-42 

CLPBW. 4-42 

CLRBW. 4-42 

CLSREF. 4-42 

CLSTBP. 4-42 

CM). 4-38 

CNi... 4-38 

CN2. 4-38 

CN3. 4-38 

CNAVG. 4-36 

CNAVG[ON,j. 4-36 

CNAVG OFF... 4-36 

CMS. 4-36 

CNISOFF. 4-36 

CMS ON. 4-36 

CNOFSDEL. 4-36 

CNOFSIN. 4-36 

CNRBS. 4-38 

CNSiGOFF. 4-36 

CNSIGON. 4-36 

CONTS. 4-26 

COUNTOFF. 4-38 

COUNT ON. 4-38 

CP OFF. 4-32 

CP ON. 4-32 

CPLMK[0N]. 4-32 

CPLMKOFF. 4-32 

CRANT. 4-41 

CRLVL. 4-41 

CROFF. 4-41 

CRON. 4-41 

CRDEL. 4-41 

CRIN. 4-41 

CS. 4-22 

CSBSDEL. 4-39 

CSBSIN. 4-39 


CHEDDEL. 4-23 

CHEDIN. 4-23 

CHTBLl DSBI. 4-23 


DB. 4-48 

DCO. 4-35 

DCl. 4-35 
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4.1 GPIB Command Index 


DC2. 4-35 

DD. 4-25 

DHL. 4-43 

DBLn. 4-43 

DET. 4-29 

DETNEG. 4-29 

DBTNRM. 4-29 

DET POS. 4-29 

DETSMP. 4-29 

DETB. 4-29 

DETBNEG. 4-29 

DETBNRM. 4-29 

DETB POS. 4-29 

DETBSMP. 4-29 

DI.. 4-31 

DLOFF. 4-31 

DLON. 4-31 

DLO. 4-45 

DLl. 4-45 

DF2. 4-45 

DL3. 4-45 

DL4. 4-45 

DS. 4-34 

DY. 4-33 

F. 4-48 

FMCDBTNRM. 4-41 

BMCDETPFAK. 4-41 

FMCDFTQP. 4-4! 

ENT. 4-48 

ERRNO. 4-46 

EX. 4-27 

EXP. 4-48 

FA. 4-22 

EACH. 4-23 

FACHO. 4-23 

FB. 4-22 

FBCH. 4-23 

FBCHO. 4-23 

PC OFF. 4-42 

FCON. 4-42 

FINPMDCHl. 4-23 

FINPMDCH2. 4-23 

FJNPMDFREQ. 4-23 

FMALL. 4-47 

FMAPR. 4-47 

FMAVG. 4-47 

FMDEMOFF. 4-46 

FMDEMON. 4-46 

FMDEV. 4-47 

FMDEVOFF. 4-47 

FMDEV ON. 4-47 


FMLA. 

FMLIN OFF. 

FMLIN ON. 

FMLMAX. 

FMLMD OFF... 

FMLMDON. 

FMLMIN. 

FMLOFS. 

FMLSLP. 

FMLSMP. 

FMMEAS. 

FMMEAS [ON] 
FMMEAS OFF. 

FMMODF. 

FMMODFON... 

FMNPK. 

FMONLY. 

FMPPK. 

FMRNG. 

FMRPF. 

FMSEN OFF. 

FMSEN ON. 

FMSRNG. 

FMSRNGS. 

EMSUN. 

FT) [ON.]. 

FOOFF. 

FPL. 

FPU. 

FS. 

FX. 

FX OFF. 

FX ON. 

GEX OFF. 

GEX ON. 

GTEX. 

GTPOS. 

GTSLP-. 

GTSLP -h. 

GTSLP FALI. 

GTSLP RISE. 

GTSRC. 

GTSRC EXT. 

GTSRC TVH. 

GTSRC TVV. 

GTSWP OFF. 

GTSV7P ON. 

GTTVH. 

GTWID. 

GZ. 

HCCMPRS OFF 


4-47 

4-47 

4-47 

4-47 

4-47 

4-47 

4-47 

4-47 

4-47 

4-47 

4-35 

4-35 

4-35 

4-35 

4-35 

4-47 

4-47 

4-47 

4-46 

4-47 

4-46 

4-46 

4-47 

4-47 

4-46 

4-22 

4-22 

4-30 

4-30 

4-22 

4-32 

4-32 

4-32 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-26 

4-48 

4-44 
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4.1 GPIB Command Index 


HCCMPRS ON.... 

HCDBV FDD. 

HCDEV PRT. 

HCFILE. 

HCIMAG COl. 

HCIMAGGRY.... 
HCIMAG MON... 
HCIMAG SCOL.. 

HCOPY. 

HSOFF. 

HS[ON]. 

HZ. 

IMAVG.... 

IMAVG 10N,\ . 

JMAVG OFF.. 

IMGSPOFF. 

IMGSP ON. 

IMHS OFF. 

IMHS ON. 

1MLS3... 

IMLS5. 

IMLS7. 

1MLS9. 

IMM OFF. 

IMM ON. 

IMMDF. 

IMMREF. 

IMMRES. 

IMODR. 

IMPFC OFF. 

IMPFCON. 

IP... 

KZ. 

LIMAPOS ABS.... 
ElMAPOS BOTM 
LIMAPOS CENT, 
LIMAPOS REE..., 
LIMAPOS TOP.,,. 

LIMASFT. 

LIMPOS ABS. 

LIMPOS CENT.... 

LIMPOS LPT. 

LIMPOS REL. 

LIMSFT. 

LIMTYPFREQ.... 

UMTYPTIME. 

LLl. 

LMTA OFF. 

LMTA ON. 

LMTADEL. 

LMTAIN. 


.. 4-44 LMTBOFF. 4-30 

.. 4-44 LMTB ON. 4-30 

., 4-44 LMTBDEL. 4-30 

.. 4-44 LMTBIN. 4-30 

,. 4-44 LOF. 4-44 

,. 4-44 LON. 4-44 

.. 4-44 LS. 4-22 

.. 4-44 LTSP. 4-22 

.. 4-44 LVFOFF. 4-24 

.. 4-25 LVFON. 4-24 

.. 4-25 LVFDBL... 4-24 

.. 4-48 LVFIN. 4-24 

.. 4-37 MO. 4-34 

.. 4-37 Ml. 4-34 

-. 4-.37 M2. 4-34 

.. 4-23 M3... 4-34 

.. 4-23 MA... 4-48 

.. 4-37 MC... 4-34 

.. 4-37 MDFI... 4-32 

- 4-37 MDF2. 4-32 

- 4-37 MDL1..... 4-32 

4-3? MDL2... 4-32 

.. 4-37 MF. 4-32 

.. 4-37 MFl. 4-32 

,.4-37 MIS. 4-32 

.. 4-37 MR... 4-32. 4-33 

.. 4-37 MKBW. 4-35 

4-37 MKCF. 4-34 

.. 4-.37 MKCS. 4-34 

-. 4-37 MKD..... 4-32 

.. 4-37 MKMKS... 4-34 

..4-44 MKN... 4-32.4-33 

,. 4-48 MKOFF... 4-32 

.. 4-30 MKRL. 4-34 

,. 4-30 MKTRACETRA. 4-32 

,. 4-30 MKTRACETRB. 4-32 

,. 4-30 ML. 4-32 

.. 4-30 MLFI. 4-33 

.. 4-30 MLFIO. 4-33 

,. 4-30 MLF2. 4-33 

,. 4-30 MLF3. 4-33 

, 4-.30 MLF4. 4-33 

.. 4-30 MLF5. 4-33 

.. 4-30 MLF6. 4-33 

. 4-30 MLF7... 4-33 

. 4-30 MLF8. 4-33 

. 4-23 MLF9... 4-33 

. 4-30 MLNl... 4-33 

. 4-30 MENU). 4-33 

. 4-30 MLN2. 4-33 

. 4-30 MLN3. 4-33 
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4.1 GRIB Command Index 


MLN4. 

MLN5. 

MLN6. 

MLN7. 

MLN8. 

MLN9. 

MLT OFF. 

MLT ON. 

MLTSCR FV... 
MLTSCR OFF 
MLTSCR TT... 
MLTSCR ZM . 

MMS. 

MN. 

MO. 

MPA. 

MPM. 

MR. 

MS. 

MSEC. 

MTCF. 

MTCS. 

MTMKS. 

MTSP. 

MV. 

MW. 

MXE. 

MXl. 

MZ. 

N1. 

NIC. 

NIF. 

NTM. 

NIU. 

NORM EX . 

NORM OFF,.., 

NORM ON. 

NQST OFF. 

NQST ON. 

NSEC. 

NV. 

NXl. 

NXP. 

NXR. 

OBW. 

OBW OFF. 

OBWEXE. 

OBWPER. 

OBWST DBF... 
OBWST MNL., 
OBWST USR.,. 


4-33 OHM50. 4-25 

4-33 OHM75. 4-25 

4-33 OBW. 4-38 

4-33 SPM . 4-39 

4-33 OPF. 4-30 

4-33 OPR. 4-45 

4-33 OPREVT. 4-45 

4-33 PER. 4-48 

4-31 PFCOFF. 4-30 

4-31 PFCON. 4-30 

4-31 PFEEDOFF. 4-44 

4-31 PFBEDON. 4-44 

4-32 PFJ. 4-30 

4-32,4-33 PJAVGiON,]. 4-36 

4-32 PJAVGOFF. 4-36 

4-32 PJIT. 4-36 

4-32 PJTTOFF. 4-36 

4-34 PJIT ON. 4-36 

4-48 PJSIGOFF. 4-36 

4-4B PJSIG ON. 4-36 

4-34 PJSRTO. 4-36 

4-34 PJSTPO. 4-36 

4-34 PKCF. 4-34 

4-34 PKLST. 4-33 

4-48 PKRI. 4-34 

4-48 PKTHIRD. 4-35 

4-23 PKZOOM. 4-22 

4-23 PLSFREQ. 4-33 

4-48 PLS LEVEL. 4-33 

4-35 PLS OFF. 4-33 

4-35 PPA. 4-22 

4-35 PPM. 4-22 

4-35 PRT COl. 4-44 

4-35 PRTGRY. 4-44 

4-47 PRT MOL. 4-44 

4-47 PRTMOS. 4-44 

4-47 PRTSCOLL. 4-44 

4-39 PRTSCOLS. 4-44 

4-39 PRTCMDESC. 4-44 

4-48 PRTCMDESCR. 4-44 

4-48 PRTCMDPCL. 4-44 

4-32 PS. 4-32 

4-32 PSI. 4-33 

4-32 PSN. 4-33 

4-38 PSU. 4-33 

4-38 PU. 4-35 

4-38 PWAVG. 4-38 

4-38 PWCH. 4-38 

4-39 PWCHSTDEF. 4-38 

4-39 PWCHSTMNL. 4-38 

4-39 PWCHSTUSR. 4-38 
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4.1 GPIB Command Index 


PWM. 4-38 

PWTM. 4-38 

PWTOTAL. 4-38 

QA. 4-41 

QPO. 4-41 

QPl. 4-41 

QP2. 4-41 

QP3. 4-41 

QPAUTO. 4-41 

RB. 4-25 

RC. 4-43 

RCii. 4-43 

RFACT. 4-39 

RFE. 4-44 

RFl. 4-44 

RL. 4-25 

RLN. 4-31 

RLNOFF. 4-31 

RLN ON. 4-31 

RO ION.]. 4-25 

ROOFF. 4-25 

RQS. 4-45 

50 . 4-45 

51 . 4-45 

52 . 4-45 

SAM. 4-35 

SC. 4-48 

SCRSFXTRA. 4-31 

SCRSELTRB. 4-31 

SD. 4-35 

SDV. 4-35 

SETD ATE DATE. 4-46 

SETTLME TIME. 4-46 

SFM. 4-35 

SG. 4-32 

SGOFP. 4-32 

SGON. 4-32 

SI. 4-26 

SIGIDOFF. 4-23 

SIGIDON. 4-23 

STMS OFF. 4-40 

SIMS ON. 4-40 

SN. 4-26 

SNGLS. 4-26 

SOF. 4-35 

SON. 4-35 

SP. 4-22 

SPM. 4-39 

SPMOFF. 4-39 

SPMMODABS. 4-40 

SPMMODREl. 4-40 


SPMSTDEF. 4-39 

SPMSTMNL. 4-39 

SPMSTUSR. 4-39 

SPRCNTION.]. 4-40 

SPRCNTOFF. 4-40 

SI’RDBl. 4-40 

ST’RFIN. 4-40 

SPRIN. 4-40 

SPRJ LOW. 4-40 

SPRJ UP. 4-40 

SPRTBl. 4-40 

SPRTIN. 4-40 

SPURI. 4-40 

SPURIFREQ. 4-40 

SPURI OFF. 4-40 

SPURI TIME. 4-40 

SQEfON,]. 4-35 

SQEOFF. 4-35 

SR. 4-26 

ST. 4-26 

SV. 4-43 

SVANT OFF. 4-43 

SVANTON. 4-43 

SVCHOFF. 4-43 

SVCHON... 4-43 

SVLIM 1. 4-43 

SVLIM2. 4-43 

SVLIM 3... 4-43 

SVLIM OFF. 4-43 

SVLIM ON. 4-43 

SVLVLOFF... 4-43 

SVLVLON. 4-43 

SVn..... 4-43 

SVNRM OFF. 4-43. 4-47 

SVNRM ON. 4-43. 4-47 

SVOLSSOFF. 4-43 

SVOLSSON. 4-43 

SVSETOFF. 4-43 

SVSETON. 4-43 

SVSPROFF. 4-43 

SVSPRON. 4-43 

SVTRCOFF. 4-43 

SVTRCON... 4-43 

SW. 4-26 

SWM... 4-26 

SWPCNT. 4-28. 4-29 

SYMRT. 4-39 

TA. 4-28 

TAA. 4-45 

TAB... 4-45 

TB. 4-28 
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4.1 GPIB Command Index 


TBA. 4-45 

TBB. 4-45 

TG. 4-47 

TGA. 4-47 

TGF. 4-47 

TGL. 4-47 

TGM. 4-47 

TN. 4-38 

TPL. 4-29, 4-44 

TPS. 4-29, 4-44 

TRGDT. 4-27 

TRGSRC. 4-27 

TRGSRCEXT. 4-27 

TRGSRC FREE. 4-27 

TRGSRC LINE. 4-27 

TRGSRC TVH. 4-27 

TRGSRC TVV. 4-27 

TRGSRC VIDEO. 4-27 

TRIGSLP-. 4-27 

TRIGSLPFALL. 4-27 

TRIGSLP RISE. 4-27 

TRIGSLP+. 4-27 

TS. 4-26 

TVH. 4-27 

TVHNT. 4-27 

TVHPS. 4-27 

US. 4-48 

USBC. 4-48 

UV. 4-48 

VA. 4-25 

VB. 4-25 

VI. 4-27 

VIDMOD. 4-35 

VIDMODiON]. 4-35 

VIDMOD OFF. 4-33 

VOLT. 4-48 

WDOOFF. 4-31 

WDOON. 4-31 

WDOSWPOFF. 4-3! 

WDOSWPON. 4-31 

WDX. 4-31, 4-38 

WLX. 4-31. 4-38 

WRBWOFF. 4-25 

WRBWON. 4-25 

XDB. 4-35 

XDI.. 4-35 

XDR. 4-35 

ZMPOS. 4-3 J 

ZMWID. 4-31 

ZS. 4-22 
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4.2 GPIB Remote Programming 


4.2 GPIB Remote Programming 

The spectrum analyzer is equipped with a GPIB (General Purpose Interface Bus) that complies with IEEE 
Standard 488.1-1978. This bus allows you to attach and use an external device to remotely conti'ol the spec¬ 
trum analyzer. 

4.2.1 GPIB 

The GPIB is a high-performance interface bus used to connect measuring instruments to a computer. 
lEEl^ Standard 488.1-1978 defines the operations of the GPIB. Since the GPJB has a bus-configured in¬ 
terface, connected devices are designated by assigning them a specific address. You can connect up to 15 
devices in parallel using a single bus. GPIB devices perform one or more of the following functions; 

• Talker Sends data to the bus. Only one active talker can exist on the GPIB bus. 

• Listener Receives data from the bus. Multiple active listeners can exist on the GPIB bus. 

• Controller Specifies which devices are designated as “talkers” or “listeners”. Only one active con- 

Uoller can operate on the GPIB bus. Controllers used to control IFC and REN mes¬ 
sages are referred to as system controllers. 

When there are multiple controllers attached to the bus. the system controller becomes the active controller 
by default. Otlier devices that can act as controllers operate as addressable devices when the system is ac¬ 
tivated. 

The I’CT (Take Control) interface message is used to set a controller other than the system controller as 
the active controller. After this setting is made, the system controller becomes inactive. 

The controller controls the entire system by sending interface messages or device messages to each mea¬ 
suring instrument. The functions of the messages are; 

• Interface message; messages used to control the GPIB bus 

• Device message: messages used to control specific devices 
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4.2.2 GPJB Setup 


4.2.2 GPIB Setup 

(1) Connecting the CjPIB 

The following figure shows the standard GPIB connector and how it can be connected in parallel, 
or “stacked” with other connectors. Attach the GPIB connectors and secure them by tightening the 
screws to prevent them from coming apart during use. 



The following conditions should be observed when using a GPIB interface: 

• The total GPIB cable length in a single bus system must not be more than 20 m (you can calculate the 
current cable length using the formula total length = n x 2 m. where, n is the number of devices to be 
connected, including the GPIB controller). 

• No more than 1.5 devices can be connected to a single bus system. 

• There are no restrictions concerning the method of connection between cables. However, no more 
than three GPIB connectors should be connected to a single device, since more than this may damage 
the connector mounting due to excessive strain, 

(Example) The total cable length in a system with five devices should be tOm or less (2 m x 5 de¬ 
vices = 10 m). There is no restriction on the length of the cables between the individual 
devices as tong as the total length does not exceed 10 m. However, if you connect 10 
devices or more, make sure that at least some of the cables attaching the devices are less 
than 2 m so that the total is less than 20 m. 


4-9 






R3132 Series Spectmm Analyzer Operation Manual 


4.2.3 GPiB Interface Functions 

(2) Setting the GPIB Address 

The GPiB Address dialog box is displayed. 

1. Press CONFIG and GPIB. 

The GPIB Address dialog box is displayed. 

2. Use the data knob, the step keys, or the numeric keys to set the GPIB address as 
required. 

3. Press ENTER (Hz) to set the address. 

(3) Turning the display off 

If the screen display is turned off. the speed of measurements made using GPiB control increases. 

1. Press CONFIG and Annotation ON/OFF (OFF), 

OFF is selected, and all indications except for the trace are removed. 

4.2.3 GPIB Interface Functions 


Code 

Description 

SHI 

Source handshake 

AHl 

Acceptor handshake 

T6 

Basic talker, serial polling, listener-specified talker cancel 

TFiO 

Extended talker (not available) 

1.4 

Basic listener function, talker-specified listener cancel 

LEO 

FAiended listener (not available) 

SRI 

Service request function 

RLl 

Remote, local, local lockout 

PPO 

Parallel polling (not available) 

DCl 

Device clear 

DTO 

Device trigger (not available) 

CO 

System controller (not available) 

El 

Using open-collector bus driver 
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4.2.4 Responses to Interface Messages 


4.2.4 Responses to Interface Messages 

The IEEE Standard 488.1-1978 defines how the spectrum analyzer responds to interface messages. The 
responses are described in this section. 

For information on how to send interface messages to the spectrum analyzer, refer to the instruction man¬ 
ual of the controller you are using. 

(1) Interface Clear (IFC) 

The IFC message is transmitted directly to the spectrum analyzer through a signal line. The message 
allows the spectrum analyzer to stop the operation of the GPIB bus. Although all input/oiitput oper¬ 
ation is stopped, the input/output buffer is not cleared. Note that the DCL is used to clear the buffer. 

(2) Remote Finable (REN) 

The REN message is transmitted directly to the spectrum analyzer through a signal line. If the spec¬ 
trum analyzer is specified as a listener when the message is true, the spectrum analyzer is in remote 
mode. The spectram analyzer remains in remote mode until the GTE message is received, REN 
becomes false, or you press the LOCAL key. 

When the spectrum analyzer is in local mode, it ignores all received data, and key inputs (except for 
LOCAL key input) and when the spectnim analyzer is in LOCAL LOCKOUT mode, it ignores all 
key input. 

(3) Serial Polling Enable (SPE) 

When the spectrum analyzer is receiving a message from an external device, it is in serial polling 
mode. 11' the spectrum analyzer is specified as a talker in this mode, it sends status bytes instead of 
normal messages. The spectrum analyzer remains in the serial polling mode until the SPD (Serial 
Polling Disable) message or the IFC message is received. 

When the spectrum analyzer sends an SRQ (Service Request) message to the controller, bit 6 (RQS 
bit) of the response data is set to 1 (Ime). When the spectrum analyzer has finished sending this mes¬ 
sage, the RQS bit reverts to 0 (false). The SRQ message is sent directly through a signal line. 

(4) Device Clear (DCL) 

When the spectrum analyzer receives a DCL message, it performs the following actions: 

• Clears the input and output buffers. 

• Resets syntax analysis, execution control, and response data generation. 

• Cancels all commands that prevent the remote command from being executed next. 

• Cancels commands that are paused to wait for other parameters. 

When the spectrum analyzer receives the DCL message, it does not do the following: 

• Changes data set or stored in the spectrum analyzer. 

• Interrupt front panel operation. 

• Modify or interrupt any spectrum analyzer operations being executed. 

• Change any status bytes other than MAV (MAV becomes 0 when the output buffer is cleared). 


4-11 






R3132 Series Spectrum Analyzer Operation Manual 
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(5) Selected Device Clear (SDC) 

The SDC message operates in the same manner as the DCL message. However, it is executed only 
when the spectrum analyzer is a listener. In other cases, the SDC message is ignored, 

(6) Go to Local (GTL) 

The GTL message puts the spectrum analyzer into local mode. In local mode, all the operations nor¬ 
mally accessible from the front panel are available. 

(7) Local Lockout (LLO) 

The LLO message puts the spectrum analyzer in the local lockout mode. If the spectrum analyzer is 
set to the remote mode when this is done, ail operations normally available from the front panel are 
disabled (note that in the normal remote mode, you can perform front panel operations using the 
LOCAL key). 

You can use one of the following three methods to set the spectrum analyzer to local mode from the 
local lockout mode; 

• Send a GTL message to the spectrum analyzer 

• Set the REN message to false (the local lockout mode will be canceled) 

• Turn the spectrum analyzer power off and on again 

4.2.5 Message Exchange Protocol 

The spectrum analyzer receives program messages from controllers or other devices through the GPIB bus 
and generates response data. Program messages include commands, queries (commands used to query re¬ 
sponse data) and data. The procedure used to exchange these commands, queries and data is explained in 
this section. 


{1) GPIB Buffers 

The spectmiii analyzer is equipped with the following two buffers: 

(a) Input Buffer 

The input buffer is used to store data temporarily for command analysis (it has a length of 1024 
bytes so an input larger than this is ignored.) 

Use either of the following two methods to clear this buffer: 

• Tum the spectrum analyzer power on. 

• Execute DCL or SDC. 

(b) Output Buffer 

The output buffer is used to store data which is going to be read from the controller (1024 bytes). 
Use either of the following two methods to clear this buffer: 

• Turn the spectrum analyzer power on. 

• Execute DCL or SDC, 
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4.2.6 Command Syntax 


( 2) Message Exchange 

GPIB control between a controller and a device consists of two main elements; command message 
analysis (by the parser) and response data generation, These are explained below. 

(a) Parser 

The parser receives command messages in the order of reception from the input buffer, analyzes 
the syntax, and determines what the received command is. 

(b) Response Data Generation 

When the parser determines what the query is. the spectrum analyzer generates data in the output 
buffer in response (that is, to output data a query must be sent immediately before the data). 

4.2.6 Command Syntax 

Command programs for the spectrum analyzer are defined using the following format: 



(1) Header 

Two types of header are available: the common command header and the simple header. The com¬ 
mon command header has an asterisk (-0 at the beginning of the mnemonic. 

The simple header is a functionally independent command that has no hierarchical sti'ucture. 

You can form a query command by attaching a in the rear of a header. 

(2) Space (Space ChcU'acler) 

You should separate the header from the data by one or more spaces, how^ever spaces may be omit¬ 
ted. 

(3) Data 

When the command requires multiple data, data is separated by commas. A space may be inserted 
before or after each comma. For more information on data types, see Section 4.2.7 “Data Formats.” 

(4) Writing Multiple Commands 

You can write multiple commands by .separating them with semicolons in one line. 
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4.2.7 Data Formats 

The specU'um analyzer uses the following data formats for the input and output data. 
(1) Numeric Data 

There are three numeric data formats, any of which can be used for input. 
Some commands add units to the data when the data is input, 

The following shows the three numeric data formats. 


Integer type; NR I format 


“HI [Sign) I — I Number 


Fixed-point type: NR2 foimat 




^ [Sign] ■ 

Number I. 



Number 


• Floating-point type: NR3 format 



(2) Units 

The table below lists the units that you can use. 


Unit 

Exponential 

Description 

GZ 

"h? 

Frequency 

MZ 


Frequency 

KZ 

10'’ 

Frequency 

HZ 

~W 

Frequency 

VOI-T 


Voltage 

MV 

10-^ 

Voltage 

uv 


Voltage 

NV 

IcF’ 

Voltage 

MW 

10-^ 

Power 

DB 

7(7’ 

dB correspondence 

MA 

!()--' 

Electric Current 

SC 

7(7’ i 

Second 

MS 

H)--’ 

Second 

US 


Second 

PER 

.10*’ 

Percentage 

% 

7(7’ 

Percentage 
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4.2.8 Status Byte 

The spectmm analyzer has a hierarchical status register structure which complies with lEEK Standard 
488.2-1987. This is used to send information on the .status of various a.spects of a device to the controller. 
This section explains the status byte and event assignments operation models, 

(1) Status Register 

The spectrum analyzer uses the status register model defined by IEEE Standard 488,2-1987. This 
consists of a condition register, an event register and an enable register. 


Condition Event Enable 

register register register 



(a) Condition Register 

The condition register continuously monitors the status of devices, showing their latest status. 
However, this register is used internally, so no data can be written into or read out from this 
register. 

(b) Event Register 

The event register latches and retains the status information from the condition register (in some 
cases, it retains status changes). 

Once the register is .set, the condition is maintained until a query command reads out the 
information or the register is reset by means of the *CLS command. 

No data can be written into the event register. 

(c) Enable Register 

The enable register specifies which bit in the event register is to be used as the valid status to 
generate a summary. The enable register is ANDed with the event register. The OR of the result 
of the AND operation is generated as a summary. The summary is written into the following 
status byte registers. 

Any data can be written into the enable register. 

The following three types of status registers are used in the spectrum analyzer: 
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4.2,8 Status Byte 


• Status byte register 

• Standard event register 

• Standard operation status register 

The arrangement of the status registers of the spectrum analyzer are shown in Figure 4-1. 
The statu.s registers are shown in detail in Figure 4-2. 


Standard operation Standard event Output 

status register register buffer 



Seiwice request 


Figure 4-1 Arrangement of the Three Status Registers 
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4.2.8 Status Byte 


OPREVT? OPR 



Figure 4-2 Details of the Three Status Registers 
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4.2.8 Status Byte 


(2) Event Enable Register 

Each event register has an enable register to determine which bit is available. The enable register 
.sets the corresponding bit in decimal value. 

• Set of Service Request Enable Register: *SRH 

• Set of Standard Even Status Enable Register: =^ESE 

• Set of Operation Status Enable Register: OPR 

Example: Only the Measuring bit in the operation status register is available. 

The OF^R bit of the status byte register is set to 1 when the Measuring bit of the op¬ 
eration status register is set to one. 

PRINT (^■8;“0PR16” (An example of the program in N88BASIC) 
OUTPUT 708:“*OPR16'‘ (An example of the program for the HP200 and 

300 series) 

Example: The OPR (the summary of Operation Status Register) bit and ESB (the summary of 

Event Status Register) bit of the status byte register are available. 

The MSS bit of the status byte register is set to 1 when the OPR bit or the ESB bit 
is set to one, 

PRINT @8;"SRE160” (An example of the program in N88BAS1C) 
OUTPUT 708;’‘^SRE 160“ (An example of the program for the HP200 and 

300 series) 


(3) Standard Operation Status Register 

Bit assignments for the event register (which represents the standard operation status) is listed 
below: 


Bit 

Functional definition 

Description 

!5to 10 


This is always 0 

9 

Printing 

This is set to 1 at the end of printing 

8 

Averaging 

This is set to 1 when averaging i.s completed 

7 to 5 


This is always 0 

4 

Measuring 

Thi.s is set to 1 at the end of sequence measurement 

3 

Sweeping 

This is set to 1 when sweeping is completed 

2 to 1 


This is always 0 

0 

Calibrating 

This is set to 1 when calibration data acquisition finishes 
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(4) Status Byte Register 

The status byte register summarizes the information from the status register. In addition, a summaiy 
of the status byte register is sent to the controller as a service request. As a result, this register oper¬ 
ates slightly differently from the status register. This section explains the status byte register, 

The structure of the status byte register is shown in Figure 4-3. 



Figure 4-3 Structure of the Status Byte Register 

This status byte register has the same functions as the status register, except for the following three 
points; 

• The summary of the status byte register is written in bit 6 of the status byte register. 

• Bit 6 of the enable register is always valid and cannot be changed. 

• Bit 6 (MSS) of the status byte regi,ster writes the RQS of the service request. 

The register responds to serial polling from the controller. On doing so, bits 0 to 5 and bit 7 of the 
status byte register and the RQS tire read out. and then the RQS is reset to 0. Other bits are not 
cleared until each factor has been reset to 0, 

When the ^‘CLS and S2 commands are executed, the status byte register, the RQS bit, and the MSS 
bit can be cleared. Consequently, the SRQ line is now false. 
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4.2.8 Status Byte 


The table belo\^ explains the meanings of the bits in the status byte register. 


Bit 

Functional definition 

Description 

7 

OPR 

The OPR bit is a summaiy of the standard operation status 
register. 

6 

MSS 

The RQS bit is true when the MSS bit of the status byte 
register is set to 1. The MSS bit is the summary bit for the 
entire status data stiiicture. 

The serial polJ cannot read out the MSS bit. (However, the 
MSS bit is understood to be 1 when the RQS bit is 1,) 

To read the MSS bit. use the common command *STB?. 

The ’’’STB? command can read out bit 0 to 5 and bit 7 of 
the status byte register and the MSS bit. In this case, 
neither the status byte register nor the MSS bit can be 
cletu'ed. 

The MSS bit cannot become 0 until all the unmasked 
factors in the status register structure have been cleared. 

5 

ESB 

The ESB bit is a summary of the standard event register. 

4 

MAV 

Summary bit for the output buffer. 

This instrument does not use this bit. 

3 to 1 


This is always 0. 

0 

UCAL 

This is set to 1 when an signal level error occurs because 
the sweep is too fast. 
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(5) Standai'd event register 

The table below explains the meanings of the bits in the standard event register, 


Bit 

Functional definition 

Description 

7 

Power on 

This is set to 1 when the spectrum analyzer is 
switched on 

6 


This is always 0 

5 

Command Error 

This is set to 1 when the parser finds a syntax error 

4 

Execution Eirror 

This is set to 1 when the system fails to execute an 
instruction received as a GPIB command for some 
reason (such as out-of-range parameter) 

3 

Device Dependent 
Error 

This is set to 1 when errors other than command 
errors, execution errors, or qiiery errors occur 

2 

Query Firror 

This is set to 1 when no data exists or data has been 
deleted when the controller attempts to read out data 
from the spectrum analyzer 

1 

Request Conti'ol 

Not supported in the spectrum analyzer 

0 

Opei'ation Complete 

Not supported in the spectrum analyzer 
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4.2.9 GPIB Command Codes 

The following tables list the GPTB commands by function. 

Listener Code Column: An asterisk (=’‘) in the Listener Code Column indicates that the function re¬ 
quires numeric data together with the function code. 

The sign in the Listener Code Column indicates that the function requires 
character string data together with the function code. 

[ON]. [ON.] and numeric data are omissible. 

Siring data such as file name, label and so on can receive characters, which are 
found after the command and prior to the delimiter, as input values. However, 
when data begins with a “Z”, the characters between and are received as 
input. 

Output Formal Column: A comma (,) in the Output Format column indicates that multiple items are 

oiilpui. 

ON/OFF or AUTO/MANUAI. in the Output Format column indicates that the 
code outputs 1 or 0, respectively. 

Ail frequencies are in hertz (Hz), and all times are in seconds. Levels are out¬ 
put in the currently displayed unit. 


Table 4-1 FTequency (1 of 3) 


Function 

Listener Code 

Talker Request 

Code 

Output Format 


CF 

CF? 

Frequency 

I CF Step size 


CS'.^ 

Frequency 


CA 


0:Manual 

LAuto 

Frequency offset ON 

Ol-'F 

FO [ON.]’^^ 

FO OFF 

FO? 

FOON? 

Frequency 

0:OFF 

1 :ON 

Sturt frequency 

FA 

FA? 

Frequency 

Stop frequency 

FB 

FB? 

Frequency 

Frequency span 

SP* 

SP? 

Frequency 

Full span 

FS 

— 

— 

Zero span 

ZS 

— 

— 

Peak zoom 

PKZOOM 

Eomm 

— 

Last span 

LTSP 

LS 

— 

_ 

Preselector Auto 

Manual 

PPA 

PPM=^ 

PPM'.’ 

Integer (-127 to 127) (^4) 


(1) Preselector is available for the R3162/72/82 only. 
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4.2.9 GPIB Command Codes 


Function 


Frequency setting mode 

Frequency input mode 
Channel type 1 input 
mode 

Channel type 2 input 
mode 


Stan channel ofl'set 
Stop channel offset 
CaiTier channel setting 


Center channel selling 
Start channel setting 
Stop channel setting 
Cliannel type 1 

Table 1 input 
Table 2 input 
Table 3 input 

Table 1 for Channel type I 
finable 
Disable 

Table 2 for Channel type 1 
Enable 
Disable 

Table 3 for Channel type 1 
Enable 
Disable 


Channel type 


Internal mixer 
External mixer 


SignalIdcnt 


Image Suppress 


Band selection 


Bund lock 


Input 

Deletion 


Table 4-1 Frequency (2 of 3) 


Listener Code 


FINPMD FREQ 
FTNPMD CHI 


FINPMD CH2 


FACHO 


FBCHO 


FACH 

___ 

CHEDl 

CHED2 

CHED3 


CHTBIJ ENBL 
CHTBLl DSBL 

CHTBL2 ENBL 
CHTBL2 DSBL 

CHTBL3 ENBL 
CHTBL3 DSBL 

VK 

CHEDIN 

CHEDDEL 


SIGID ON 
SIGID OFF 


IMGSP ON 
IMGSP OFF 


BND 


Talker Request 


Output Format 




FACHO? 


FBCHO? 


CFCH'.’ 

fach” 

FBCH-’ 


Frequency 


Frequency 

Integer (channel number) 
Integer (channel number) 
Integer (channel number) 
Integer (channel number) 


CHTBLl? 


CHTBL2? 


CHTBL3? 


0;Enable 
J:Disable 

OTinable 
1: Disable 

0:Enabie 
I ;Disable 




SIGID? 


IMGSP? 


BND? 

BNDLC? 


0:INT (Internal) 

1 :EXT(Exiemal) 


0;OFF 

LON 


():OFF 

LON 



(*1) Specify the asterisks in order of the start channel number, slop channel number, start frequency, chan¬ 
nel spacing and channel offfset. 

(=*^2) Specify the asterisks in order of the channel number, carrier frequency, start frequency and stop fre¬ 
quency. 
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Table 4-1 Frequency (3 of 3) 



(’^3) Specify asterisks (*) in the order of frequency, level (n-) and level {n+). 
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Table 4-2 Level 


Function 

Listener Code 

Talker Request | 

Code 

Output Format 

Reference level 

RL 

RI,.? 

Level 

AIT 

AT« 

AT? 

Level 

A'n' auto 

AA 

AA? 

0:Manual 




UAulo 

XdB/Div 

DD 

DD? 

0; lOdB 




i: 5dB 




2: 2dB 




3: IdB 

Linear x 1 

LLl 

— 

— 

l..evei offset ON 

RO [ON,!^ 

RO? 

Level 



ROON? 

0;OFF 

OFF 

RO OFF 


1 :ON 

Hi Sens ON 

HS[ONj 

HS? 

0: OFF 


HS OFF 


1: ON 

Input 50 Q 

OHM50 

OHM.' 

0:500 

75 0 

OHM 75 


1:750 (=U) 

Display unit 




dBm 

AUNTTS DBM 

A UMTS? 

0:dBm 

dBmV 

AUNITS DBMV 


UdBmV 

dBjiV 

AUNITS DBUV 


2:dBpV 

Volts 

AUNITS V 


5;V 

Watts 

AUNITS W 


6:W 


Table 4-3 BW 


Function 

Listener Code 

Talker Request 

Code 

Output ]'''ornial 

RBW 

RB=i' 

RB? 

Frequency (’*'3) 

RBW auto 

BA 

BA? 

0:Manuai 

LAuto 

VBW 

VB^ 

VB? 

Frequency (‘" 2 ) 

VBW auto 

VA 

VA? 

0:Manual 

LAuto 



AL? 

0:Manual 

1 :Auto 



W'RBW? 

0:OFF 

!:ON 


() Only the R3132 can use both 50 Q. and 75 Q as the input impedance. 

0''2) When the wide RBW is turned on. the VBW is set at 0 Hz. 

{•'3) The RBW is set to 0 Hz when OPT73 (FM Demod) is turned on. and Range is set to 500 kHz/or more. 
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Table 4-4 Sweep 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Sweep time 


|g|2j|||||[^H 

Sweep Time 




Sweep Time 

SWP auto 

AS 

AS? 

0; Manual 

1 :Auto 

Sweep mode 


SWM? 

0;Normai & Full 

1 :Normal & Win 

20:Single & Full 

21 :Single & Win 

Sweep mode :Normal 

CONTS 

— 

— 


SN 

— 

— 

Sweep mode .-Single 

SI 

— 

— 


SNGLS 

— 

— 

Take Sweep (Used to wait 
until the sweep is complete.) 


— 

— 

Sweep Reset & Stan 


— 

— 

Gale Sweep ON 


GTSWP? 

0:OFF 

OFF 



EON 

Gate position 


GTPOS‘^ 

Time 

Gate width 

GTWID 

GTWID? 

Time 

Gate Slope - 

Gate Slope + 

GTSLP ~ 

GTSLP FALL 

GTSLP -r 

GTSLP RISE 

GTSLP'.’ 

0:+ 

Gate Source 


GTSRC? 

3:TV-V 

4:TV-H 

5: EXT 

Gate Source EXT Trigger 

GTSRC EXT 

— 

— 


GTEX^' 

GTEX? 

Level (Real number) 

TV-V 

GTSRC TVV 

— 

. — 

TV-H 

GTSRC TVH 

— 

— 


GlTVH=-= 

GTTVH? 

No. (Integer) 

External Gale IN ON 

GEX ON 

^mii 

0:OFF 

l:ON 

OFF 

GEX OFF 
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4.2.9 GPIB Command Codes 


Table 4-5 Trigger 


Function 


Listener Code 


Talker Request 


Code 

Output T'ormat 

Trigger Mode 



TRGSRC? 

0:Free RUN 

1 :Line 

2:Video 

3:TV-V 

4:TV-H 

5:Bxt, 

FREE REN 


TRGSRC FREE 

— 

—- 

LINE Trigger 


TRGSRC LINE 

— 

— 

VIDEO Trigger 


TRGSRC VIDEO 

— 

— 



VI * 

VI? 

%(Integer) 

External Trigger 


TRGSRC EXT 

EX 

EX? 

Level (Rea! number) 

TV-V Trigger 


TRGSRC TVV 

— 


TV-H Trigger 


TRGSRC TVFI 

TVH ^ 

TVH‘> 

No,(integer) 

Trigger Slope 

+ 

TRlGSLP-f 

TRIGSLP RISE 

TRIGSLP? 

0: + 

Trigger Slope 


TRIGSLP- 
TRIGSLP FALL 


1: - 

TV system NTSC 


TVHNT 

TVSYS? 

1: NTSC 

1 PAL&SECAM 

TVHPS 


0: PAL&SECAM 

Trigger Delay 


I'RGDT 

TRGDT'' 

Time 
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Table 4-6 Trace (1 of 2) 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Trace A 


I’A? 

HI LOW 

0: 0: Write 

LNORM 1:View 

2:A-DL~^A 2: Blank 

3:A-B^A 3; Max Hold 

4:B-A"^A 4: Min Hold 

5: 5: Averaging 

6; 6: Power AVG 

A write 

AW 

— 

— 

A view 

AV 

— 

— 

A blank 

AB 

— 

— 

A max. hold 

AMAX ON 

AMAX? 

{):OFF 

A max. hold OFF 

AMAX OFF 


LON 

A min hold 

AMIN ON 

AMIN? 

();OFF 

A min hold OFF 

AMIN OFF 


LON 

A Averaging times 

SWPCNT 

SWPCNT? 

Average limes 


AG - 

AG-.’ 

Average limes 

Start 

Stop 

AAVG ON 

AGR 

AAVG OFF 

AGS 

AAVG? 

0:OFT' 

LON 

Pause 

AGP 

AGP’ 

OiContinue 

Continue 

AGC 


] :Pause 

1 time 

AGSGL 

AGSGL? 

0:Continuous 

continuous 

AGCNT 


1:1 time 

Power Average AON 

APAVG ON 

APAVG? 

0: OFF 

OFF 

APAVG OFF 


L ON 

Pause 

AGP 

AGP? 

0; Continue 

Continue 

AGC 


1: Pause 

1 time 

AGSGL 

AGSGL? 

0: Continuous 

continuous 

AGCNT 


L 1 time 

Math A A-B^A 

ABA 

— 

— 

B-A->A 

BAA 

— 

— 

A-DL-^A 

ADLA 

— 

— 

Trace B 


TB? 

():Write 

LView 

2:Blank 

3:Max Hold 

4:Min Hold 

5: Averaging 

6: Power AVG 

B write 

BW 

— 

— 

B view' 

BV 

— 

— 

B blank 

BB 

— 

— 

B max hold 

BMAX ON 

BMAX? 

0:OFF 

B max hold OFF 

BMAX OFF 


LON 
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Table 4-6Trace (2 of 2) 


Function 

Lislenei' Code 

Talker Request | 

Code 

Output Format 

B min hold 

B min hold OFF 

BMINON 

BMIN OFF 

BMIN? 

0;OFF 

1 ;ON 

B Averaging times 

SWPCNT * 

SWPCNT? 

Average times 


BG 

BG? 

Average times 

Start 

BAVG ON 

BAVG? 

0:OFF 


BOR 


TON 

Stop 

BAVG OFF 

BGS 



Pause 

BGP 

BGP? 

0;Conlinue 

Continue 

BGC 


1 :Pause 

1 time 

BGSGL 

BGSGL'.' 

0:Continuoiis 

continuous 

BGCNT 


1:1 time 

Power Average B ON 

BF^AVG ON 

BPAVG? 

0: OFF 

OFF 

BPAVG OFF 


1: ON 

Pause 

BGP 

BGP? 

0; Continue 

Continue 

BGC 


1 iPause 

1 time 

BGSGL 

BGSGL? 

0: Continuous 

continuous 

BGCNT 


1: 1 lime 

Store A —> B 

BSTORE 

— 

— 

Store B -> A 

ASTORE 

— 

— 

Number of trace points 501 

TPS 

TP'.’ 

0:501 

Number of trace points 1001 

TPL 


1:1001 

Director Mode A 




Normal 

DET NRM 

DET? 

0:Normal 

Positive 

DET POS 


1 :Posilive 

Negative 

DET NEG 


2:N6galive 

Sample 

DET SMP 


3:Sample 

Director Mode B 




Normal 

DETB NRM 

DETB? 

0: Normal 

Positive 

DB'FB POS 


1: Positive 

Negative 

DETB NEiG 


2:Negative 

Sample 

DETB SMP 


3;Sample 
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Table 4-7 Pass/Fail 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Pa.ss/1'ail judgement ON 

PFC ON 

PFC? 

0:OFF 

OF'F 

PFC: OFF 


LON 

Reading the judgment result 

— 

PFJ? 

():Pass 

LFail 

Reading the judgment result 
(in detail) 


OPF? 

0:Pass 

1 :Faii(Upper) 

2:Fail(Lower) 

3:Faii(Both) 

4:EiTor 

Upper Fail Point 

— 

FPU‘.' 

n<DLM>fLl l<DLM>... 

Ixiwer Fail Point 

— 

FPL.? 

n<DLM> fl.n<L)LM>...(^l) 

Froiuency Domain injM selection 

LiMTYP FREQ 

LIMTYP'.' 

0:Freq (^^=2) 

Time Domain input selection 

LIMTYP TIME 


LTinie 

X-position mode: 




Absolute 

LIMPOS ABS 

LIMPOS? 

0:Absolute 

Relative (Left) 

Relalive(Center) 

LIMPOS RBL 

LIMPOS LFT 

LIMPOS CENT 


l:Relative(Left) 

2: Re lati ve( C enter) 

Y-position mode: 




Absolute 

LIMAPOS ABS 

LIMAPOS^ 

():Absolute 

Relaiive(Top) 

Relative(BottoiTi) 

Relalive(Center) 

LIMAPOS REL 
LIMAPOS TOP 

LIMAPOS BOTM 
LIMAPOS CENT(L3) 


1 :Relative(Top. Center) 
2:Relative(Bottom) 

X-offset 

LIMSFT 

LIMSFT? 

Frequency/Time 

Y-offset 

LIMASFT 

LIMASFT? 

Level 

Limit Line 1 




ON 

LMTA ON 

LMTA? 

OiOFF 

OFF 

LMI A OFF 


LON 

Data input 

LMTAIN 

— 

{’^2)(M) 

Data erase 

LMTADEL 

— 

(^2) 

Limit Line 2 




ON 

LMTB ON 

LMTB? 

():OFF 

OFF 

LMTB OFF 


1 :ON 

Data input 

LMTB IN 

— 

(=^2) 

Data erase 

LMTB DEL 

— 

U-2) 


(*1) n = Number of points fn. In = Frequency (Time). Level <DLM> = Delimiter 
(^2) To use this function, first select Domain using the LIMTYP command. 

(*3) Enabled when OPT73 (FM Demod) is turned on. Relative (Top) and Relative (Bottom) cannot be 
used. 

(*4) To enter limit line data used with OPT73 (FM Demod). first turn FM Demod on. 

To enter limit line data u.sed with OPT73 sensitivity measurements, first tuni sensitivity on. 
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4.2.9 GPIB Command Codes 


Table 4-8 Display 


Function 


Talker Request 

Code 

Output Format 

Display Line Level 

DL* 

DL? 

Level 



DLON? 

0:OFF 

ON 

DL ON [,*] 


1 :ON 

OFF 

DL OFF 



Reference Line Level 

RLN 

RLN? 

Level 

ON 

RLN ON 

RI.NON? 

0:OFF 

OFF 

RLN OFF 


i ;ON 

Windo-w ON 

WDO ON 

WDO? 

():OFF 

OFF 

WDO OFF 


1 :ON 

Window center position 

WLX 

WLX? 

Frequency 

Window width 

WDX 

W'DX? 

Frequency 

Window Sweep ON 

WDOSWP ON 

W'DOSWP? 


OFF 

WDOSWP OFF 



Zoom 

MLTSCR ZM 

MLTSCR? 

0:OFF 

F/T 

MLTSCR FT 


1 :ZOOM 

T’/T 

MLTSCR TT 


2;F7T 

ZOOM OFFtScreen Reset) 

MLTSCR OFF 


3:T/T 

Zoom position 

ZMPOS 

ZMPOS? 

Frequency/Time 

Width 

ZMWID * 

ZMWID*’ 

Frequency/Time 

Activating the upper screen 

SCRSE-L TRA 

SCRSFX? 

():Upper 

Activating the lower screen 

SCRSEL TRB 


1 :Lower 
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4.2.9 GPIB Command Codes 


Table 4-9 MKR (1 of 2) 


Function 

Listener Code 

Talker Request 

Code 

Output Format 

Marker ON 

MN’'‘ CH) 

MN? 

0: OFF 




1: Normal 




2: Delta 

OFF 

MKOFF 




MO 



Normal Marker 

MK* 

— 

— 

f AMarker OFF) 

MKN 

— 

— 

AMarker ON 

MKD 

— 

—^ 

Marker frequency 

— 

Ml'? 

Frequency (Time)('G) 

Marker Level 

— 

ML? 

LeveK’G) 

Frequency + Level 

— 

MFL? 

Frequency (Time). LeveKyd) 

Normal jntu'ker absolute value 




Frequency 

— 

MDFL.' 

Normal MKR frequency 

Level 

— 

xMDLl? 

Normal MKR level 

AMarker absolute value 




Frequency 

— 

MDF2‘> 

Della MKR frequency 

Level 


MDL2? 

Delta MKR level 

FixedAMarker 




ON 

FX ON 

FX? 

0:OFF 

OFF 

FX OFF 


1 :ON 

MKR step Size 

MPM 

MPM? 

FTequency (Time) 

MKR .step auto 

MPA 

MPA? 

0:Manual 




1 ;Auto 

Signal Track 




ON 

SG ON 

SG? 

0:OFF 

OFl^ 

SG OFF' 


i:ON 

MKR CoupleON 

CPLMK [ON) 

CPLMK? 

0;OFF 

OFF 

CPLMK OFF 


l;ON 

MKR move A Trace 

MKTRACE TRA 

MKTRACE? 

0;Btank 

B Trace 

MKTRACE TRB 


1 :A Trace 




2;B Trace 

Peak Search 

PS 

BJIH 

— 

Next Peak 

NXP 


— 

Next Peak Left 

NXL 



Next Peak Right 

NXR 

bbIH 

— 

Min Search 

MIS 

— 

— 

Max-Min Search 

MMS 

— 

— 

Continuous Peak? 




ON 

CP ON 

CP.' 


OFF 

CP OFF 




1); When using the delta mode, the frequency or level difference is used. 
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4.2.9 GPIB Command Codes 


Table 4-9MKR (2 of 2) 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Peak AY div 

DY * 

DY? 

AYCreal value) 

Peak range 

Normal 

PSN 


{):A11 

Upper side 

PSU 


1: Upper 

Lower side 

PSL 


2: Lower 

Malti Marker ON 

MLT ON 



OFF 

MI..T’ OFF 

mmm 


Moving the active marker 

MK 




MKN 

— 

— 


MN - 

— 

— 

Malti Marker Nol ON 

MLNl 

_ 

_ 

OFF 

xMLFl 

— 

— 

Malti Marker No2 ON 

MLN2 

_ 

_ 

OFF 

MLF2 

— 

— 

Malti Marker No3 ON 

MLN3 

_ 

_ 

OFF 

1V1LF3 

— 

— 

Malti Marker No4 ON 

MLN4 - 

_ 

_ 

OFl^ 

MLF4 

— 

— 

Malti Marker No5 ON 

MLN5 - 

_ 

_ 

OFF 

MLF5 

— 

— 

Malti Marker No6 ON 

MLN6 - 


_ 

OFF 

MLF6 


— 

Malti Marker No7 ON 

MLN7 


_ 

OFF 

MLF7 


— 

Malti xMarker No8 ON 

MLN8 

_ 

_ 

OFF 

MLF8 

— 

— 

Malti Marker No9 ON 

MLN9 


. 

OFF 

MLE^9 

— 

— 

Malti Marker NolO ON 

MLNIO* 

— 

10 frequencies + AMKR 

OFF 

MLFIO 

— 

10 levels + AMKR 

Malti Murker Frequency 

— 

MLSF? 

n<DLM> n<DLM>... (H) 

Malti Marker Level 

— 

MLSL? 

n<DLM> 11<DLM>.., (=^2) 

Peak List Frequency 

PLS FREQ 

— 

— 

Level 

PLS LEVEL 

— 

— 

OFF 

PLS OFF 

— 

— 

Peak list query 

— 


n<DLM> fi,i]<DLM>.., (^=3) 


(*1) n = 1 i (fixed) fn = 10 different frequencies + AMKR. <DLM> = Delimiter 
(*2) n = 11 (fixed) In = !() different levels + AMKR, <DLM> = Delimiter 
(*3) n = Number of Peaks fn. In = Frequency (time), level <DLM> = Delimiter 
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4,2.9 GPIB Command Codes 


Table 4-10 MKR 


Function 

Listener Code 

Talker Request 

Code 

(.)utput Format 

MKR ^ CF 

MKCF 

MC 

_ 

— 

MKRA -A CF 

MICE 

— 

— 

MKR RBF 

MKRL 

MR 

— 

_ 

PEAK ^ CF 

PKCF 

— 

— 

PEAK ^ REF 

PKRL 

— 

— 

MKRA SPAN 

MTSP 

DS 

— 

_ 

MKR ^ CF Step 

MKCS 

MO 

— 

_ 

MKRA CF Step 

MTCS 

M! 

-—_ 

— 

MKR MKR Step 

MKMKS 

M2 

— 

— 

MKRA ^ MKR Step 

MTMKS 

M3 

— 

— 
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4.2.9 GPIB Command Codes 


Table 4-11 Meas (lof3) 


Function 

Listener Code 

Talker Request | 

Code 

Output Format 

Noize/Hz 

NI * 

NI? 

Frequency 

dBm/Hz ON 

NIM 

NiON? 

0:OFF 

dBpV/VHz ON 

NJU 


l:dBm/Hz 

dBc/Hz ON 

NIC 


2;dB).iV/VHz 

Noise/Hz OFF 

NIF 


3:dBc/Hz 

Noise/Hz value 

— 

NIRES? 

Level 

XdB Down width 

MKBW 

MKBW? 

Level 

XdB Down 

XDB 

— 

— 

left 

XDL 

— 

— 

right 

XDR 



XdB relative 

DCO 

DC? 

():Relaci\e 

XdB abs, left 

DCl 


1 lAbsolute (left side) 

XdB abs. right 

DC2 


2:Absolute (right side) 

Continuous dB down ON 

CDB ON 

CDB? 

0;OFF 

OFF' 

CDB OFF 


l:ON 

3rd Order meas 

PKTHfRD 



AM Modulation (%AM> 

AMMOD [ON| 

AMMODON? 

0:OFF 

AM Modulation OFF 

AMMOD OFF 


l:ON 

AM modulation factor 


AMMOD? 

Value {%) 

AM video modulation factor 

VIDMODION] 

VIDMODON? 

0:OFF 

(%AM Video) 



l;ON 

AM video modulation factor 

VIDMOD OFF 



OFF 




AM video modulation factor 


VIDMOD? 

Value (%) 

value 




FM frequency deviation (FM 

fmmf:as i'ONj 

FMMEASON? 

0:OFF 

Meas) 



l:ON 

,FM frequency deviation OFF 

FMMEAS OFF 



FM frequency deviation value 


FMMEAS? 

Frequency 

Modulation frequency input 

FMMODF [ON,]* 

FMMODF? 

Frequency 

ON 




OFF 

FMMODF OFF 

FMMODFON? 

():OFF 




l:ON 

Sound Mode 




ON (AMorFM) 

SON 

SD? 

0:OFF 

ON (AM) 

SAM 


l:ON{AM) 

ON (FM) 

SFM 


2;ON(FM) 

OFF 

SOF 



Volume 

SDV * 

SDVi' 

Volume (Integer) 

Pause time 

PU * 

PU? 

Time 

Squelch ON 

SQE [ON,]* 

SQE? 

Level 

Squelch OFF 

SQE OFF 

SQEON? 

0;OFF 




.l:ON 
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4.2.9 GPTB Command Codes 


Table 4-H xMeas (2 of 3) 


Function 

Listener Code 

Talker Request | 

Code 

Output I'ormac 

Phase noise 

measurement 

C/N measuremem mode 

ON' 

or-'i-' 

CNIS ON 

CNIS OFF 

CNISON? 

0: OFT 

i:ON 

Oti'sel frequency data read¬ 
out 


CNIS? 

n<DLM>n,ll <1.)1..M>,.,(M) 

Table input 


— 

Offset I'requency 

Deleting the table 

CNOl-'SDKI., 

— 

— 

Signal track ON 

Ol'F' 

CNSIG ON 

CNSIG 0}-|- 

CN.S1G‘’ 

0: Ol-j- 

l:ON 

Average number 

CNAVG [ON.] 

CNAVG OF’F 

CNAVG'.* 

CNAVtiON:* 

Integer (2 to 9‘)q) 

0: Old- 

1; ON 

Phase jitter 
measurement 

Phase Jiiier measurement 
mode 

ON 

OFF 

PJIT ON 

PUT OI'F 

iurroN? 

0: OFF 

1: ON 

Result value readout 

— 

RUT' 

Carrier level, total SSB noise and phase jitter 

Stan oflsei frcquenc) 

Slop olTsei frequeric) 

PJSRTO 

PJSTPO ^ 

PJSRTO? 

PJSTPO? 

Offset frequency 

Oftset frequency 

Signal track ON 

Old- 

PJSIGON 

lUSIGOFF' 

PJSIG? 

0; OFF' 

1: ON 

Average number 

PJAVG iON.l * 

PJAVG Ol-F 

PJAVG? 

PJAVGON? 

Integer (2 to 009) 

0; OF'!' 

1:ON 


("J) n-Set number 


Cn^Ofl'set lVec|ucncy 
ln=!.i.-vc! 

<!)I.M>=DeJimiler 
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4.2.9 GPIB Command Codes 


Table 4-11 Meas (3 of 3) 



Function 

Listener Code 

T alker Request | 


Code 

Output i'ormat 

IM 

IM measurement mode 




measurement 

ON 

IMM ON 

IMMON? 

0: OIT 


Old- 

IMM OFF' 


t: ON 


Rel'erencf wave data read- 

— 

iMMREF? 

I'vequency, L.evel 


out 





Della frequency readout 

— 

IMMD.P',' 

Delta frequency 


Distortion signal data read- 

— 


n<DI...M>LI.;l, LJ1. ULI. lU 1 <DL.M>,..(’M) 


out. 





Degree setting 

IMODR 


Degree (,L 5. 7, 9) 


Criteria input 





} rd (trdcr 

iMLSl - 


l,e\el 


3 th order 

[MLS3 * 


Level 


7 th order 

IMLS7 


Le\el 


yih order 

1MLS9* 


Level 


Pass/Fai! judgment 

ON 

IMPFC ON 


0 : OFF 


OFF' 

iMPF'C OFF 


1 : ON 


Average number 

IMAVO 


Inieeer (2 to 999) 



IM.-\V(i iON,.] * 


0. OI F' 

!: ON 



IMAVO OFF 




Fli .Sens (IM Meas) 





ON 

IMHSON 


0 : OF'F' 


OFF' 

IMHS OF'F 


1 : ON 


(■‘l) n: Re.suh set number corresponding to thfj degree 


L!,n: Level difference in the lower frequency signal 
LJn; Pass/L'ail judgment result for the lower frequency signal 
0: Pass 
1: Fail 

-1: Judgment off 

Ul.n; Level difference for the upper frequency signal 
UJn: Pass/Fai! judgment result for the upper frequency signal 
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4.2,9 GPIB Command Codes 


Table 4-12 Auto Tune 


Function 

Listener Code 

Talker Request I 

Code 

Output Format 

Auto Tune 

l‘N 

— 

— 


Table 4*13 Counter 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Resolution : IkHz 

CNO 

CN'’ 

0:1kHz 

: 100Hz 

CNi 


TlOOHz 

: 10Hz 

CN"’ 


2:10Hz 

: IHz 

CN3 


3; IHz 

Counter ON 

COUNT ON 

COUNT? 

0:OFF 

OFF 

COUNT OFF 


1 :ON 

Counter value 

— 

CNRES? 

F'requency 


Table 4-14 Power (1 of 3) 


Function 

Listener Code 

Talker Request j 

Code 

Output F'ormat 

Channel Power 

PWCH 

PWCH? 

Level 



PWCHON? 

0:OFF 




l:ON 

Parameter setup 

Default 

Manual 

Define ^ Default 

PWCHST USR 
PWCHST MNL 
PWCHST DEF 

PWCHST? 

0:(Unused) 

l:befault 

2:Manual 

Total Power 

PWTOTAL 

PWTOTAL? 

Level 



PWTOTALON? 

():OFF 




TON 

Average Power 

PWAVG 

PWAVG? 

Level 



PWAVGON? 

():OFF 

LON 

Average time 

PWTM * 

PWTM? 

Integer (1 to 999) 

Window center position 

WLX'^ 

WLX? 

Frequency 

Window width 

-X- 

X 

Q 

W'DX? 

Frequency 

Power OFF 

PWM 

— 

— 

OBW Execution 

OBW' ION] 

OBWON? 

0:OFF 

OBW OFF 

OBW' OFF 


LON 

OBW' measurement value 

— 

OBW'> 

Center X)BW' 

OBW Ur 

OBWPER 

OBW'PER? 

OBW% 

OBW real-time execution 

OBWEXF 

— 

— 
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4.2.9 GPIB Command Codes 


Table 4-14Power (2 of 3) 


Function 

Parameter setup 
Default 
Manual 

Define Default 

ACP Execution 
ACP OFF 

ACP measurement value 


Listener Code 


OBWST USR 
OBWSl' MNL 
OBWST DBF 

ACP LON] 
ACP OFF 


OBWST? 


ACPON? 


T'alker Request 

Output I'ormat 

0:(Unused) 

1 :Default 
2:Manual 

0:OFF 

LON 

n<DLM>flLJlU 

flHJ]H<DLM>...(=Oi 


Reference pow'er value 

— 

ACPREF'.’ 

Level 

BS Window ON 

OFF 

ACPBSW ON 
ACPBSW OFF 

ACPBSW? 

():OFF 

LON 

ACP real-time execution 

ACPEXB 

— 

— 

Carrier Bandwidth 

CARRBS 

CARRBS ? 

Frequency 

CS/BS table input 

erase 

CSBSIN 

CSBSDBL 

— 

— 

ACP screen FULL 

SEPA 

CARRIER 

ACPSCR FULL 
ACPSCR SFPA 
ACPSCR CARR 

ACPSCR? 

0; 1 screen 

1 :Separale screen 

2:1 screen (Carrier measurement) 

Symbol Rale 1/T 

SYMRT =’= 

SYMRT'.' 

Frequency 

Roll Off Factor 

REACT 

RFACT? 

Real number 

^Nyc]uist filter ON 

OFF 

NQST ON 

NQST OFF 

NQST? 

0:OFF 

i:ON 

Graph ON 

OFF 

ADG [ON] 

ADG OFF 

ADG? 

0:OFF 

l:ON 

Parameter setup 

Default 

Manual 

Define Default 

ACPST USR 

ACPST MNL 

ACPST DBF 

ACPST? 

0:(Unused) 

UDefauit 

2:Manual 

Spectrum mask execution 
Spectrum mask OFF 

SPM ION] 

SPM OFF 

SPMON? 

():OFF 

l:ON 

Parameter setup 

Default 

Manual 

Define Default 

SPMST USR 

SPMST MNL 

SPMST DEF 

SPMST? 

():(Unused) 

1 :befault 

2:Manual 

Spectrum mask result 

— 

SPM? 

ref<DLM>n<DLM>fl LJIL, 


{‘*‘1) n = Number of points 

f'nL= nth frequency (time) Low 
lnL= nth !e\el Low 
fnH= nth frequency (time) High 
lnH= nth level High 
<DLM> = Delimiter 


ref = Reference power value 

n = Number of points 

fnL= nth frequency (time) Low 

JnL= nth level Low 

fnH=: nth frequency (lime) High 

inH= nth level High 

<DLM> = Delimiter 
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4.2.9 GPIB Command Codes 


Table 4-14Power (3 of 3) 


Function 

Listener Code 

Talker Request | 

Code 

Output Formal 

Result display mode REL 
ABS 

SPMMOD REL 
SPMMOD ABS 

SPMMOD? 

0:REL 

1 :ABS 

Spurious measurement 
execution Freq 

Time 

Spurioii.s measurement OFF 

SPURIFREQ 

SPURI TIME 

SPURI OFF 

SPURION? 

0;OFF 

LFreq 

2:Tinie 

Spurious measurement result 


SPURI? 

n<DLM>, 

ml <DLM>,f 1 a l.j 1 <DLM>,..., 
fm 1 .im 1 .jm 1 <DLM>, 
m2<DLM>.f 1,11 ,i 1 <DLM>...., 
fra2.1m2.jm2<DLM>. 

mn<DLM>.f i ,l 1 ,j! <DLM>. 

lmn.lmn.jmn<DLM>(*l) 

Table selection 

SPRTBL=^ 

SPRTBL? 

Integer(*2) 

Table input Freq 

Time 

SPRlNn=^^3) 

SPRFIN=T'^3) 

SPRTIN^H'M) 

— 

-.- 

Table deletion 

SPRDEL(^^2) 

— 

— 

Sweep count specification 

ON 

OFF 

SPRCNT [ON.]* 
SPRCNT OFF 

SPRCNT'^ 

SPRCNTON? 

Integer 

0:OFT 

I :ON 

Pass/faii judgment value 

IT)W 

UP 

SPRJ LOW 

SPRj UP 

SPRJ? 

():LOW 

l:UP 

Single Measure ON 

OFF 

SIMS ON 

S!MS OFF 

SIMS? 

0: OFF 

1; ON 


(^=1) n=Number of measuremem points (Othru 15) 
m=Number of spurious signals (0 thru 10) 
f=Spurious frequency 
l=Spurious level 

j=judgment result (0: Pass, 1: Fail) 

<DLM>=De(imiter 

(■*‘2) (■C3) (;i‘4)Perform the corresponding operation when the spurious measurement mode is turned on. 
(’"3) Specify the asterisk in order of the stall frequency, stop frequency. RBW. sweep lime and limit level. 
{''4) Specify the asterisk in order of the center frequency, RBW. sweep lime and limit level. 
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4.2.9 GPIB Command Codes 


Table 4-15 EMC 


Function 

Listener Code 

Talker Request 

. 

Code 

Output Format 

BMC Trace Detection 




:QP 

EMCDET QP 

EMCDET? 

0:Normal 

:PEAK 

EMCDET PEAK 


1:QP 

.‘Normal 

EMCDET NRM 


3:PEAK 

QP BW 20()Hz 

QPO (M) 

QPAUTO? 

0:AUTO 

QP BW 9kHz 

QPl 

QA? 

1 ;200Hz 

QPBW 120kHz 

QP2 


2:9kHz 

QPBW IMHz 

QP3 (=^'2) 


3:120kHz 

QP BW auto 

QPAUTO 


4:lMHz 


QA 



Antenna Selection 




Dipole 

ANTO 

ANT? 

0:OFF 

{TP1722) 

ANO 


1 :Dipole 

Lou-periodic 

ANTI 


2:Log-periodic 

{UHALP9107) 

ANl 


3:Bjconical 

Biconicai 

ANT2 


4:Bilog 


AN2 


5:User correction 

(BBA9106) 

ANT3 



Bilog 

AN3 



(BMC03142) 

ANT4 



User correction 

AN4 



Antenna OFF 

ANT OFF 




AF 



User correction ON 

CR ON 

— 

— 

OFF 

CR OFF 

— 

— 

Table input 

CRIN (^3) 

— 

— 

Table erase 

CRDEL 

—~ 


Antenna mode 

CR ANT 

CR? 

0: Antenna 

Level mode 

CR LVL 


1 ilevel 


(’M) QP BW 200 Hz is available only when the Narrow Band RBW option is installed, 
(’^2) Available when EMC Truce Detection is set to Peak. 

(^\3) The asterisks represent a frequency and its level. vSpecify them in order. 
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4.2.9 GPIB Command Codes 


Table 4-16 CAL 


Function 

Listener Code 

Talker Request 

Code 

Output Format 

CAL ALL 

CLALL 

— 

— 

Total gain 

CLGAIN 

— 

— 

11' step AMP 

CLSTEP 

— 

— 

RBW switch 

CLRBW 

— 

— 

Log linearity 

CLLOG 

— 

— 

AMPTD OFS 

CLMAG 

— 

— 

PBW 

CLPBW 

— 

— 

CAL Signal Level 

CLN ^ 

CLN'> 

Level 

CAL lOM Reference Coarse 

CLCREF ’ 

CLCREF? 

Integer (0 to 255) 

CAL lOM Reference Fine 

clfrf:f 

CLFREF? 

Integer (0 to 255) 

CAL lOM Reference Default 

CLDREF 

— 


CAL lOM Reference Store 

CLSREF 

— 


f-collection ON 

FC ON 

FC? 

0:OFF 

f-colleclion OFF 

FC OFF 


LON 

CAL collection ON 

CCON 

CC? 

();OFF 

CAL collection OFF 

CC OFF 


l:ON 
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4.2.9 GPIB Command Codes 


Table 4-17 Save Recall 


Function 

Listener Code 

Talker Request 

Code 

Output Format 

Save Reg. 



— 

Save File 

■SMilll'liMMMiiBi 



Delete Reg, 

DELn (='=2) 

— 

— 

Delete File 

DEL File name 

— 

— 

Recall Reg, 

RCn {^'2) 

— 

— 

Recall File 

RC File name (*1) 

— 

— 

Save Item Setup ON 

SVSET ON 

SVSET? 


Setup OFF 

SVSF:T OFT 



Trace ON 

SVTRC ON 

SVTRC? 


Trace OFT' 

SVTRC OFF 



Antenna ON 

SVANT ON 

SVANT',’ 


Antenna OFF 

SVANT OFF 



Normalize ON 

SVNRM ON 

SVNRM',' 


Normalize OFF 

SVNRM OFF 



Limit Line 1 ON 

SVLIM 1 

SVLIM',' 

{):OFF 

2 ON 

SVLIM 2 


1: 1 ON 

1/2 ON 

SVLIM 3 


2: 2 ON 


SVLIM ON 


3: 1/2 ON 

OFF 

SVLIM OFF 



Loss:Freq ON 

SVOLSS ON 

SVOLSS? 

0:OFF 

Loss;Freq OFF 

SVOLSS OFF 


LON CM) 

Level ON 

SVLVL ON 

SVLVL? 

():OFF 

Level OFF 

SVLVL OFF 


i:ON 

Channel ON 

SVCH ON 

SVCH',' 

0;OFF 

Channel OFF 

SVCH OFF 


LON 

Spurious ON 

SVSPR ON 

SVSPR? 

0:OFF 

Spurious OFF 

SVSPR OFF 


LON 


(^T) Add FD: or RAM: to the file name to explicitly indicate a drive name. 

(Example) Write a file name such as FD: FILE00.DAT and RAM: REG00.DAT. (.DAT can be 
omitted.) 

(’*'2) n = Save/Del/Recali number 

A value of 0 to 99 can apply to n, 

(^‘3) (Available when the TG option is installed.) 

(‘M) Enabled if the external mixer is installed. 
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4.2.9 GPTB Command Codes 


Table 4-18 Contig 


Function 

Listener Code 

Talker Request 

Code 

Output Format 

Title 


LB? 

Label 

ON 

LON 



erase 

LOF 

— 

— 

Printer Command Select 




ESC/P 

PRTCMD FLSC 

PRTCMD? 

0:ESC/P 

PCL 

PRTCMD PCL 


1 ;PCL 

ESC/P Raster 

PRTCMD ESCR 


2:F:SC/P Raster 

Gray level set Gray 

PRT GRY 

PRT? 

():Gray 

BAV Small 

PRT MOS 


i :B/Vv' Small 

B/W Larse 

PRT MOL 


2: B/W Large 

Color 

PRT COL 


3: Color 

S-Color Small 

PRT SCOLS 


4:S-Color Small 

S-Color Large 

PRT SCOLL 


5;S-Color Large 

Paper Feed 




ON 

PFEED ON 

PFEED‘.> 

0: OFF 

OFF 

PFEED OFF 


1: ON 

BMP output mode select 




Color 

HCTMAG COL 

HCIMAG? 

():Co!or 

S-Color 

HCIMAG SCOL 


1 :Gray 

Gray 

HCIMAG GRY 


2;B/W 

B/W 

HCIMAG MON 


3:S-Color 

File compression ON 

HCCMPRS ON 

HCCMPRS? 

0;OFF 

OFT 

HCCMPRS OFF 


LON 

File Number 

HCFILE * 

HCFILE/ 

Number 

Reading Ilitmap file 

— 

BMP'.’ 

Binary data<EOI> 

Device Select 




Printer 

HCDF:V PRT 


0:Printer 

Floppy 

HCDBV FDD 


1 :F loppy 

Print ON 

HCOPY 

— 


10 MHz internal reference 

RFi 

I’REF? 

0:]NT 

signal source 



1 :EXT 

10 MHz externa! reference 

RFE 



signal source 




Number of trace points 501 

TPS 

TP? 

0:501 

Number of trace points 1001 

TPL 


1:1001 


Table 4-19 Preset 


Function 

Listener Code 

Talker Request 

Code 

Output Format 

Preset 

IP 

^=RST 

— 

— 
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Table 4-20 Test 


Function 

Listener Code 

Talker Request | 

Code 

Output Format 

Selftesl 

— 


Error No, 


Table 4-21 GPIB 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

A Trace input/output/ASCTl) 

TAA 

TAA^* 

DDDDD<DLM> X TRP(* 1) 

A Trace inpui/ouiput(BINARYj 

TBA 

TBA? 

2Byte x TRP 

B Trace input/output(ASCI[) 

TAB 

TAB? 

DDDDD<DLM> x TRP 

B Trace input/output(BINARY) 

TBB 

TBB? 

2Byte x TRP 

Status byte clear 

^^CLS 

— 

— 

STB read 

— 

^STB'? 

integer (0 to 255) 

SRE read/write 

^^SRE 

^^SRE? 

Integer (0 to 255) 

ESR read 

— 

*ESR? 

Integer (0 to 255) 

ESE read/write 

=:.ESE 


Integer (0 to 255) 

OSR read 

— 

OPREVT',’ 

Integer (0 to 63535) 

OSER read 

OPR 

OPR? 

Integer (0 to 65535) 

SRQ inten-uptON 

SO 

— 

— 

SRQ interrupt OFF 

SI 

_ 


SRQ status clear 

Service request m^isk 

S2 

RQS'' 

— 

RQS 

Integer (0 to 255) 

Delimiter CR LF <E01> 

DLO 

_ 

_ 

I.F 

DLI 

_ 


<E01> 

CR LF 

DL2 

— 

— 

LF <EOI> 

DL3 

— 

— 


DL4 

— 

— 


(‘*T) TRP = Number of trace points (501/1001) 
<DLM> = Delimiter 
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Table 4-22 Others 


Function 

Listener Code 


Talker Request 

Code 

Output Format 

Display ON 

ANNOT ON 

ANNOT? 

():OFF 

Display OFF 

ANNOT OFF 


EON 

Device ID output 

— 

"TDN? 

Maker name. Device type. 

Serial No.. Revision(‘'‘l) 

Error number output 

— 

ERRNO? 

Integer 

Dale setting 

SETDATE DATE 

SETDATE? 

DATE(’^2) 

Time setting 

SETTIME TIME 

SETTIME? 

TIME(=^=3) 


(1) (Example) ADVANTBST.R3132.123456789.A()(} 
(^2} DATE in YYMMDD format. 

(^=3) TIME in HHMMSS format. 


Table 4-23 FM Demodulation (OPT73) (1 of 2} 


Function 

Listener Code 

Talker Request | 

Code 

Output Format 

FM Demod ON 

FMDEM ON 

FMDEM? 

0: OFF(^M) 

OFF 

FMDEM OFF 


1; 

ON 

FM Demod Range Hz/div 

FMRNG 

FMRNG? 

0: 

1 kFlz/div 




I: 

2.5 kHz/div 




2- 

5 kHz/div 




3: 

10 kHz/div 




4: 

25 kHz/div 




5: 

50 kHz/div 




6: 

100 kHz/div 




7: 

250 kHz/div 




8:500kHz/div 




9: 

I MHz/div 




10 

2.5 MHz/div 




n 

5 MHz/div 




12 

10 MHz/div 




13 

25 MHz/div 




14 

50 MHz/div 

Sensitivity ON 

FMSEN ON 


0: 

OFF (* 1) 

OFF 

FMSBN OFF 

mim 

1: ON 

Sensitivity Unit 

— 


0; Hz,/s/ 



mmiiiii 

1: Hz/ms/ 


(*1) When FM Demod (Sensitivity) is turned on. the units of the following function's output levels 
are in frequency (Sensitivity): Marker level. Upper (Lower) Fail Point, display line, and reference 
line. 
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Table 4-23 FM Demodulation (OPT73) (2 of 2) 


Function 

Listener Code 

Talker Request | 

Code 

Output Format 

Sensitivity 

Range 

— 

FMSRNGS? 

R1,R.2,R3,R4 (Frequency) 



FMSRNG 

FMSRNG? 

0: Range 1 (Minimum) 





1: Range 2 





2: Range 3 





3: Range 4 (Maximum) 

Sensitivity 

Aperture 

FMAPR 

F'MAPR? 

Real number (1% to 100%) 

Deviation 

ON 

FMDEV ON 

I'MDEV? 

0: OFF 


OFF 

FMDEV OFF 


1: ON 

Deviation 

(P-P)/2 

— 

FMAVG'.' 

Frequency 


+Peak 

— 

FMPPK? 

Frequency 


-Peak 

— 

FMNPK? 

Frequency 


Repetition Freq. 

— 

FMRPF? 

Frequency 

Linearity 

ON 

FMLIN ON 

FMLIN',' 

0: OFF 


OFF 

FMLIN OFF 


1: ON 

Linearity Setup mode ON 

FMLMD ON 

FMLMD? 

0: OFF 


OFF (Quit) 

FMLMD OFF 


1: ON 


Auto Adj 

FMLA 

— 

— 


Siunple Points 

FMLSMP ^ 

FMLSMP? 

Integer (2 to 100) 


Offset Adj 

FMLOFS 

FMLOFS? 

Frequency 


Slope Adj 

FMLSLP 

FMLSLP? 

Frequency 

Linearity Error 

Max 

— 

FMLMAX? 

F'requency 


Min 

—. 

FMLMIN? 

Frequency 

Calibration 

All 

FMALL 

— 

— 


Range Only 

FMONLY 

— 

— 


Table 4-24 TG {OPT74) 


F'unction 

Listener Code 

Talker Request | 

Code 

Output Format 

TG on 

TG 

TG? 

0:OFF 

TG off 

TGF 


LON 

TG level 

TGL 

TGL? 

Level 

Frequency Cal AUTO 

TGA 

— 

_ 

Manual 

TGM 

TGM? 

Frequency 

Normalize ON 

NORM ON 

NORM? 

0:OFF 


ANORM ON 


l:ON 

Normalize OFF 

NORM OFF 

ANORM? 

0:OFF 


ANORM OFF 


LON 

Normalize Execute 

NORM EX 


_ 


AR 


— 

Save Item Normalize ON 

SVNRM ON 

SVNRM? 

0:OFF 

Normalize OFF 

SVNRM OFF 


LON 
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4.2.9 GPIB Command Codes 


Numeric vaiue entry 


Decimal point 
Negative sign 
Positive sign 
Exponent 

__ 

MHz. ^ 

KHz 

mW 

DB relationship 

mA 

Second 

Millisecond 


Microsecond 


Nanosecond 


Enter 


Volt 


Millivolt 


Microvolt 


Nanovoil 


% 


Table 4-25 Entry 





Talker Request 



Code 

Output Format 
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4.2.10 Example Programs 

This section describes remote control examples used with GPIB port. 

4.2.10.1 Sample Programs for Setting or Reading Measurement Conditions 


CAUTION Visual Basic 4.0 (referred to as VB henceforth) is used in the sample programs shown here. Also, 
National Instruments-made GPIB hoard (referred to as Nl-made for brevity henceforth) is used 
for the GPIB control board; Nl-made driver is used for the control driver. 


• Program examples u.sing VB 

Example VB-1: Setting the center frequency after performing an analyzer master reset 

Cal! ihclr(spa) ’ Pertorms a Device Clear, 

Call ibwrt(spa. ”1P") ' preset 

Call ib\vri(spa. "CF .30MZ") ' Set the cenler frequency to .30 MHz. 

Example VB-2: Setting the stail frequency to 300 kHz. setting the stop frequency to 800 kHz and adding 
50 kHz to the frequency offset. 


Call ibclpspa) 

Call ibwnlspa, "FA .3()UKZ") 
Call ibwrtfvpa. ”F'B SDOKZ") 
Call ibwrKspa, "FO SOKZ") 


■ Ferlorms a Device Clear. 

' Set the .ctart frequency to 300 kHz. 

' .Set the .qop frequency to 8(K) kHz. 

' Add .SO kHz to the frequency <>ff,‘'et. 


Example VB-3: Setting the reference level to 87 dBpV (in 5 dB/div) and the RBW to 100 kHz 


Cali ibchlqra) 

Call ibwnfspa. "AUNITS DBUV") 
Call ibwrtlspa. "RL 871)B'') 

Call ibwrtlspa. "DD 
Call ibwrKspa, "RB lOOKZ") 


' Performs a Device Clear. 

’ Set the level unit to dB|iV. 

■ .Set the reference level to 87 dB {gV), 
' Set the vertical gradation to .5 dB/div. 
‘.Set the RBW to KXIkHz. 


Example VB-4; Setting the instrument using variables 

Dim A As String 
Dim B As String 
Dim C As String 

A = " 10" ’ Set Che character siring. 

B = "2" 

C = "20'' 


Call ihclr(spa) 

Call ibwrKspa. "CF " & A & "MZ'') 
Call ibwrtlspa, "SP & B & "MZ") 
Call ibwrtlspa, "AT " & C & "DB") 


’ Performs a I.)evice Clear. 

’ Set the Stan frequency to A MHz, 
■ Set the span frequency to B MHz 
’ Set the ATT to C dB. 
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Example VB-5: Saving set values in Register 5 and recalling them from Register 5 


Dim LabelBiiff A.s Siring 

’ Character .string bul'J'er for the label 


I,abelBuf:r= ’'SPliCTROM Analyzt^r" 

’ .Set the label, 


Call ibclrtspa) 

’ Performs a Device (Tlcar, 


Call ibwn(,spa, "CF 30MZ’') 

Call ibwrK.'^pa, "SPIMZ") 

Call ibvvrK.spa, ''DKT POS") 

Call ibwvK.'^pa, "LON " &. LabdlkitO 

■ Set the parameter. 

' Set the label. 


Call ibwiKspa, "SV 5”; 

’ Save the data in Register .‘i. 


Cali ibvvrKspa, "Ch lOZ") 

Cali ibwrK.spa, "SP 200MZ") 

’ Change the set parameters. 


(]all ibwrlispa, "RC -‘i") 

’Recall the data from Register .5. 


Example VB-6: Enter Limit linel in the table and turn Limit line 1 on 


Call !bclr(spa,j 

’ Perform a device clear. 


Call ibv.TKspa, "i.MTADLL") 

Call ibvvTKspa. "AUNITS DBUV'i 

■ Clear the table used for l.imii Line 1 , 

■ Sol the unit of level to dBpV. 


Call ibwrlispa, "i.MTAIN 2.SMZ. 4y..5i;)B") 
C:all Lbwnlspa. "LMTAIN 3.5MZ. 49.-3DB’') 
Call ibwrKspa. "LMTAIN .3.SMZ, 5i..3DB") 
Call ibwrlispa. "LMTAIN .S5MZ. .M..3DB'') 
Call ibwrlispa. ’’i.MTAIN .55MZ, 54.3DB") 
Call ibwrlispa, ’’LMTAIN 6.SMZ, 54.3I)B’') 
Call ibwitlspa, "LMTAIN 65MZ. 57.{)I)B’') 
Call ibwrlispa. ''i.MTAIN 6HMZ. 57.()1)B'’) 
Call ibwrlispa. "LMTAIN 68MZ, bO.ODB") 
Cali ibwrtlspa, "LMTAIN 7,5MZ. Wl.ODB") 
Call ibwrtlspa, "LMTAIN 7.3MZ. 62..3DB'') 
Call ibwrtlspa, ''I.MTAIN 82MZ, 62,.sDB'’) 
Cali ibwnlspa, "LMTAIN 82MZ. 64,7DB’') 

’ Lnter data use b\ Limit Line 1. 


Call ibwrtlspa, ’’FA OMZ") 

Call ibwnlspa. "FB lOOMZ") 

Call ibwnlspa, "IvMTA ON") 

’ Stan frequency of 0 MH/ 

■ Stop frequency of 100 MH/ 

‘ Turn Limit line 1 on. 


Example VB-7: Sample Program of the Gated Sweep 


Call ihcir(spa) 

’ Perform a device clear, 


Call ibwnlspa. "GTSRC HXT" ) 

Call ibwnlspa, “CTSLP +") 

Call ibwrtlspa. "GTWU) lOMS") 

Call ihwruspa, "OTPOS lOUS") 

Call ibwnlspa, "OT.SWP ON") 

’ Set the Gate signal source to HXT, 

’ Set the Gate signal .slope to plus 1+). 

■ Set the window width of the gated .sweep to ]() msec. 

■ Set the window posiiion of the gated sweep to 10 psec. 

■ Turn the gated sweep on. 
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4.2.10.2 Sample Programs for Reading Data 

In order to output measurement data or settings, use the "xx?" command. This ensures that the data is read 
when the device is in the talker mode. Available output formats are listed in the table below. The delimiter 
positioned at the end of data can be specified from 5 types (refer to "Others" in the GPIB code list). Once 
set, "xx?" command continues to operate until it is changed. 


1 Output Format 

Frequency 

±D.DDDDDDT)nDnn F. + nn crlf 

T t T T 

12 3 4 

• Data size (1 to 3) is a maximum of 19 bytes, and the unit is Hz. 

Fixample Specify "CF?” and output as center frequency. 

Level 

+ D.DDDDDDD E+DD CRl.F 

T T t T 

12 3 4 

• Data size f 1 to 3) is a maximum of 19 bytes, and the unit corresponds to each UNIT setting. 

Example Specify "ML?" and output as marker level. 

Time 

+ D.DDD F? + DD CR I ,F 

/Tv /|v /j. 

12 3 4 

• Data size (1 to 3) is a maximum of 19 bytes, and the unit is sec. 

Example Specify "SW?” and output sweep time. 


DDDD CR I ,F 

T t 

2 4 

• The maximum byte of the data size corresponds to the maximum size of the output data. 

Example ON/OFF status or Averaging count is output. 


<Supplemenl> 1= Sign (a space for plus sign;for minus sign) 

2= Mantissa of data 
3= Exponent of data 

4= Delimiter (CR/LF in initial setting can be changed with "DLn" code.) 
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Example VB-8: Output the marker level 

Dim SL'p As Integer 

Call ibcir(spa) 

Call ibwntspa, "CF 3()MZ") 

Call ibwrtlspa, "SP IMZ") 

Call ibwru-spa, "MK 3()MZ") 

Call ibwnispa. "T.S") 

Call ibwi'Kspa, "ML?") 

RdbuH'=Space(3()) 

Cali ibrdrspa. RdbulT) 
sep - inStrd, RdbulT. vbCrLf, 0) 


' i’erform a device clear. 

■ -Set the parameter. 

’ The markfc!!- J'requency is set to 30 MH/, 

■ Query command ibr the marker level. 

' Allocate a total (,)f 30 bytes to the buffer area. 

' Read the data (30 bytes Max.). 

Check the number of character to the delimiter. 


RichTexiBoxl.Tc.Kt = "MarkerLevcl - " & LefttRdbuff, sep - !) 

' Outputs the data on the screen 


An example display: 

MarkerLevel =-S.8!875(}000(KX)E+01 

Example VB-9: Reading the center frequency and displaying it 


Dim sep -As Integer 

Call ibclPspa) ' Performs a Device Clear. 


Call ibvvrlispa, "CF?") 


■ Query command for the center frequency. 


Rdbuff - Spacc(30) 

Call ibrd(sp;i. Rdbuff) 

sep - InStrd. Rdbuff, vbCrl.f, 0) 

RichTcxlBoxl.Text= "CenterFreq = 


' Allocate the buffer memory space to 30 bytes. 

■ Read the data (30 byacs Max.) 

■ Check the number of characters prior to the delimiter. 
& LefRRdbuff, sep - I) 

' Di.splay the data on the screen. 


An example display: 

(.'enierlTcij .= +3.00(K)(X)(X)00«in+07 
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Example VB-10: Reading the level and display unit and displaying them 


Dim sep As Integer 


Call ibclnspa) 


’ I’erforms a Device Clear. 


Call ibwrt(spa, "RL?") 


■ Query command for the reference level. 


Rdbiiff = Space(30) ' Allocate the buffer memory space to 30 bytes. 

Call ,ibrd(spa, Rdbuff) ' Read the data (30 bytes Max,) from the spectrum analyzer, 

sep = InSir(l, Rdbuff, vbCrl .l', 0) ’ Check the number of characters prior to the delimiter. 

RichTextBoxI.Text =; ''Retl.evel = " & Left(Rdbuff. sep -1) 

' Display the data on the screen, 


Call ibwrKspa, "AUNITS?") 


’ Query command for the level unit 


Rdbuff = Space(3) 

Call ibrd(spa, Rdbufl) 

sep = InSir{ I, Rdbuff, vbCrLf, 0) ’ Check the number of characters prior to the delimiter. 

RichTexlBoK] .Text = RicliTextBox LTexi & vbCrLf & "UNIT - " & LefK'Rdbuff. .sep - 1) 

’ Display the previous result, followed by a return mark and the 
’ most recent result. 

An example display; 

Refi.,cvel ^ +0.()0()()tMK)0000E4.(X) 

UNIT ^ 0 

Example VB-11: Executing the 6 dB-down operation, reading the frequency and level and displaying 
them 


Dim sep .Xs Integer 

Cali ibetnspa) 

Call ibwrttspa, "Cl- ,30MZ”) 
('all ibwrttspa, "SF 2()MZ") 


Call ibwrKspa, "MKBW 6DB") 
Cali ibwrttspa, "PS") 

Cal! ibwrKspa, "XDB") 

Call ibwrttspa, "MR.,?") 


' Perfonns a Device Clear. 


’ Set the parameter. 


’ Set a (■) dB down measurement. 

’ I’eak search, 

’ Perform the 6 d.B down measurement. 

' Query command for the marker level and frequency. 


Rdbuff-SpacetSO) 
Call ibvdtspa. RdbufJ') 


’ Allocate the buffer memory space to 50 bytes. 

' Read the data (50 bytes Max.) from the .spectrum analyzer. 


sep = InSirt 1, Rdbuff, vbCrLf. 0) 


■ Check the number of characters prior to the delimiter. 


RichTextBoxl.Texi = "Marker Freq & Level = " & l..eft(Rdbuff, sep -!) 

’ Display the data on the .screen. 


An example display: 

Marker Freq & .level = +2.{K)00(X)OO0()00E+05, +1 ,()234375(X)(K)0F;+00 
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Example VB-12: Measuring OBW and displaying it 


Dim LENGl As Integer, LENG2 As Integer 

Dim Onw As String 

Dim PC A,s Siring 

Dim sairchchar As String 

Call ibclr(spa) ’ Pert'orm a device clear. 

Call ibwrKspa, "CP 3()MZ") ’ Send the command already set. 

Call ibwrtlspa, "SP IMZ") 

Call ibwiKspa, "MK 30MZ") 

Call ihv\i't(spa, "OBW ON") 

Call ibwiKspa, "TS") 


Call ibwnispa, "OBW'”'j 
Rdbut'f = Space(6(ii 
Call ibrd(spa. RdbulO 


’ Send the query command, 

’ Allocate the area to the read bufi'er. 

’ Read ihe read buffer (the maximum number of byte.? lo be output 
’ is determined by the buffer area si/.e). 


' I'ormaiting output character string 

LiiNO I = InSbH, RdbufJ, Chn44). 0) ' Search for the first comma. 

P'C = MidiRdbuff. 1, l.PNCil - 1) ' Read the character prior to the comma. 


Doliveni^ 

Ll'NG2 - InStrUl.PNGl + 1). Rdbuff, Chr(I3), 0) 'Determine the Iasi data by searching for the delimiter. 

ORW' = Mid(Rdbuf1'.(LHNG] - 1), (LENG2 - I.ENGl-1)) 

’Read the data between the second comma and the delimiter. 

RichrcxtBoxl.Te.Kl ^ "OBW ^ " & OBW & vbCrI.f & "Fc = " & F'C & vhCrIJ' 

' Display the data on the .screen. 

An example display: 

OBW = +9.8l(X)0(K)(HK)()()E-0.s 
F'C .= 43.()002500<)(K)(X)F;+07 
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Example VB-13: Reading and displaying the three largest peak levels 

Dim pkl As String. pk2 As String, pk3 As String 

Call ibclr(spa) ’ Perform a device clear. 

Call ibwrKspa. "CF OMZ") ’ Apply the settings, 

Call ibwrttspa, "SP lOOMZ") 


Call ibwrt(,spa, "PS") ’ Search for the peak. 

Call ibwrUspa, "ML?") ’ Query command to search for the marker level 

RdbutT = SpaceO.'i) ' Reserve buffer memory space, 

Call ib,rd(spa. RcJbuff) ’ Receives the output, 

pkl = LeftB(Rdbuff, (InStrBd, Rdbuff, Chr(13), I) - 1)) 

■ Read the data between the .starting point and the delimiter. 


Call ibwnispa, "NXP") ' Search for the next peak. 

Cal] ibwrwspa, "ML?") 

RdbulT - Spacc(25) 

Cal! ibrd(spa, Rdbuff) 

pk2 = Let'tB(Rdhuff,(lnStrB(l,Rdbuff,Chr({3). 1)- !)) 

’ Read the data between the starting point and the delimiter. 


Call ibwrtf'spa, "NXP") 

Call ibwrtispa, "Mi;?") 

Rdbuff = Space(2.'^) 

Call ibrdtspa, Rdbuff) 

pk3 = I.eftBfRdbuiT, (InSti'Bd. Rdbuff, Chrd3), 1) - 1)) 

Read the data between the starling point and the delimiter. 

RichTexiBoxi.Texl^ "Ist PK = " &pkl & vbCrLf & "ZndPK =" & pk2 & vbCrl.f & ''3rd PK = " & pk3 & vbCrLf 

’ Display the data on the ,‘<creen. 

An example display: 

1st PK = -8.553‘)062.3{XXK)H+01 
2nd PK = -7,()046K7.3(X)f)(i0E+O1 
3rd PK -S,65346K7.s(X)0f)E+()l 
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4.2.10.3 Sample Programs for Inputting or Outputting Trace Data 

Trace data on the screen includes data for 501 or 1001 points on the frequency axis. For inputting and out- 
putting data, it is nece.ssary to transfer data for 501 or 1001 points from the left side (start frequency) in 
order. Each point level is expressed by an integer from 1792 to 14592 (however, if the trace exceeds the 
upper limit of the vertical scale, a value greater than 14592 is transferred). 


14592 



Number of data points 

Figure 4-4 Relationship between Screen (Graticule and Trace Data 


Trace data can be input or output in either ASCII or binary format. 


Table 4-26 Trace Accuracy Specliication Codes 


GPIB Code 

Description 

TPS 

Sets the number of measurement points to 501, 

TPL 

Sets the number of measurement points to 1001. 
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Table 4-27 170 format 


I/O format 

Description 

ASCII format 

DDDDD CR LF 

T T 

Delimiter 

Data for one point 

Five-byte data without header 


Input GPIB code 

Output GPIB code 

Memory A 
Memory B 

TAA 

TAB 

TAA? 

TAB? 

Binai'y format 

DD DD . DD DD+EOI 

Delimiter 

Low-order byte Low-order byte 

for 1st point forl0()l/501si point 

High-order byte High-order byte 

for 1st point for i00]/501st point 

Each point data is divided into two parts: high-and low- 
order bytes. EOI signal is attached at the end of the data for 
continuous 1001/501 points. 


Input GPIB code 

Output GPIB code 

Memoj'y A 
Memory B 

TBA 

TBB 

TBA? 

TBB' 
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Example VB-14: Read the trace data in ASCII format 


Dim tri 1(X.)0) As Strinj: ' Allocate an array in the buffer for 1001 points. 

Dim i As Integer 
Dim res As Siring 

Call ihclr(spa) ' Perform a device clear, 


Call ibwrM.spa, ” DLO") ‘ CR l.,I^ EDI 

Call ibwrti.spa. "DET NEG") ’ Set it to the negative detector. 

Call ibwrcispa. "TAA?") 


P'or i = 0 To KXJO Slt^p 1 
ir(i) = Space(7) 

Call ibrd(spa. irfi)) 

res = re.s & "tr(" & Str(i) & ”) = 
i)(>E\cnls 
Nc\t i 


' Repeat the operation for 1001 points. 

’ Allocate a total of 7 bytes (5 bytes for the data, and 2 bytes for 
■ dcliniitersi. 

’ Read the data. 

' Output it to the screen. 

& Left{tr(i). .S) & vbCrLf 


RichToxtBox 1 .Text = res 


Example VB-15: Read the A memory data in binary format 

Dim m 10(K)) .As Integer ’ Allocates an curay in the buffer for 1001 points. 

Dim i A^ Integer 
Dim res As String 


Call ibdr(spa) 

Call ibconligiO, IhcEndBitlsNormal. 0) 


Call ibconlig(spa, IbcReadAdjust. 1! 


’ Performs a de\ ice clear. 

■ Sets the CPIB-board software so that the End bit of the Tbsta 
’ variables is set to 1 only when EOI has been received. 

' Sets the spectrum analyzer so that the upper byte is swapped for 
' the lower byte during a read operation. 


Cali ibwnlspa. "DL2") 

Call ibvvrlt spa. "DET NEC") 
Call ihwntspa. "TBA'.”',i 

Call ibrdi(spa, ir(). UX)I 2) 


’ Sets the delimiter to tiOl only. 

’ Sets it to the negativ e detector. 

’ Query lor Trace .A in binary data 

’ Reads binary data for 1001 points. 


.Fori = 0Tol00()Stcpl 


’ Repeals the operation for iOOl points, 


res = res & Sir(tr(ij) & vbCrLf ’ Outputs it to the screen, 

DoEvenis 

Next i 

RichTextBox 1 .Text = res 


Call ibwrtfspa. "DLO'') ’ Sets the delimiter to the CR, LF and EO.I 

Call ibconfigfO, lbcEndBitIs.Normal. 1) ’ Resets the GPIB software to the standard settings. 

Call ilx-onfiglspa. IbcReadAdjust, 0) 


4-58 






R3132 Series Spectrum Analyzer Operation Manual 


4.2.10 Example Programs 


Example VB-16: Enter data into A memory in ASCII mode 

(When the 501 point mode is set, change 1001 and 1000 to 501 and 500, respectively.) 

Dim trdaui{ 1000) As Integer 
Dim i As Integer 


ti'data(O) = J792 ’ Provide a tensporary data used to lest the input 

For i = 1 'Id 1(K)0 Step I 
trdata(i) = Str(Val(trdata(i ■ 1)) + 12) 

DoEvenis 

Next i ’ When there is the data, the steps between the place marked with 

■ (’") and this point are not required. 


Call ibc'lr(spa) 

Call ibwru'spa. "AB") 
Call ibwiK'ipa. "TAA") 


' Perform a device deal-. 

’ Set Trace A to BLANK 
■ Set Trace A in .ASCII. 


For i = 0 To ifXK) Step 1 ‘ Repeats the operation for 1001 points. 

Call ib\vn(spa, CStr(tvdata(i))) ’ Sends the \ alue after it ha,-, been converted to the ASCII data, 

DoEvents 
Next i 


Call ibvvrttspa. "AV'') 


’ Set Trace A to VIEW 
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4.2.10.4 Example program using the TS (Take Sweep) command 

Example VB-1.7; An AGP measuremant is taken and then the measurement result is read (using the TS 
command). 

Diiti state As Integer 

Dim sepl As Integer, sep2 As Integer 

Dim i As Integer, j As Integer 

Dim cnt As Integer 

Dim LvlH As String, Lvll. As String 

Dim I'Yqn As String, fYqL As String 

Call ibclvi spa) ’A device clear is carried out. 


Call ibvvrt(spci. "SI") 

Call ibwrpspa. "Cl* 15(K)MZ") 

C:all iburifspa. "SP 250K/") 

Cal! ibwrt(spii. "RB iKZ") 

Call ibwn.{spa, "VB 3KZ") 

Call ibwrbspa. "ST 2()SC’') 

Cali ibvvrcispa. "C'SBSDHl.") 

Call ibwrtlspa. "CSBSiN 50KZ.21KZ") 
Call ibwrKspa. "OPR 256") 

Call ibwiKspa, "’"CLS") 

Cull ibwrttspa, ''S0”j 
Cull ibwrt(spa. "ACPON"') 


’Set the single mode. 

’Set the center fVct|ucncy to 15(X) MH^. 

’Set the frequency span to 250 kHz. 

’Set RBW to 1 kHz. 

’Set VBW to 3 kHz. 

’Set the sweep lime to 20 see. 

’Clear the channel .space and bandwidth previously set. 
’Set CS to 50 kHz,, and BS to 21 kHz. 

’The Avercaging bit of the operation register is set 
’toHNABLl-:. 

’Clear STATUS byte 
'SRQ is enabled. 

’Stun the ACP mea.sureinent, 


I-'or j = 1 To 10 Step 1 

Cali ihwrKspa. "TS" ) ’Hxecute one sweep. 

Cal] ihwrdspa. ".ACP'.’") ’The ACP measurement result has been requested. 

Rdbuff = Space(3) ‘.Assign an area for 1 byte of integer and 2 bytes of delimiter prior 

to reading the result. 

Call ibrdOspa, Rdbuff) ’Read the data. 

cnt = C'lnti Rdbuff) 'Convert the contents of the buffer into integer type data. 

I'or i i To cm Step j 

Rdbuff = SpacelHi) ’Assign an area of 81 bytes (Real number x 4 + x 3 + CRLF). 

Call ibrdfspa, Rdbuff) ' Read the data. 

sepl = inStrf 1, Rdbuff.0) ’Search for the first comina starting from the top of the buffer. 

Frql. = I..efl(Rdbuff. sepl -1) ’Read the siring between the top and the character string. 

sep2 = inSlrtsepl + 1. Rdbuff.0) ’Search for the next comma. 

!..vlL = MidfRdbuff. sepl + 1. sep2 - sepl -1) ‘Read the siring between the first and second separators (coin- 
.sepl = InSt.r(sep2 + 1. Rdbuff.0) ’Search for the third comma, 

FrqH = MidtRdbuff. sep2 + 1. sepl ■ sep2 -1) ’Read the siring betw'een the stx'ond and third separators (com¬ 
mas). 

scp2 =: InStpsepl. Rdbuff, Chr(13), 0) 'Search for the terminator (CR), 

l.vll,. = MkKRdbuff. sepl + 1, sep2 - sepl -1) ’Read the string between the separators (third comma and CR), 

’Di.splavs the result on the screen, 

RichTextBox 1 .Text = RichTexlBoxJ .Text & Frql, &. "H/;" &. LvlL & vbCrl.f 
RichTcxtBox 1 .Text =2 RichTextBoxi .Text & FrqH & "H/;" & Lvll, & vbCrl..f 
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4.2.10.5 Program Examples Using the Status Byte 

Example VB-18: Execute single sweeping and wait until its finished (when not using SRQ) 


Dim suite As Integer 


Call ibclr(spa) 

Call ibwnt.spu, "SI") 
Cailibwn(.spa, "O.PR8’') 
Call ibwrKspa. "’’CLS") 
Call ibwri{spa, "SI") 


Do 

CallibwrKspu. "*STB?") 
Rdbuff = Space(8) 

Call ibrdfspa, Rdbul'O 
slate - Val(RdbufO 


Dolivcnls 

Loop Until (slate y\nd 128) 


’ Performs a Device Clear. 

■ Turn the single sweep mode on. 

' Enables Sweep-end bit of operation status register 
’ Clear the status byte. 

■ Begin sweeping. 


’ Query command to read the status byte. 

' Reserve a maximum of 8 bytes including the delimiter. 
’ Read the data. 

’ Convert the character string into numeric values. 

’ Check the loop for other events cun'ently taking place. 

‘ Exit from the loop if the sweep-end bit is set to 1. 


Example VB-19: Reading the peak frequency and level at the end of a single sweep (when using SRQ) 


Dim boardl!) .As integer 
Dim 1 .As Integer 
Dim res As Integer 
Dim Cl'iJ'V As String 

boardID = 0 ’ Set the board ID. 


Call ibclr(spa) 


’ Performs a Device Clear. 


Call ibwrKspu, "SI") 


’ Turn the single sweep mode on. 


Call ibwrKspa." "CLS") 

Call ibwrKspa. "OPR 8”) 
Call ibwrKspa, ""‘SRH 128") 
Call ibwrKspa. "SO") 


' Clear the status byte. 

’ Enable.s the Sw'cep-end bit of the operation status register 
’ Enables the Operation status bit of the status byte. 

■ Specify Send mode for the SRQ signal. 


I'or I = .1 To 10 Step 1 
Call ibwrKspa. "SI") 

Call WaitSRQtboardlD, res) 
Cali ibrsptspa. res) 


' A loop of 10 limes 
’ Begin sweeping 

’ Wait until SRQ interruption occurs. 
’ Execute serial polling, 


Call ibwrKspa. "PS") 
Call ibwrKspa, "MFL?") 

Rdbuff = Spxe(43) 

Call ibrdlspa. Rdbuft) 


’ Execute the peak .search. 

’ Query fo.i' marker frequency and level 

’ Reserve 43 bytes, 

’ Read the daui. 


CPLEV = LefKRdbuff, InStrO, Rdbuff, Chr(13). 0) - I) 

RichTextBoxI.Text = RichTcxiBoxl.Text & "Freq .Lebel = " & CFLEV & vbCrLf 

’ Display data on the screen and start a new line. 


DoEvents 
Next 1 


' Execute other events in Windows if any. 
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4.2.10.6 Example Program Used to Read Screen Data 

Example VB-20: Outputting the current screen data in bitmap format and saving it into the file (bit¬ 
map.bmp) 


NOTE: Depending on the copy image, compression of Jiles and screen status, the amount of bitmap data varies. 
A data file of up to 300 KB can he output. 


Call ibtmiHspa.t.mo%) 

Call ibwrt(spa.''Dl.2") 

Call ihwn(spa.''HCIMAG SCOL") 
Call ibwn(spa."HCCMPRS Ol-T") 
Call ibwn(spa,"BMP‘'") 

Call ibrdftspa."bitmap.bmp") 


’ A timeoul of .tO sec. 

’ .A timeoiit of 30 seconds is set, 

’ Selects only iiOl as a delimiter. 

’ Sets a simple color image to make a copy 
’ 'I'urns ihe compression mode off. 

’ Requests the bitmap data output. 

’ Saves the bitmap data into the file. 


Call ibv.rt(,spa."DL0"j 


’ Change,s ihc delimiter hack to CR, Lb’ and EOl. 
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4.3 RS-232 Remote Control Function 

Most controllers (such as personal computers) do not have a GPIii interface, but the R3132 series can still 
be controlled using the RS-232 interface. 

4.3.1 GPIB and RS-232 Compatibility 

The control codes and functions are the same as those used for serial control, except for those which espe¬ 
cially refer to the GPIB interface. 

4.3.2 Features of RS-232 Remote Control 

The following functions can be controlled by serial control. 

• Measurement conditions setup: Measurement conditions each can be input in much the same as the 

key operation on the front panel. 

• Output of the setup status: Both the setup status and data can be read out. 

• Status: Status bytes which show- the current status of the spectrum analyzer 

can be read out in the same way GPIB readouts. 

4.3.3 Parameter Setup Window 




Figure 4-5 Parameter Setup 

Select from 600. 1200. 2400. 4800. 9600 or 19200, 
Select seven bits or eight bits as the number of data bits. 
Select one or two bits. 

Select from NONE. ODD or EVEN. 

Selects whether or not to use flow control XON/XOFF. 


1. Baud Rate: 

2. Data length: 

3. Stop bit: 

4. Parity check: 
.6. Flow control: 
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4.3.4 Interface connection 


Spectrum Analyzer rear pane! Personal computer 



Figure 4-6 Connection Between the Controller and the Spectrum Analyzer 

Although the spectram analyzer uses only three pins, the controller side needs more connections for input 
and output, 

NOTE: 

1. When you send or receive data using the cable connections shown in Figure 4-6, set XON/XOFF to valid 

fOiV). 

2. DCD, DTR and DSR are not used in the spectrum analyzer. When you use CTS and RTS, use a cable with 
cross-connection to conned the controller to the spectrum analyzer. Flow control is not performed using Cl'S 
or RTS. Set XON/XOFF to valid (ON) to perform flow control. 
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9pin 9pin 



2RxD - 

- 3TxD 



3 TxD 

- 2RxD 


Spectiiim 

5GND 

- 5GND 

ConlroUer 

Analyzer 

side 


- 4DTR 

side 



- 6DSR 




- IDCD 




-- 7 RTS 



8 CTS 


Pin No.(9pin) 

Signal name 

Contents 


DCDiDaia Carrier Detector 

Receive carrier detection 


RxD: Receive Data 

Receive data 



Transmission data 



Data terminal ready 



Signal ground 

BSS 

DSR; Data set Ready 

Data set ready 



Request signal for sending 


CTS; Clear to Send 

Clear signal for sending 

1 ^ 

Cl: 

N.C 


Figure 4-7 Cable Wiring Diagram 

4.3.5 Data Format 

Transmission messages between the spectrum analyzer and the controller are in ASCII code character 
strings and followed by carriage i-eturns (CR) and line feeds (LF). 


Spectrum 

.Analyzer 

side 


C 


CR 


I.F 


LF 


CR 



Figure 4-8 Data Format 
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4,3.6 Differences Between RS-232 and GPIB 


NOTE: 

1. Transmission data must be in ASCII code. 

2. Delimit the data from the controller with CR or CR and LE. Query data and the GPIIi delimiters are the same. 
Therefore, send DIM or DU after serial port was opened (refer to the example of RS-232 remote program). 


Data transmission example: Personal computers can recognize both CF 3().()MZ CR and CF 30.0MZ CR 
LF, 

The format for query data is +3.000()OOOOOOOB-f07 CR LF (send DLO or DL3). The output data of this RS- 
232 and GPIB are the same number of characters except delimiters (CR and LF')- 

4.3.6 Differences Between RS-232 and GPIB 

• Command code 

Trace data can be input or output in the ASCII format only. 


CAUTION The following commands are unavailable: TEA and TUB. 


4.3.7 PanelControI 

During remote control operation, spectrum analyzer pane! control is affected as fellow's. 

• The remote lamp does not light. 

• The key panel is not disabled. 


CAUTION If any settings are changed during remote control, the operation of the spectrum analyzer may 
become unstable. 
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4.3.8 Remote Control Usage Examples 

The following examples show typical remote control commands, and are written in “Microsoft Quick Ba¬ 
sic” (licensed by Microsoft Corporation). 

The Open command statement OPEN” COMl: 9600, N, 8, 1, ASC” FOR RANDOM AS #1 shown below 
has the following characteristics: baud rate is 9600 bps, no parity, 8 bit data length, stop bit of 1, ASCII 
format and random access mode. 

Example: This program is used to check the status byte register to see if the sweep has been completed. 

OPEN ’■COMi:96(X),N.S,l,ASC” FOR RANDOM AS #1 

PRINT #1, '‘DL3” ’ CR and LF are .set as the GPIB delimiter. 

PRINT #1. "S!" ’ Single sweep is performed. 

PRINT #1, "OPR8” ’ Sweep completion bit in the OPIB operation register is set, 

I’RINT #1, ”C!.S‘‘ ■ Clearing the status bytes. 

PRINT#!, ".SI" ‘ -Single sweep is peiTormcd. 

MBAS.l.OOP: 

PRINT#], "^STRr ’ Read out the status bytes. 

INPUT #1. STAl' 

IF (STAT AND ! 28) = 0 THEN GOTO MHAS.LOOP 
PRINT#!,-PS" ’ Peak .search. 

PRINT #1, "ML?" ■ Read out the peak level, 

1NFUT#I.MLBVEL 
PRINT MLHVEL 
CLOSE#! 

END 
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